4[} Lancaster Laboratories

Where quality is a science.
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Lancaster Laboratories Sample No. WW 3795048

Collected:03/25/2002 13:45 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:09 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ033D Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

Z033D SDG#: DCJ48-18

As Received
CAT As Receaved Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limat
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Traial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 B8260B 1 03/29/2002 10:46 Marla S Lord 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 10:46 Marla S Lord n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2631 2216 Rev 9/11/00



4[} Lancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795049
Collected:03/25/2002 14:20 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:09 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWO34S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
034S- SDG#: DCJ48-19

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vainyl Chlorade 75-01-4 3. J 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1, 2-Dichloroethene 156-60~5 2. J 1. ug/1 1
05393 1,1-Dachloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 30. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 370. 5. ug/1 5
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Traichlorocethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 ci1s-1,3-Dachloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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Dilution
Factor

Lancaster Laboratories Sample No. WW 3795049

Collected:03/25/2002 14:20 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:09 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

MW034S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

034s- SDG#: DCJ48-19

As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysais
No. Analysis Name Method Trial# Date and Time Analyst
06291 TCL by 8260 (water) SW-846 B260B 1 03/29/2002 11:11 Marla S Lord 1
06291 TCL by 8260 (water) SW-846 8260B 1 04/01/2002 11:53 Susan McMahon-Luu
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 11:11 Marla S Lord
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/01/2002 11:53 Susan McMahon-Luu

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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| ancaster Laboratories

V' Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/25/2002 14:10 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:09
Discard: 06/04/2002

PZ0341 Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

3795050

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

203471 SDG#: DCJ48-20

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limat
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vanyl Chloraide 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-bachloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1l 1
05393 1,1-Dachloroethane 75-34-3 N.D. 1. ug/1 1
05395 cas-1,2-Dachloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chlorotorm 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-14 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Daibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/l1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Dasulfide 75-15-0 N.D. 1. ug/l 1
06305 2-Butanone 78~-93-3 N.D. 3. ug/1l 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 581-78-6 N.D. 3. ug/1 1

Lancaster Laboratones, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795050

Collected:03/25/2002 14:10 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:09 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ034I Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH

Z0341

SDG#: DCJ48-20
As Received
As Received Method
Analysis Name CAS Number Result Detection Unats
Limit
Xylene (Total) 1330-20-7 N.D. 1. ug/1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
Analysais
Analysis Name Method Trial# Date and Time Analyst
TCL by 8260 (water) SW-846 B260B 1 03/29/2002 11:37 Marla S Lord
GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 11:37 Marla S Lord

Lancaster Laboratories, Inc
2425 New Holland Pike
PO Box 12425

Lancaster, PA 17605-2425

Dilution
Factor

1

Dilution
Factor
1
n.a.

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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Where quality is a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795051
Collected:03/25/2002 14:15 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:09 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
P2034D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
Z2034D SDG#: DCJ48-21

As Receaved
CAT As Received Method Dilution
No Analysis Name CAS Numberxr Result Detection Unats Factor

Limat
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1l 1
05386 Vinyl Chloraide 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00~-3 N.D. 2. ug/1 1
05390 1,1-Daichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1, 1-Dachloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichlorocethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-~1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1l 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64~1 N.D. 6. ug/1 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78~93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratornies, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



(I} Lancaster Laboratories

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795051

Collected:03/25/2002 14:15 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:09 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ034D Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

7034D SDG#: DCJ48-21

As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limat
06310 Kylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysas Dilutaion
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW~846 8260B 1 03/29/2002 12:03 Marla S Lord 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 12:03 Marla S Lord n.a.

Lancaster Laborataries, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00



Lancaster Laboratories Sample No.

_ancaster

aboratories

Where quality is a science.

Collected:03/25/2002 14:55

Submitted:
Reported:

Discard: 06/04/2002
MW0O36S Grab Water Sample

Site Code: SC001 RFA$ LBGO02012

03/27/2002 09:35
04/04/2002 at 16:09

WW 3795052

by RFW

Dayton Thermal 1st Quarter GW/Dayton, OH

0365-

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-22

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis—-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
ci1s-1, 3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

tancaster Laboratones, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Receaved

As Receaived Method
Result Detectaion
Limit
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Unats

ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1l

Dilution
Factor
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2216 Rev 9/11/00



| ancaster Laboratories

P»

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795052
-
Collected:03/25/2002 14:55 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:09 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MW036S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
036S- SDG#: DCJ48-22
As Receaived
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Unats Factor
Laimat
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysis Dailution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 12:29 Marla S Lord 1
06291 TCL by 8260 (water) SW-846 8260B 1 04/01/2002 12:19 Susan McMahon-Luu 20
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 12:29 Marla S Lord n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/01/2002 12:19 Susan McMahon-Luu n.a.

Lancaster Laboratories, Inc
2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

Page 2 of 2

2216 Rev 9/11/00




€l> Lancaster Laboratories

Where quality is a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795053

Collected:03/25/2002 14:45 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:09 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ0361 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

z0361 SDG#: DCJ48-~23

As Received

CAT As Receaved Method Dilution

No. Analysis Name CAS Number Result Detection Unxts Factor
Limit

06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vvinyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloraide 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Traichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2~Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1l 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



<I> | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795053

Page 2 of 2

Collected:03/25/2002 14:45 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Repoi ted: 04/04/2002 at 16:09 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ0361 Grab Water Sample
Site Code: SC001 RFA# LBGO02012
Dayton Thermal 1st Quarter GW/Dayton, OH

20361

CAT
No.

06310

SDG#: DCJ48-23
As Receaived
As Receaived Method
Analysis Name CAS Number Result Detection
Limit
Xylene (Total) 1330-20-7 N.D. 1.
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
Analysas
Analysis Name Method Trial# Date and Tame
TCL by 3240 (water) SW-846 8260B 1 03/29/2002 12:54
GC/MS YOM Water Prep SW-846 5030B 1 03/29/2002 12:54

Lancaster Laboratories, Inc.
R 2425 New Holland Pike
PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Units

ug/1

Analyst
Marla S Lord
Marla S Lord

Dilution
Factor

1

Dilution
Factor
1
n.a.

2216 Rev 9/11/00



Lancaster Laboratories Sample No.

<I> | ancaster Laboratories

Where quality 1s a science.

Collected:03/25/2002 14:35

Submitted:
Reported:

Discard: 06/04/2002
PZ036D Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:09

WW 3795054

by REW

Dayton Thermal 1lst Quarter GW/Dayton, OH

Z2036D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05418
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-24

Analysis Name

TCL by 8260 (water)

Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Traichloroethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
c1s-1,3-Dichloropropene
4-Methyl-~2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method
Result Detection
Limit
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Units

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor
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4'} | ancaster Laboratories

Where quality 1s a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795054

Collected:03/25/2002 14:35 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reportaed: 04/04/2002 at 16:09 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ036D Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

Z2036D SDG#: DCJ48-24

As Receaved
CAT As Receaved Method Dilution
No. Analysis Name CAS Numberxr Result Detection Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
3 site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Taime Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 13:20 Marla S Lord 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 13:20 Marla S Lord n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



Lancaster Laboratories Sample No.

(l} Lancaster Laboratories

Where quality 1s a science.

Collected:03/25/2002 15:25

Submitted:
Reported:

Discard: 06/04/2002
MW025S Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,

02558~

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-25

Analysis Name

TCL by 8260 (water)

Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Traichloroethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2~Traichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1, 3-Dichloropropene
4-Methyl~-2-pentanone
2-Hexanone

03/27/2002 09:35
04/04/2002 at 16:10

WW

by REW

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100~-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3

10061-02-6
10061-01-5

108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Received Method

Detection Units
Limit

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
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ﬂ} | ancaster Laboratories

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795055

Collected:03/25/2002 15:25 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:10 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

MWO25S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

0255~ SDG#: DCJ48-25

As Receaved
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 13:46 Marla S Lord 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 13:46 Marla S Lord n.a.

Lancaster Laboratories, Inc

2425 New Holfand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev. 9/11/00



('} | ancaster Laboratories

Where quality is a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795056

Collected:03/25/2002 15:10 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:10 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ025I Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

20251 SDGH#: DCJ48-26

As Received
CAT As Received Method Dilutaon
No. Analysis Name CAS Number Result Detection Units Factor
Limit

06291 TCL by B260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/l 1
05386 Vvinyl Chlorade 75-01-4 6. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1l 1
05390 1,1-Dichloroethene 75-35-4 16. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 66. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 40. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 1,200 10. ug/1 10
05396 Chloroform 67-66-3 1. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 15. 1. ug/1 1
05399 cCcarbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 11. 1. ug/1 1
05403 Trichloroethene 79-01-6 110. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 sStyrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dachloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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<'> Lancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW

Collected:03/25/2002 15:10

Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:10

Discard: 06/04/2002

PZ0251I Grab Water Sample

by REW

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton,

Zz0251 SDG#: DCJ48-~26

No, Analysis Name

06310 Xylene (Total)

OH
As Received
CAS Number Result
1330-20-7 N.D.

3795056

Account Number:

10160

Page 2 of 2

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Received

Method

Detection
Limit

1.

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

No. Analysis Name

06291 TCL by 8260 (water)
06291 TCL by 8260 (water)
01163 GC/MS VOA Water Prep
01163 GC/MS VOA Water Prep

Laboratory Chronicle

Method

SW-846 8260B
SW-846 8260B
SW-846 5030B
SW-846 5030B

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Traial#
1

1
1
2

Analysas

Date and Time

03/30/2002
04/01/2002
03/30/2002
04/01/2002

00:37
12:45
00:37
12:45

Dilution
Unats Factor
ug/1 1
Dilution

Analyst Factor
Bryan J Polick 1
Susan McMahon-Luu 10
Bryan J Polick n.a.
Susan McMahon-Luu n.a.

2216 Rev 9/11/00




Lancaster Laboratories Sample No. WW

('} | ancaster Laboratories

Where quality is a science.

Collected:03/25/2002 15:20

Submitted:
Reported:
Discard:

04/04/2002 at 16:
06/04/2002

PZ025D Grab Water Sample

Site Code:

SC001

Dayton Thermal lst Quarter

z025D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-27

Analysis Name

TCL by 8260 (water)
Chloromethane

vinyl Chlorade
Bromomethane
Chloroethane
1,1~-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
c1s~1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

03/27/2002 09:35

by REFW

10

RFA# LBG02012

GW/Dayton, OH

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87~5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100~42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

As Receaved
Result

Z 22 Z 2 2222 2 Z 22T 222 2V 2222 222Z2Z2ZZ 2222

3795057

U0 U0UUUUUUUODOUDUOUOUOoOU
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Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Receaved
Method

Detection
Limit

Dilutaon

Units Factor

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/l
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
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(I} | ancaster Laboratories

Where quality 1s a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795057

Collected:03/25/2002 15:20 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:10 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ025D Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

z025D SDGH#: DCJ48-27

As Received
CAT As Receaved Method Dilution
No Analysis Name CAS Number Result Detectaion Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysas Dilution
No Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 18:38 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 18:38 Bryan J Polick n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




Lancaster Laboratories Sample No.
Collected:03/25/2002 15:50
Submitted:

Reported:
Discard:

g

| ancaster Laboratories

Where quality is a science.

WwW 3795058

by REW

03/27/2002 09:35
04/04/2002 at 16:10
06/04/2002

MW026S Grab Water Sample

Site Code:
Dayton Thermal 1lst Quarter GW/Dayton,

026S-

06291

05385
05386
05387
05388
05330
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#:

Analysis Name

SC001

RFA# LBG02012
OH

DCJ48-28

As Receaved

CAS Number Result

TCL by 8260 (water)

Chloromethane 74-87-3 N.D.
Vainyl Chlorade 75-01-4 N.D.
Bromomethane 74-83-9 N.D.
Chloroethane 75-00~-3 N.D.
1,1-Dichloroethene 75-35-4 N.D.
Methylene Chloraide 75-09-2 N.D.
trans-1,2-Dichloroethene 156-60-5 N.D.
1,1-Dichloroethane 75-34-3 N.D.
cis—-1,2-Dichloroethene 156-59-2 2.
Chloroform 67-66-3 N.D.
1,1,1-Trichloroethane 71-55-6 2.
Carbon Tetrachloride 56-23-5 N.D.
Benzene 71-43-2 N.D.
1,2-Dichloroethane 107-06-2 N.D.
Trichloroethene 79-01-6 5.
1,2-Dichloropropane 78-87-5 N.D.
Bromodichloromethane 75-27-4 N.D.
Toluene 108-88-3 N.D.
1,1,2-Trichloroethane 79-00-5 N.D.
Tetrachloroethene 127-18-4 N.D.
Dibromochloromethane 124-48-1 N.D.
Chlorobenzene 108-90-7 N.D.
Ethylbenzene 100-41-4 N.D.
Styrene 100~-42-5 N.D.
Bromoform 75-25-2 N.D.
1,1,2,2-Tetrachloroethane 79-34-5 N.D.
Acetone 67-64-1 N.D.
Carbon Disulfide 75-15-0 N.D.
2-Butanone 78-93-3 N.D.
trans-1, 3-Dichloropropene 10061-02-6 N.D.
ci1s-1,3-Dichloropropene 10061-01-5 N.D.
4-Methyl-2-pentanone 108-10-1 N.D.
2-Hexanone 591-78-6 N.D.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Received
Method

Detection
Limit

Dilution

Unaits Factor

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
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4'} L ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795058
Collected:03/25/2002 15:50 by REW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:10

Discard: 06/04/2002

MW026S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

026S- SDG#: DCJ48-28
As Receaived
CAT As Received Method Dalution
No. Analysis Name CAS Number Result Detection Unats Factor
Limat
06310 Xylene (Total) 1330-20~7 N.D. 1. ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

CAT

No. Anzlysis Name Method
06291 TCL by 8260 (water) SW-846 8260B
01163 GC/M5 VOA Water Prep SW-846 5030B

Lancaster Laboratortes, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysis Dilution

Trial# Date and Time Analyst Factor

1
1

03/29/2002 19:03 Bryan J Polick
03/29/2002 19:03 Bryan J Polack

2216 Rev 9/11/00

1
n.a.




(I} Lancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW

Collected:03/25/2002 15:40 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:10
Discard: 06/04/2002

PZ0261 Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,

3795059

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

z0261  SDG#: DCJ48-29

As Received
CAT As Receaived Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Limit

06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 5. ug/1 2.5
05386 vainyl Chlorade 75-01-4 11. J 3. ug/1 2.5
05387 Bromomethane 74-83-9 N.D. 5. ug/1 2.5
05388 Chloroethane 75-00-3 N.D. 5. ug/1 2.5
05390 1,1-Dichloroethene 75-35-4 31. 3. ug/1 2.5
05391 Methylene Chloraide 75-09-2 N.D. 5. ug/1 2.5
05392 trans-1,2-Dichloroethene 156-60-5 32. 3. ug/1 2.5
05393 1,1-Dichloroethane 75-34-3 22. 3. ug/1 2.5
05395 cis-1,2-Dichloroethene 156-59-2 1,200. 25. ug/1 25
05396 Chloroform 67-66-3 4. 3. ug/1 2.5
05398 1,1,1-Trichloroethane 71-55-6 250. 3. ug/1 2.5
05399 Carbon Tetrachloraide 56-23-5 N.D. 3. ug/1 2.5
05401 Benzene 71-43-2 N.D. 3. ug/1 2.5
05402 1,2-Dichloroethane 107-06-2 9. 3. ug/1 2.5
05403 Trichloroethene 79-01-6 3,600. 25. ug/1 25
05404 1,2-Dichloropropane 78-87-5 N.D. 3. ug/1 2.5
05406 Bromodichloromethane 75-27-4 N.D. 3. ug/1 2.5
05407 Toluene 108-88-3 N.D. 3. ug/1 2.5
05408 1,1,2-Trichloroethane 79-00-5 q. 3. ug/1 2.5
05409 Tetrachloroethene 127-18-4 N.D. 3. ug/1 2.5
05411 Dibromochloromethane 124-48-1 N.D. 3. ug/1 2.5
05413 Chlorobenzene 108-90-7 N.D. 3. ug/1 2.5
05415 Ethylbenzene 100-41-4 N.D. 3. ug/1 2.5
05418 Styrene 100-42-5 N.D. 3. ug/1 2.5
05419 Bromoform 75-25-2 N.D. 3. ug/1 2.5
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 3. ug/1 2.5
06302 Acetone 67-64-1 N.D. 15. ug/1 2.5
06303 Carbon Dasulfide 75-15-0 N.D. 3. ug/1 2.5
06305 2-Butanone 78-93-3 N.D. 8. ug/1 2.5
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 3. ug/1 2.5
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 3. ug/1 2.5
06308 4-Methyl-2-pentanone 108-10-1 N.D. 8. ug/1 2.5
06309 2-Hexanone 591-78-6 N.D. 8. ug/1 2.5

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



(I} Lancaster Laboratories

Where quality 1s a science.

Lancaster Laboratories Sample No. WW 3795059

Collected:03/25/2002 15:40 by REW Account Number: 10160

Submirtted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:10 PO Box 537933

Discavrd: 06/04/2002 Livonia MI 48153-7933
PZ02GI Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

20261

SDG#: DCJ48-29

As Received

As Received Method Dilution
Analysis Name CAS Number Result Detection Units Factor
Limit

Xylene {(Total) 1330-20-7 N.D. 3. ug/1 2.5
A sile-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
The teporting lamats for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.

Laboratory Chronicle

Analysas Dilution

Analysis Name Method Trial# Date and Time Analyst Factor
TCL by 8260 (water) SW-846 B260B 1 03/30/2002 03:11 Bryan J Polick 2.5
TCL by &260 (water) SW-846 8260B 1 03/30/2002 04:02 Bryan J Polick 25
GC/MS VOA Water Prep SW-846 5030B 1 03/30/2002 03:11 Bryan J Polick n.a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 2 of 2

DaimlerChrysler Corporation

2216 Rev 9/11/00




(I} | ancaster Laboratories

Where quality is a science

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795060
Collected:03/25/2002 15:45 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:10 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
PZ026D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
Z2026D SbG#: DCJ48-30

As Receaived

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chlorade 75-01-4 1. J 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1~Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 2. J 1. ug/1 1
05393 1, 1-Dichloroethane 75-34-3 1. J 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 37. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1l 1
05402 1,2-~Dichloroethane 107-06-2 3. J 1. ug/1 1
05403 Traichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2~Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichlorocethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10~1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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(l> L ancaster Laboratories

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795060

Collected:03/25/2002 15:45 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Repos ted: 04/04/2002 at 16:10 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ026D Grab Water Sample

Site Code: SCO001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

2026D SDG#: DCJ48-30

As Receaved
CAT As Received Method DPilution
No. Analysis Name CAS Number Result Detection Units Factor
Laimit
0631¢C Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysais Dilutaon
No. Analysis Name Method Trial# Date and Time Analyst Factor
0629) TCL by 8260 (water) SW-846 8260B 1 03/29/2002 19:55 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 19:55 Bryan J Polick n.a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




(l} | ancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795061
Collected:03/25/2002 14:30 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:10 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
FB032502 Grab Water Sample
Site Code: SC001 RFA# LBGO02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
F325- SDG#: DCJ48-31FB

As Received

CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 vinyl Chloraide 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/l 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60~5 N.D. 1. ug/1 1
05393 1,1-Daichloroethane 75-34-3 N.D. 1. ug/1 1
05395 ci1s-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06~2 N.D. 1. ug/1 1
05403 Traichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88~3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48~-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90~7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100~-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1, 3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratortes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




(l} | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795061

Collected:03/25/2002 14:30 by REW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:10

Discard: 06/04/2002

FBO032502 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

CAT

06291
01163

SDG#: DCJ48-31FB

Analysis Name CAS Number

Xylene {Total) 1330~-20-7

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilutaion

Result Detection Units Factor
Limit

N.D. 1. ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysais Name Method
TCL by #8260 (water) SW-846 8260B
GC/MS VOA Water Prep Sw-846 5030B

Lancaster Laboratories, Inc

2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysais Dilution
Trialf#f Date and Taime Analyst Factor
1 03/29/2002 20:20 Bryan J Polick 1
1 03/29/2002 20:20 Bryan J Polick

2216 Rev 9/11/00

n.a.



(l} Lancaster Laboratories
' Where quality is a science.

Page I of 2

Lancaster Laboratories Sample No. WW 3795062

Collected:03/26/2002 08:30 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:10 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

MWAOO1 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH
A001-  SDG#: DCJ48-32

As Received
CAT As Received Method Dilution
No Analysais Name CAS Number Result Detection Unaits Factor
Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D 2. ug/1 1
05386 vinyl Chloride 75-01-4 N.D 1. ug/1 1
05387 Bromomethane 74-83-9 N.D 2. ug/1l 1
05388 Chloroethane 75-00-3 N.D 2. ug/1 1
05390 1, 1-Dichloroethene 75-35-4 42. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1, 2-Dichloroethene 156-60-5 26. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 160. 1. ug/1 1
05395 cas-1,2-Dichloroethene 156-59-2 2,200. 20. ug/1 20
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1~Trachloroethane 71-55-6 1,000. 20. ug/1 20
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 2. 1. ug/1 1
05402 1, 2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 390. 20. ug/1 20
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Traichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 760. 20. ug/1 20
05411 Daibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratortes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



4'> | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/26/2002 08:30

Submitted:
Reported:

Discard: 06/04/2002

MWAOO1l Grab Water Sample

03/27/2002 09:35
04/04/2002 at 16:10

by RFW

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton,

A001-

CAT
No.
06291
06291
01163
01163

SDG#: DCJ48-32

Analysis Name

Xylene (Total)

A site-specific MSD sample was not submitted for the project. A LCS/LCSD

OH
CAS Number
1330-20-7

Account Number:

Page 2 of 2

10160

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received
Result

As Receaived

Method

Detection
Limit

1.

was performed to demonstrate precision and accuracy at a batch level.

Analysis Name

TCL by 8260 (water)
TCL by 8260 (water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method

SW-846 B8260B
SW-846 B8260B
SW-846 5030B
SW-846 5030B

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax. 717-656-2681

Trial#
1

1
1
2

Analysais

Date and Time
01:
13:
01:
13:

03/30/2002
04/01/2002
03/30/2002
04/01/2002

03
10
03
10

Dilution
Units Factor
ug/1 1
Dilution

Analyst Factor
Bryan J Polick 1
Susan McMahon-Luu 20
Bryan J Polick n.a.
Susan McMahon-Luu n.a.

2216 Rev 9/11/00



Lancaster Laboratories Sample No. WW

(I} Lancaster Laboratories

Where quality is a science.

Collected:03/26/2002 08:50

Submitted:
Reported:

Discard: 06/04/2002
PZ0171I Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:10

by RFW

Dayton Thermal 1lst Quarter GW/Dayton, OH

Z0171

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-33

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90~7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15~-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

3795063

Account Number:

10160

Page | of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Receaved

As Received Method
Result Detection
Limit

UUU9UU0UDUYU0UU0UUU0UUO0oUwLwoooUuUoooo:.

U 0O oo

2 2222 222222222222 ZKHZZTeZdHWwo0oTZ2 =22

o

WWHE P WEO B H = F NS BR s =R NP N RRRN

Units

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1

Dilution
Factor

L I T = T T O e L R T T T e L O I = T S Yy S Ui U

2216 Rev 9/11/00



| ancaster Laboratorie

S

4

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795063

Collected:03/26/2002 08:50 by REW Account Number: 10160

Submaitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:10 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ017I Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

20171 SDG#: DCJI48~33

As Receaved
CAT As Receaived Method Dilution
No Analysis Name CAS Number Result Detectaion Units Factor
Limt
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1l 1
A stte-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysais Dilution
No. Analys.s Name Method Trial# Date and Tame Analyst Factor
06291 TCL by 8760 (water) SW-846 B8260B 1 03/30/2002 01:28 Bryan J Polick 1
06291 TCL by 3260 (water) SW-846 B8260B 1 04/01/2002 13:36 Susan McMahon-Luu 20
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/30/2002 01:28 Bryan J Polick n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/01/2002 13:36 Susan McMahon-Luu n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



L ancaster Laboratories

Where quality is a science.

Page 1 of 2

Dilution
Factor

Lancaster Laboratories Sample No. WW 3795064

Collected:03/26/2002 08:55 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:11 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933
PZ017D Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

Zz017D SDG#: DCJ48-34

As Received
CAT As Receaived Method
No. Analysis Name CAS Number Result Detection Units
Limit

06291 TCL by 8260 {(water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1
05386 Vinyl Chlorade 75-01-4 16. 1. ug/1
05387 Bromomethane 74-83-9 N.D. 2. ug/1
05388 Chloroethane 75-00-3 N.D. 2. ug/1
05390 1, 1-Dichloroethene 75-35-14 N.D. 1. ug/1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1
05393 1, 1-Dichloroethane 75-34-3 N.D. 1. ug/1
05395 cis-1,2-Dichloroethene 156-59-2 9. 1. ug/1
05396 Chloroform 67-66-3 N.D. 1. ug/1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1
05399 cCarbon Tetrachlorade 56-23-5 N.D. 1. ug/1
05401 Benzene 71-43-2 N.D. 1. ug/1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1
05403 Trachloroethene 79-01-6 N.D. 1. ug/1l
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1
05407 Toluene 108-88-3 N.D. 1. ug/1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1
05418 Styrene 100-42-5 N.D. 1. ug/1
05419 Bromoform 75-25-2 N.D. 1. ug/1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1
06302 Acetone 67-64-1 N.D. 6. ug/1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1
06305 2-Butanone 78-93-3 N.D. 3. ug/1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1
06307 cais-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1

Lancaster Laboratories, Inc
MEMBER 2425New Holland Ptke
4 % PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No.
Collected:03/26/2002 08:55

Submitted:
Reported:

03/27/2002 09:35
04/04/2002 at 16:11
06/04/2002
PZ017D Grab Water Sample
Site Code: RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton,

Analysis Name CAS Number

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Received Method Dilutaion
Detectaion Units Factor
Limit
1. ug/1 1

A site-specaific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle
Analysis Dilution

Analysis Name
TCL by 8260
GC/MS VOA Water Prep

SW-846 B260B
SW-846 5030B

Lancaster Laboratones, Inc
2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Trial# Date and Time Analyst Factor

03/29/2002 20:46 Bryan J Polick
03/29/2002 20:46 Bryan J Polick

2216 Rev 9/11/00



4'} | ancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 37985065
Collected:03/26/2002 09:15 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:11 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MW020S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
020S8- SDG#: DCJ48-35

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vvinyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichlorocethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 . trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 2. J 1. ug/1 1
05399 Carbon Tetrachlorade 56-23~5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 3. J 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Daibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-bichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratones, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




Lancaster Laboratories Sample No. WW 3795065

Collected:03/26/2002 09:15 by REW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:11 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

MW020S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

0205~ SDG#: DCJ48-35

As Receaived
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Unaits Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysis Dilution
No, Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 B8260B 1 03/29/2002 21:12 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 21:12 Bryan J Polick n.a.

P»

| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 2 of 2

2216 Rev 9/11/00




(I> | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW
Collected:03/26/2002 09:20 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:11
Discard: 06/04/2002

PZ020D Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

Z020D SDG#: DCJ48-36

3795066

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

CAT As Receaved Method
No. Analysis Name CAS Number Result Detectaon Units
Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3
05386 vinyl Chlorade 75-01-14
05387 Bromomethane 74-83-9
05388 Chloroethane 75-00-3
05390 1,1-Dichleoroethene 75-35-4
05391 Methylene Chlorade 75-09-2
05392 trans-1,2-Dichloroethene 156-60-5
05393 1,1-Dichloroethane 75-34-3
05395 cis-1,2-Dichlorocethene 156-59-2
05396 Chloroform 67-66-3
05398 1,1,1-Trichloroethane 71-55-6
05399 Carbon Tetrachloride 56-23-5
05401 Benzene 71-43-2
05402 1,2-Dichloroethane 107-06~2
05403 Traichloroethene 79-01-6
05404 1,2-Dichloropropane 78-87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trichloroethane 79-00-5
05409 Tetrachloroethene 127-18-4
05411 Dibromochloromethane 124-48~1
05413 Chlorobenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
05419 Bromoform 75-25-2
05421 1,1,2,2-Tetrachloroethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfide 75-15-0
06305 2-Butanone 78-93-3
06306 trans-1, 3~Dichloropropene 10061-02-6
06307 cas-1,3-Dichloropropene 10061-01-5
06308 4-Methyl-2-pentanone 108-10-1
06309 2-Hexanone 591-78~6

- Lancaster Laboratonies, Inc
2425 New Holland Pike
PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Z 2222222222 Z2ZZ222Z2ZAZ2Z2ZZTZAZAZZ2 2222 W2
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(l} L ancaster Laboratories

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795066

Collected:03/26/2002 09:20 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:11 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ020D Grab Water Sample

Site Code: SC001 RFEA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

2020D SDG#: DCJ48-36

As Received
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limt
06310 Xylene (Total) 1330~-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 21:37 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 21:37 Bryan J Polick n.a.

Lancaster Laboratories, Inc.
MEMBER 2425 New Holland Pike
R PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




<I> L ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW
Collected:03/26/2002 09:45 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:11
Discard: 06/04/2002

MW019S Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton,

3795067

Account Number:

10160

Page | of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

019s5- SDG#: DCJ48-37
As Receaved
CAT As Received Method
No. Analysis Name CAS Number Result Detectaon
Limxt

06291 TCL by 8260 {water)

05385 Chloromethane 74-87-3
05386 Vinyl Chlorade 75-01-4
05387 Bromomethane 74-83-9
05388 Chloroethane 75-00-3
05390 1,1-Dichloroethene 75-35-4
05391 Methylene Chloride 75-09-2
05392 trans-1,2-Dichloroethene 156-60-5
05393 1,1-Dichloroethane 75-34-3
05395 cis-1,2-Dichloroethene 156-59-2
05396 Chloroform 67-66-3
05398 1,1,1-Traichloroethane 71-55-6
05399 Carbon Tetrachlorade 56-23-5
05401 Benzene 71-43-2
05402 1,2-Dichloroethane 107-06-2
05403 Trachloroethene 79-01-6
05404 1,2-Dichloropropane 78-87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trachloroethane 79-00-5
05409 Tetrachloroethene 127-18-4
05411 Dibromochloromethane 124-48-1
05413 Chlorobenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
035419 Bromoform 75-25-2
05421 1,1,2,2-Tetrachloroethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfaide 75-15-0
06305 2-Butanone 78-93-3
06306 trans-1,3-Dichloropropene 10061-02~6
06307 cis-1,3-Dichloropropene 10061-01~5
06308 4-Methyl-Z-pentanone 108-10-1
06309 2-Hexanone 591-78-6

Lancaster Laboratores, Inc

2425 New Hofiland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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(l} L ancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW 3795067

Collected:03/26/2002 09:45 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:11

Discard: 06/04/2002

MW019S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

019s-

SDG#: DCJ48-37

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Received Method Dilution
Analysis Name CAS Number Result Detection Units Factor
Limit
Xylene (Total) 1330-20-7 N.D. 1. ug/1 1

A site-specafic MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysas Dilution
Analysis Name Method Trial# Date and Time Analyst Factor
TCL by B260 (water) SW-846 8260B 1 03/27/2002 21:28 Patricia L Nolt 1
GC/MS VOA Water Prep SW-846 5030B 1 03/27/2002 21:28 Patraicia L Nolt n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




(l} Lancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/26/200

Submitted: 03/27/20
Reported: 04/04/200
Discard: 06/04/2002
PZ019I Grab Water S
Site Code: SCO001

Dayton Thermal 1lst

S0191 SDG#: DCJ48-38
CAT
No. Analysis Name CAS Number
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3
05386 Vinyl Chlorade 75-01-4
05387 Bromomethane 74-83-9
05388 Chloroethane 75-00-3
05390 1,1~Dichloroethene 75-35-4
05391 Methylene Chloride 75-09-2
5392 trans-1,2-Dichloroethene 156-60-5
05393 1,1~Dichloroethane 75-34-3
5395 ci1s~1,2-Dichloroethene 156-59-2
05396 Chloroform 67-66-3
05398 1,1,1-Traichloroethane 71-55-6
05399 Carbon Tetrachloride 56-23-5
05401 Benzene 71-43-2
05402 1,2-Dichloroethane 107-06-2
05403 Trachloroethene 79-01-6
05404 1,2-Dichloropropane 78-87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trichloroethane 79-00-5
05409 Tetrachloroethene 127-18-4
05411 Dibromochloromethane 124-48-1
05413 Chlorocbenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
05419 Bromoform 75-25-2
05421 1,1,2,2-Tetrachloroethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfaide 75-15-0
06305 2-Butanone 78-93-3
06306 trans-1,3-Dichloropropene 10061-02-6
06307 cis-1,3-Dichloropropene 10061-01-5
06308 4-Methyl-2-pentanone 108-10-1
06309 2~Hexanone 591-78-6

MEMBER
o s /|

2 09:50 by RFW

02 09:35
2 at 16:11

ample

RFA# LBG02012
Quarter GW/Dayton, OH

Lancaster Laboratones, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

As Received
Result

Z Z2Z 22 22 2 2222222222022 222Z20Z222222Z222Z

3795068
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Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Received
Method

Detection
Limat

Dilution

Unzits Factor

ug/1
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| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No.
Collected:03/26/2002 09:50

Submitted: 03/27/2002 09:35
04/04/2002 at 16:11
06/04/2002

PZ0191I Grab Water Sample

Site Code:

Reported:

RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton,

Analysis Name CAS Number

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilution
Detection Unats Factor
Limit
1. ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle
Analysis Dialutaion

Analysis Name
TCL by 8260
GC/MS VOA Water Prep

SW-846 B260B
SW-846 5030B

Lancaster Laboratories, Inc
2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax- 717-656-2681

Trial# Date and Taime Analyst Factor

03/27/2002 21:52 Patricia L Nolt
03/27/2002 21:52 Patricia L Nolt

2216 Rev. 9/11/00



Lancaster Laboratories Sample No.

(l} Lancaster Laboratories

Where quality Is a science.

Collected:03/26/2002 10:00

Submitted:
Reported:

Discard: 06/04/2002
MWB004 Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:11

WW 3795069

by RFW

Dayton Thermal 1lst Quarter GW/Dayton, OH

B0O04-

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-39

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dachloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Traichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
ci1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01~4
74-83-9
75-00~3
75-35-4
75-09~2
156-60-5
75-34-3
156-59-2
67-66~3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratones, Inc

MEMBER 2425New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method
Result Detection
Limit
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Dilution
Factor
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4» | ancaster Laboratories

Where quality s a science.

Lancaster Laboratories Sample No. WW 3795069

Collected:03/26/2002 10:00 by RFW Account Number: 10160
Submitted: 03/27/2002 08:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:11 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

MWB004 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH

BO04 -

CAT
No.

06310

SDG#: DCJ48-39

As Received

Page 2 of 2

As Receaved Method Dilution
Analysis Name CAS Number Result Detection Unats Factor
Limat
Xylene {(Total) 1330-20-7 N.D. 1. ug/1 1
A site-~specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
Analysis Dilution
Analysas Name Method Trial# Date and Time Analyst Factor
TCL by 8260 (water) SW-846 B8260B 1 03/27/2002 22:17 Patricia L Nolt 1
GC/MS VOA Water Prep SW-846 5030B 1 03/27/2002 22:17 Patricia L Nolt n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




(l} L ancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795070
Collected:03/26/2002 10:00 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:11 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWBOO4DUP Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
B0O04D SDG#: DCJ48-40

As Receaved

CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor

Limt

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vainyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1, 1-Dachloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1, 1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 c1s-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06~2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 4. J 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88~3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05408 Tetrachloroethene 127-18~4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48~1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90~7 N.D. 1. ug/1l 1
05415 Ethylbenzene 100-41~4 N.D. 1. ug/1 1
05418 Styrene 100-42~5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/l1 1
06308 4-Methyl-2-pentanone 108-10-~1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78~6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




| ancaster Laboratories

@

Where quality is a science.

Lancaster Laboratories Sample No.
Collected:03/26/2002 10:00
Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:11
06/04/2002
MWBOO4DUP Grab Water Sample
Site Code: RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

Analysis Name

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysis Name
TCL by 8260
GC/MS VOA Water Prep

Sw-846 8260B
Sw-846 5030B

Lancaster Laboratories, Inc
2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 2 of 2
Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933
As Receaved
As Receaved Method Dilution
Detection Unats Factor
Limit
1. ug/1 1
Analysas Dilution
Traial# Date and Time Analyst Factor

03/27/2002 22:42 Patricia L Nolt
03/27/2002 22:42 Patricia L Nolt

2216 Rev 9/11/00



(I> L ancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3785071
Collected:03/26/2002 10:10 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:11 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
PZ0211 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Therma! 1lst Quarter GW/Dayton, OH
z0211 SDG#: DCJ48-41

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vainyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,Z-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 c1s-1,2-Dichloroethene 156~-59-2 6. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1l 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 8. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00~-5 N.D. 1. ug/1 1
05408 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1l 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1l 1
06307 cais-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1l 1

Lancaster Laboratonies, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




Page 2 of 2

Lancaster Laboratories Sample No. WW 3795071

Collected:03/26/2002 10:10 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:11 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ0211 Grab Water Sample

Site Code: SCO001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

20211 SDG#: DCJ48-41

As Received
CAT As Receaved Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specrfic MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysais Dilutaion
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/27/2002 23:07 Patricia L Nolt 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/27/2002 23:07 Patricia L Nolt

(l} | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00

n.a.



4'} | ancaster Laboratories

Where quality is a science.

Page | of 2
Lancaster Laboratories Sample No. WW 3795072
Collected:03/26/2002 10:30 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:11 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWC002 Grab Water Sample
Site Code: SCO001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
c002~ SDG#: DCJ48-42
As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06291 TCL by 8260 (water) /ﬂ'
(
05385 Chloromethane 74-87-3 N.D. ~ 2. ug/1 1
05386 Vinyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 N.D. 1. ug/l1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/l 1
05403 Trichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90~-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/l 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




<l> Lancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW 3795072

Collected:03/26/2002 10:30 by RFW

Submu &

ted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:11
Discard: 06/04/2002

MWC002

Grab Water Sample

Site Code: SCO01 RFA# LBG02012
Daylon Thermal 1st Quarter GW/Dayton, OH

c002-

CAT
No.

06310

CAT
No.
06291
01163

SOGH#: DCJ48-42

Analysis Name CAS Number

Xylene (Total) 1330-20-7

Account Number: 10160

Page 2 of 2

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Receaved

As Receaved Method

Result Detection Unats
Limat

N.D. 1. ug/1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysis Name Method
TCl, by H260 (water) SW-846 B8260B
GC/MS VOAR Water Prep SW-846 5030B

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysas

Trial# Date and Taime Analyst
03/27/2002 23:32 Patricia L Nolt
03/27/2002 23:32 Patricia L Nolt

1
1

Dilution
Factor

Dilutaion
Factor

2216 Rev. 9/11/00

1
n.a.



Lancaster Laboratories Sample No.

| ancaster Laboratories

' Where qualty is a science

Collected:03/26/2002 10:45

Submitted: 03/27/2002 09:35

Reported:

Discard: 06/04/2002
MW018S Grab Water Sample

Site Code: SC001 RFA# LBG02012

04/04/2002 at 16:11

WW 3795073

by RFW

Dayton Thermal 1st Quarter GW/Dayton, OH

018S-

No.

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-43

Analysas Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichlorcethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2~-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75~35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratornies, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page | of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Received Method Dilutaion

Result

Z 2z =z Z 22 22222222

OO0 U0UU0UUUoUoUUUUoUUUooooocoo:.

Detection Unats Factor
Limit

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

W W = WE O B R R RN NN RN
e e el e e e e e e i i T O B e R e e e R I e e S B i N i e i e

2216 Rev 9/11/00



<I> L ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795073

Page 2 of 2

Collected:03/26/2002 10:45 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:11 PO Box 537933

DiLacard: 06/04/2002 Livonia MI 48153-7933

MWQ18S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH

018S-

CAT
No.

06310

SDG#: DCJ48-43

As Received

Dilution
Factor

As Received Method Dilution
Analysis Name CAS Number Result Detection Unats Factor
Limt
Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A saite-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

Analysis
Analysis Name Method Traial# Date and Time Analyst
TCL hy 8260 (water) SW-846 8260B 1 03/27/2002 23:57 Patricia L Nolt 1
TCL by G260 (water) SW-846 8260B 1 03/28/2002 12:06 Marc S Neal
GC/MS VOA Water Prep SW-846 5030B 1 03/27/2002 23:57 Patricia L Nolt
GC/MS VOA Water Prep SW-846 5030B 2 03/28/2002 12:06 Marc S Neal

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax- 717-656-2681

2216 Rev 9/11/00

5
n.
n



Lancaster Laboratories Sample No.

(l} | ancaster Laboratories

Where quality is a science.

Collected:03/26/2002 10:40

Submitted: 03/27/2002 09:35

Reported:

Discard: 06/04/2002
MWB002 Grab Water Sample

51te Code: SC001 RFA# LBG02012

04/04/2002 at 16:12

WW 3795074

by REW

Dayton Thermal 1lst Quarter GW/Dayton, OH

B0O0O2~-

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05408
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-441

Analysis Name

TCL by 8260 (water)

Chloromethane

vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Traichloroethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Traichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-14
108-88-3
79-00-5
127-18-14
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratones, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

L.ivonia MI 48153-7933

As Received

As Received Method
Result Detection
Limit

ZZZ2 222222222222 2222 2222222222222 N02
OO0 U0UU0UUUDUUUUUUUUUUYUUODUUDUOU0UUUUUUOUoUo oo

(O R R I e N R S N e e T e e e T e S e S = R SR I SR SR SRR N

Units

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor

L T S T N I = T S IS

2216 Rev 9/11/00
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('} | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795074

Collected:03/26/2002 10:40 by RFW Account Number:

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:12 PO Box 537933

Discard: 06/04/2002

MWB0O02 Grab Water Sample
Site Code: S5C001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH

B0O02-

CAT
No.
06291
01163

SDGH#: DCJ48-44

As Receaved

As Received Method
Analysis Name CAS Number Result Detection
Limit
Xylene (Total) 1330-20~7 N.D. 1.

A site-upecific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysas
Analysis Name Method Trial# Date and Time
TCL by £260 (water) SW-846 8260B 1 03/28/2002 00:21
GC/MS VOA Water Prep SW-846 5030B 1 03/28/2002 00:21

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

10160

Livonia MI 48153-7933

Unats

ug/1

Analyst

Page 2 of 2

DaimlerChrysler Corporation

Dilution
Factor

1

Dilution
Factor

Patricia L Nolt
Patricia L Nolt

2216 Rev 9/11/00

1
n.a.



¢

Lancaster Laboratories Sample No. WW

Collected:03/26/

[ ancaster Laboratories

Where quality is a science.

2002 11:05 by RFW

/2002 09:35

Submitted: 03/27
Reported:

Discard: 06/04/2002
MWAOOS5 Grab Water Sample

Site Code: SC001 RFA# LBG02012

04/04/2002 at 16:12

Dayton Thermal 1lst Quarter GW/Dayton, OH

AQO5- SDGH#: DCJ48-45
CAT
No Analysis Name
06291 TCL by 8260 (water)
05385 Chloromethane
05386 vainyl Chloride
05387 Bromomethane
05388 Chloroethane
05390 1, 1-Dichloroethene
05391 Methylene Chlorade
05392 trans-1,2-Dichloroethene
05393 1,1-Dichloroethane
05395 ci1s-1,2-Dichloroethene
05396 Chloroform
05398 1,1,1-Trichloroethane
05399 Carbon Tetrachloride
05401 Benzene
05402 1,2-Dichloroethane
05403 Trachloroethene
05404 1,2-Dichloropropane
05406 Bromodichloromethane
05407 Toluene
05408 1,1,2-Trichloroethane
05409 Tetrachloroethene
05411 Dibromochloromethane
05413 Chlorobenzene
05415 Ethylbenzene
05418 Styrene
05419 Bromoform
05421 1,1,2,2-Tetrachloroethane
06302 Acetone
06303 Carbon Disulfide
06305 2-Butanone
06306 trans-1,3-Dichloropropene
06307 <cis-1,3-Dichloropropene
06308 4-Methyl-2-pentanone
06309 2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-14
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061~01-5
108-10-1
5%91-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

3795075

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Received Method _ Dilution
Result Detection Unats Factor
Limait

Z 2222222222220 222,022,002 wZ2ZzZZ

U UDoUuUgoUuyUoUoUuUuouooo:.

0 o oo

U o

ug/1
ug/1
ug/1
ug/1
0. ug/1
ug/1
ug/1
ug/1
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ug/1
0. ug/1
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ug/1
ug/l1
0. ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
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Lancaster Laboratories Sample No. WW

Collected:03/26/2002 11:05

<l> | ancaster Laboratories

Where quality is a science.

by REW

Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:12
Discard: 06/04/2002

MWAQOO5 Grab Water Sample

Site Code: SCO001

RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

AQ05-

SDG#: DCJ48-45

Analysis Name CAS Number

Xylene (Total) 1330-20-7

3795075

As Received

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysis Name

TCL by B260 (water)
TCL by 8260 (water)
GC/MS VOA Water Prep

Method

SW-846 8260B
SW-846 8260B
SW-846 5030B

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00

Page 2 of 2
Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933
As Receaved
Method Dilution
Detection Units Factor
Limit
1. ug/1 1
Analysas Dilution
Trial# Date and Taime Analyst Factor
03/28/2002 12:31 Marc S Neal 1
03/28/2002 17:04 Patricia L Nolt 20
03/28/2002 12:31 Marc S§ Neal n.a.



X

Lancaster Laboratories Sample No.

4» | ancaster Laboratories

Where quality is a science

Collected:03/26/2002 11:10

Submitted:
Reported:

Discard: 06/04/2002
PZ013I Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:12

WW 3795076

by RFW

Dayton Thermal 1st Quarter GW/Dayton, OH

20131

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05418
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-46

Analysis Name

TCL by 8260 (water)

Chloromethane

vainyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chlorade
trans-1,2-Dichloroethene
1,1~Daichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-14
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Receaved

As Received Method Dilution
Result Detection Units Factor
Laimit
N.D. 2. ug/1 1
2. 1. ug/1 1
N.D 2. ug/1 1
N.D 2. ug/1 1
39. 1. ug/1 1
N.D. 2. ug/1 1
6. 1. ug/1 1
23 1. ug/1 1
78. 1. ug/1 1
N.D 1. ug/1 1
450. 10. ug/1 10
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
390. 10. ug/l 10
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
890. 10. ug/1 10
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 6. ug/1 1
N.D. 1. ug/1 1
N.D. 3. ug/1 1
N.D. 1. ug/1 1
N.D. 1. ug/1 1
N.D. 3. ug/1l 1
N.D. 3. ug/1 1

2216 Rev 9/11/00



(l} | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795076

Collected:03/26/2002 11:10 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:12

Diccard: 06/04/2002

PZ013I Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

Zz0131

SDG#: DCJ48-46

Analysis Name CAS Number

Xylene (Total) 1330-20-7

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precaision and accuracy at a batch level.

Laboratory Chronicle

Analysis Name Method

TCL by 8260 (water) SW-846 8260B
TCL by 8260 (water) SW-846 B8260B
GC/MS VOR Water Prep SW-846 5030B

Lancaster Laboratories, Inc
MEMBER 2425 New Holland Pike
PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00

Page 2 of 2
Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933
As Received
As Received Method Dilution
Result Detection Units Factor
Limit
N.D. 1. ug/1 1
Analysis Dilutaion
Trial# Date and Time Analyst Factor
1 03/28/2002 12:56 Marc S Neal 1
1 03/28/2002 17:29 Patraicia L Nolt 10
1 03/28/2002 12:56 Marc S Neal n.a.



Lancaster Laboratories Sample No.

(I} Lancaster Laboratories

Where quality is a science.

Collected:03/26/2002 12:30

Submitted:
Reported:

Discard: 06/04/2002
PZ012I Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:12

WW 3795077

by RFW

Dayton Thermal 1st Quarter GW/Dayton, OH

20121

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-47

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloraide
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2~-Traichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfade
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratones, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Receaved

As Received Method
Result Detection
Limit

Z 222222222 Z22 222222222 2ZHWNhZNNZZNNZ

O U UUUUUUUUDUUUUUUOU0DU0OOoOUUUooo

W W P Wk R B R R R RO BNDERNDNEN

Unats

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor
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2216 Rev 9/11/00



(I} | ancaster Laboratories

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW

Collected:03/26/2002 12:30 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:12 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ012I Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton,

Z0121 SDG#: DCJ48-47

As Received
CAT As Receaived Method Dilution
No. Analysis Name CAS Number Detectaion Unats Factor
Limat
06310 Xylene (Total) 1330-20-7 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle \

catr Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 03/28/2002 13:21 Marc S Neal 1
06291 TCL by 8260 (waterx) SW-846 8260B 03/28/2002 17:54 Patricia L Nolt 5
01163 GC/MS VOA Water Prep SW-846 5030B 03/28/2002 13:21 Marc S Neal n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



| «'} | ancaster Laboratories

Where quality 1s a science.

Page | of 2
Lancaster Laboratories Sample No. WW 3795078
Collected:03/26/2002 12:35 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:12 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
PZ012D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quartexr GW/Dayton, OH
Z012D SDG#: DCJ48-48

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor

Lamit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vanyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1l 1
05393 1, 1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 1. J 1. ug/1 1
05404 1,2~Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-14 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc
MEMBE R 2425 New Holland Pike
X s 1 PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




4l> Lancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795078

Collected:03/26/2002 12:35 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:12 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ012D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH

z012D

SDG#: DCJ48-48

As Received

As Received Method
Analysis Name CAS Number Result Detection
Limat
Xylene (Total) 1330-20-7 N.D. 1.

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysis
Analysis Name Method Trial# Date and Time
TCL by 8260 (water) SW-846 8260B 1 03/28/2002 13:46
GC/MS VOA Water Prep SW-846 5030B 1 03/28/2002 13:46

Lancaster Laboratortes, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Units

ug/1

Analyst
Marc S Neal
Marc S Neal

22

Page 2 of 2

Dilution
Factor

1

Dilution
Factor
1
n.a.

16 Rev 9/11/00



| ancaster Laboratories

Where quality is a science.

Page | of 2
Lancaster Laboratories Sample No. WW 3795079
Collected:03/26/2002 12:45 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:12 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
PZ014I Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
20141 SDG#: DCJ48-49

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Laimat

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1l 1
05390 1,1-Dichloroethene 75-35-4 5. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1, 2-Dichloroethene 156-60-5 8. 1. ug/1 1
05393 1,1-Diachloroethane 75-34-3 15. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 69. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 6. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 290. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D 1. ug/1 1
05407 Toluene 108-88-3 N.D 1. ug/1 1
05408 1,1,2-Traichloroethane 79-00-5 N.D 1. ug/1 1
05409 Tetrachloroethene 127-18-4 12. 1. ug/1 1
05411 Dabromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1, 3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3~Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike .

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795079

Collected:03/26/2002 12:45 by RFEW Account Number:

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:12 PO Box 537933

Discard: 06/04/2002

PZ0141 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH

Z0141

SDG#: DCJ48-49

As Received

As Received Method
Analysis Name CAS Number Result Detection
Limit
Xylene (Total) 1330-20-7 N.D. 1.

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysas
Analysis Name Method Trial# Date and Time
TCL by 8260 (water) SW-846 8260B 1 03/28/2002 14:11
GC/MS VOA Water Prep SW-846 5030B 1 03/28/2002 14:11

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

10160
DaimlerChrysler Corporation

Livonia MI 48153-7933

Unaits

ug/1

Analyst
Marc S Neal
Marc S Neal

Page 2 of 2

Dilution
Factor

1

Dilutaion
Factor
1
n.a.

2216 Rev 9/11/00



| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/26/2002 12:50 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:12
Discard: 06/04/2002

MWAOO3 Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,

3795080

Page | of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

A003-  SDGH: DCJ48-50
As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vainyl Chloraide 75-01-4 16. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 130. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 13. 1. ug/1 1
05393 1,1-Dachlorocethane 75-34-3 130. 1. ug/1 1
05395 cas-1,2-Dichloroethene 156-59-2 280. 10. ug/1 10
05396 Chloroform 67-66-3 1. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 1,100. 10. ug/1 10
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Daichlorcethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 250. 1. ug/1 1
05404 1,2-Daichloropropane 78-87-5 N.D. 1. ug/1l 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 490. 10. ug/1 10
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



Lancaster Laboratories Sample No. WW

Collected:03/26/2002 12:50

(l} L ancaster Laboratories

Where quality is a science.

by RFW

Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:12
Discard: 06/04/2002

MWAOO3 Grab Water Sample

Site Code: SC001

RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

A003-

SDG#: DCJ48-50

Analysis Name CAS Number

Xylene (Total) 1330-20-7

37385080

As Receaved

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Analysis Name
TCL by 8260 (water)
TCL by 8260 (water)

Method
SW-846 8260B
SW-846 8260B

Traial#

Page 2 of 2
Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933
As Received
Method Dilution
Detectaion Unats Factor
Limit
1. ug/1 1
Laboratory Chronicle ‘
Analysis Dilution
Date and Time Analyst Factor
03/28/2002 14:36 Marc S Neal 1
03/28/2002 18:18 Patricia L Nolt 10
03/28/2002 14:36 Marc S Neal n.a.

GC/MS VOA Water Prep SW-846 5030B

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



4[) | ancaster Laboratories

Where quality is a science.

Lancaster lLaboratories Sample No. WW
Collected:03/26/2002 13:00 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:12
Discard: 06/04/2002

MWB006 Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton,

3795081

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

BO0O6~ SDG#: DCJ48-51
CAT As Received
No. Analysis Name CAS Number Result

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 6. J
05386 Vanyl Chloraide 75-01-4 12.
05387 Bromomethane 74-83-9 N.D.
05388 Chloroethane 75-00-3 N.D.
05390 1,1-Dichloroethene 75-35-4 200.
05391 Methylene Chlorade 75-09-2 N.D.
05392 trans-1,2-Dichloroethene 156-60~5 17.
05393 1,1~-Dichloroethane 75-34-3 520.
05395 cis-1,2-Dichloroethene 156-59-2 210.
05396 Chloroform 67-66-3 N.D.
05398 1,1,1-Trichloroethane 71-55-6 1,200.
05399 Carbon Tetrachloride 56-23-5 N.D.
05401 Benzene 71-43-2 N.D.
05402 1,2-Dichloroethane 107-06-2 3. J
05403 Trichloroethene 79-01-6 1,400
05404 1,2-Dichloropropane 78-87-5 N.D.
05406 Bromodichloromethane 75-27-4 N.D.
05407 Toluene 108-88-3 N.D.
05408 1,1,2-Trichloroethane 79-00-5 N.D.
05409 Tetrachloroethene 127-18-4 N.D.
05411 Dibromochloromethane 124-48-1 N.D.
05413 Chlorobenzene 108-90-7 N.D.
05415 Ethylbenzene 100-41-4 N.D.
05418 Styrene 100~-42-5 N.D.
05419 Bromoform 75~25-2 N.D.
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D.
06302 Acetone 67-64-1 N.D.
06303 Carbon Disulfide 75-15-0 N.D.
06305 2-Butanone 78-93-3 N.D.
06306 trans-1, 3-Dichloropropene 10061-02-6 N.D.
06307 ci1s-1,3-Dichloropropene 10061-01-5 N.D.
06308 4-Methyl-2-pentanone 108-10-1 N.D.
06309 2-Hexanone 591-78-6 N.D.

Lancaster Laboratories, Inc
MEMB E R 2425 New Holland Pike
G PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

As Receaved
Method

Detection
Limit

AN N HENRNRNNDNRNDNNRNNDNDDNDRNRNDNDNDRNDNDDNDRNODND NSO SN D

Units

ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor

BB NN R RN DNDNRNDRNNMNRNRONMNDNDRNRNODMDRNONRNNNDNDNONRNNDRNDNDNDNDDNDRN

2216 Rev 8/11/00



| ancaster Laboratories

P

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795081
Collected:03/26/2002 13:00 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:12 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWB006 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
BOO6- SDG#: DCJ48-51
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factox
Limit
06310 Xylene (Total) 1330-20-7 N.D. 2. ug/1 2
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/28/2002 15:01 Marc S Neal 2
06291 TCL by 8260 (water) SW-846 B8260B 1 03/28/2002 18:43 Patricia L Nolt 20
01163 GC/MS VOA Water Prep Sw-846 5030B 1 03/28/2002 15:01 Marc S Neal n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



| <l> Lancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795082
Collected:03/26/2002 13:15 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:12 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWAOO2 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
A002- SDGH#: DCJ48-52

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result ‘Detection Units Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 4. ug/1 2
05386 Vvinyl Chlorzide 75-01-4 N.D. 2. ug/1 2
05387 Bromomethane 74-83-9 N.D. 4, ug/1 2
05388 Chloroethane 75-00-3 N.D. 4. ug/1 2
05390 1, 1-Dichloroethene 75-35-4 q. J 2. ug/1 2
05391 Methylene Chlorade 75-09-2 N.D. 9. ug/1 2
05392 trans-1,2-Dichloroethene 156-60~5 13. 2. ug/1l 2
05393 1,1-Dichloroethane 75-34-3 65. 2. ug/1 2
05395 cis-1,2-Dichloroethene 156-59-2 1, 300. 20. ug/1 20
05396 Chloroform 67-66-3 N.D. 2. ug/1 2
05398 1,1,1-Trichloroethane 71-55-6 1390. 2. ug/1 2
05399 Carbon Tetrachloride 56-23-5 N.D. 2. ug/1 2
05401 Benzene 71-43-2 N.D. 2. ug/1 2
05402 1,2-Dichloroethane 107-06-2 N.D. 2. ug/1 2
05403 Trachloroethene 79-01-6 86. 2. ug/1 2
05404 1,2-Dachloropropane 78-87-5 N.D. 2. ug/1 2
05406 Bromodichloromethane 75-27-4 N.D. 2. ug/1 2
05407 Toluene 108-88-3 N.D. 2. ug/1 2
05408 1,1,2-Trichloroethane 79-00-5 N.D. 2. ug/1 2
05409 Tetrachloroethene 127~18-4 1, 600. 20. ug/1 20
05411 Dibromochloromethane 124-48-1 N.D. 2. ug/1 2
05413 Chlorobenzene 108-90-7 N.D. 2. ug/1 2
05415 Ethylbenzene 100-41-4 N.D. 2. ug/1 2
05418 Styrene 100-42-5 N.D. 2. ug/1 2
05419 Bromoform 75-25-2 N.D. 2. ug/1 2
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 2. ug/1 2
06302 Acetone 67-64-1 N.D. 12. ug/1 2
06303 Carbon Disulfide 75-15-0 N.D. 2. ug/1 2
06305 2-Butanone 78-93-3 N.D. 6. ug/1 2
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 2. ug/1 2
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 2. ug/1 2
06308 4-Methyl-2-pentanone 108-10-1 N.D. 6. ug/1 2
06309 2-Hexanone 591-78-6 N.D. 6. ug/1 2

Lancaster Laboratortes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




<l> L ancaster Laboratories

Where quality is a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795082
Collected:03/26/2002 13:15 by RFEW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:12 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWAO02 Grab Water Sample
Site Code: SC001 RFA# LBGO02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
A002- SDG#: DCJ48-52
As Received
CAT As Receaved Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limt
06310 Xylene (Total) 1330-20~7 N.D. 2. ug/1 2
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
The reporting lamits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.
Laboratory Chronicle
CAT Analysais Dilutaon
No. Analysis Name Method Triral# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/28/2002 15:25 Marc S Neal 2
06291 TCL by 8260 (water) SW-846 8260B 1 03/28/2002 19:08 Patracia L Nolt 20
01163 GC/M53 VOA Water Prep SW-846 5030B 1 03/28/2002 15:25 Marc S Neal n.a.

Lancaster Laboratortes, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



Lancaster Laboratories Sample No. WW 3795083

4'} | ancaster Laboratories

Where quality is a science.

Collected:03/26/2002 13:35

Submitted:

Reported: 04/04/2002 at 16:
Discard: 06/04/2002

PZ016D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter

z016D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-53

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloraide
trans-1,2-bPachloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
ci1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

03/27/2002 09:35

by REW

13

GW/Dayton, OH

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87~-5
75-27-4
108-88-3
79-~00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75~25-2
79-34-5
67-64-1
75~15-0
78~93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 1 of 2

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method Dilution
Result Detection Units Factor

N e

U oouooo-

N fo o)

2 Z 22222222222 NZ 22222222 2N0N22=2Z2Z Z2-=2
U U0 9UUUUUUU0UUoUoo9ooUgUooo-.

]

U o o oo

Limit

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
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2216 Rev 9/11/00



4'> Lancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795083

Collected:03/26/2002 13:35 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:13 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ016D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH

Z016D

CAT
No.
06291
01163

SDG#: DCJ48-53

As Receaived

As Received Method

Analysis Name CAS Number Result Detection Unats
Limit

Xylene (Total) 1330-20-7 N.D. 1. ug/1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

i Analysas

Analysis Name Method Traial# Date and Time Analyst
TCL by B260 (water) SW-846 8260B 1 03/28/2002 15:50 Marc S Neal
GC/MS VOA Water Prep SW-846 5030B 1 03/28/2002 15:50 Marc S Neal

Lancaster Laboratories, Inc
2425 New Holland Pike
PO Box 12425

Lancaster, PA 17605-2425

Page 2 of 2

Dilution
Factor

Dilutaion
Factor
1
n.a.

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00



(l} Lancaster Laboratories

Where quality is a science.

Page | of 2
Lancaster Laboratories Sample No. WW 3795084
Collected:03/26/2002 13:35 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:13 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
AS001l Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
5001~ SDG#: DCJ48-54

As Receaved

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Laimirt

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chloride 75-01-4 6. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chlorocthane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 3. J 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 5. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 43. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 2. J 1. ug/1 1
05398 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 110. 1. ug/1 1
05404 1,2-Diachloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 2. J 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratores, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




('} Lancaster Laboratories

Where quality 1s a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795084

Collected:03/26/2002 13:35 by RFW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:13 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

AS001 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

S001- SDG#: DCJ48-54

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysas Dilution
No Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/28/2002 16:15 Marc S Neal 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/28/2002 16:15 Marc S Neal n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



Lancaster Laboratories Sample No.

4'} | ancaster Laboratories

Where quality is a science.

Collected:03/26/2002 14:10

Submitted:
Reported:

Discard: 06/04/2002
P20071 Grab Water Sample

Site Code: SCO001

03/27/2002 09:35
04/04/2002 at 16:13

RFA# LBGO02012

WW 3795085

by RFW

Dayton Thermal 1lst Quarter GW/Dayton, OH

Z0071

06291

05385
05386
05387
05388
05330
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-55

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichlorocethene
1,1-Dichloroethane
ci1s-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Traichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1, 3-Dichloropropene
4-Methyl-2~pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55~-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

MEMBER 2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax" 717-656-2681

As Receaved
Result

Z2 2222222222 ZZAL22Z2Z 222222202222 2222

U U oo ouoguoo

U 00U 0UUUU0UUUUUUUUUU0UOUUoOUOogoououo

Page 1 of 2

Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Received
Method

Detection
Limit

Dilution

Units Factor

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
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2216 Rev. 9/11/00



<l> Lancaster Laboratories

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795085

Collected:03/26/2002 14:10 by REW Account Number: 10160

Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation

Reported: 04/04/2002 at 16:13 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

PZ007I Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

Z0071 SDG#: DCJ48-55

. As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor
Laimit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/28/2002 22:12 Patricia L Nolt 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/28/2002 22:12 Patricia L Nolt n.a.

Lancaster Laboratonies, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




Lancaster Laboratories Sample No.

4'} | ancaster Laboratories

Where quality is a science.

Collected:03/26/2002 14:10

Submitted:
Reported:

Discard: 06/04/2002

PZ007IDUP Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

0071D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-56

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
i,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

03/27/2002 09:35
04/04/2002 at 16:13

WW

by REW

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3

10061-02-6
10061-01-5

108-10-1
591-78-6

Lancaster Laboratones, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

OH

U U o0oU0UUuUuooouooouoo

2 22 2222222222222 222 HZZZZZ2Z2Z22Z 222222
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Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaived Method

Detection Units
Limit

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
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| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No.
Collected:03/26/2002 14:10

Submitted:
Reported:

03/27/2002 09:35
04/04/2002 at 16:13
06,/04/2002
PZ0OO7IDUP Grab Water Sample
Site Code: RFA# LBGO02012

Dayton Thermal 1lst Quarter GW/Dayton,

Analysis Name

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Receaved

As Received Method Dilution
Detectaion Units Factor
Limit
1. ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle
Analysas Dilution

Analysis Name
TCL by 8260
GC/MS VOA Water Prep

SW-846 B260B
Sw-846 5030B

Lancaster Laboratories, Inc
2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Trial# Date and Time Analyst Factorx

03/28/2002 22:37 Patricia L Nolt
03/28/2002 22:37 Patricia L Nolt

2216 Rev 9/11/00



4[} | ancaster Laboratories

Where quality 1s a science.

Page | of 2
Lancaster Laboratories Sample No. WW 3795087
Collected:03/26/2002 14:15 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:13 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWOO7S Grab Water Sample
Site Code: SCO01 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
0075~ SDG#: DCJ48-57

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Lamait

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 vainyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/l 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/l1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/l 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis~-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Traichloroethene 79-01-6 20. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ! ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1l 1
06305 2~Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/l 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




a

<l> | ancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW 3795087

Collected:03/26/2002 14:15 by RFW

Submitted:
Reported:
Discard:

03/27/2002 09:35
04/04/2002 at 16:13
06/04/2002

MWO07S Grab Water Sample
Site Code: SC001
Dayton Thermal 1st Quarter GW/Dayton, OH

007s-

RFA# LBG02012

SDG#: DCJ48-57

Analysis Name

Xylene (Total)

CAS Number

1330-20-7

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilution

Result Detection Unats Factor
Limit

N.D. 1. ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysis Name Method
TCL by 8260 (water) SW-846 8260B
GC/MS VOA Water Prep SW-846 5030B

Lancaster Laboratones, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysais Dilution

Trial# Date and Time Analyst Factor

1
1

03/28/2002 23:02 Patricia L Nolt
03/28/2002 23:02 Patricia L Nolt

2216 Rev 9/11/00

1
n.a.



Lancaster Laboratories Sample No.

(» Lancaster Laboratories

Where quality is a science.

Collected:03/26/2002 14:30

Submitted:
Reported:

Discard: 06/04/2002
MWBOO5 Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:13

WW 3795088

by REFW

Dayton Thermal lst Quarter GW/Dayton, OH

BOOS5-

CAT

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-58

Analysis Name

TCL by B260 (water)

Chloromethane

Vinyl Chloride
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Daichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page | of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method
Result Detection
Limit

ZZ2 222 22222222 2222222222222 22=2 2222
OO0 UUUUUUOUUYO0OUOUUOUOU0UDUUUU0UDU0OUDODUOUU0DUUDOUUOUUUO

W W = WkHE O = BF B 2 BB = RN NNRFREN

Unats

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor

L T = T S e R R e I N = T e e e T e e T T o S S B e e I R S )

2216 Rev 9/11/00



| ancaster Laboratories

V' Where quality is a science.

Lancaster Laboratories Sample No. WW 3795088

Collected:03/26/2002 14:30 by RFW

Submitted: 03/27/2002 09:35

Reported: 04/04/2002 at 16:13

Discard: 06/04/2002

MWBOOS5 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

B0O5-

CAT
No.

06310

SDG#: DCJ48-58

Analysis Name CAS Number

Xylene (Total) 1330-20-7

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Receaved

As Received Method Dilutaion

Result Detection Units Factor
Limat

N.D. 1. ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

Analysis Name Method
TCL by 8260 (water) SW-846 8260B
GC/MS VOA Water Prep SW-846 5030B

Lancaster Laboratories, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysas Dilutaon

Trial# Date and Time Analyst Factor

1
1

03/28/2002 23:27 Patricia L Nolt
03/28/2002 23:27 Patricia L Nolt

2216 Rev 9/11/00

1
n.a.



4» Lancaster Laboratories

Where quality is a science.

Page | of 2
Lancaster lLaboratories Sample No. WW 3795089
Collected:03/26/2002 15:10 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation .
Reported: 04/04/2002 at 16:13 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWO0B8S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
008s5- SDG#: DCJ48-59

As Received

CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vvainyl Chloride 75-01-4 N.D. 1. ug/l1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1l 1
05393 1,1-Dichloroethane 75-34-3 2. J 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 30. 1. ug/1 1
05396 Chloroform 67-66-3 1. J 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 7. 1. ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 440. 10. ug/1 10
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 1,100. 10. ug/1l 10
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratones, Inc.
MEMBER 2425 New Holland Pike

= PO Box 12425
% X @ $
oSy [ 1L
z oar <

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




Page 2 of 2
Lancaster Laboratories Sample No. WW 3795089
Collected:03/26/2002 15:10 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:13 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
MWO08S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
0085~ SDG#: DCJ48-~59
As Received
CAT As Receaved Method Dilutaion
No Analysis Name CAS Number Result Detection Unats Factor
Limt
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysais Dilutaion
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/28/2002 19:57 Patricia L Nolt 1
06291 TCL by 8260 (water) SW-846 8260B 1 03/28/2002 23:51 Patricia L Nolt 10
01163 GC/MS VOA Water Prep SW-846 50308 . 1 03/28/2002 19:57 Patricia L Nolt n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 03/28/2002 23:51 Patricia L Nolt n.a.

4'} L ancaster Laboratories

Where quality is a science.

Lancaster Laboratores, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




('p L ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No.
Collected:03/26/2002 15:20

Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:13
Discard: 06/04/2002

PZ008I Grab Water Sample

Site Code: SC001 RFA# LBG02012

WW 3795090

by REW

Dayton Thermal 1st Quarter GW/Dayton, OH

20081  SDG#: DCJ48-60
CAT

No. Analysas Name

06291 TCL by 8260 (water)
05385 Chloromethane

05386 vinyl Chloride

05387 Bromomethane

05388 Chloroethane

05390 1,1-Dichloroethene
05391 Methylene Chlorade
05392 trans-1,2-Dichloroethene
05393 1,1-Dachloroethane
05395 cis-1,2-Daichloroethene
05396 Chloroform [

05398 1,1,1~Trichloroethane
05399 Carbon Tetrachloride
05401 Benzene

05402 1,2-Dichloroethane
05403 Trachloroethene

05404 1,2-Dichloropropane
05406 Bromodichloromethane
05407 Toluene

05408 1,1,2-Trichloroethane
05409 Tetrachloroethene

05411 Dibromochloromethane
05413 Chlorobenzene

05415 Ethylbenzene

05418 Styrene

05419 Bromoform

05421 1,1,2,2-Tetrachloroethane
06302 Acetone

06303 Carbon Disulfaide

06305 2-Butanone

06306 trans-1,3-Dichloropropene
06307 cis-1,3-Dichloropropene
06308 4-Methyl-2-pentanone
06309 2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79~34-5
67-64-1
75-15-0
78-93-3
10061~-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, inc

2425 New Holland Pike
PO Box 12425
Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Received
Result

O U 9g9ouoguo

(=3
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~
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8,000.

)

2 Z2 Z 22 Z 22222228 22Z22ZZ0ZZ
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As Receaved
Method

Detection
Limit

20.
10.
20.
20.
10.
20.
10.
10.
10.
10.
10.
10.
10.
10.
100.
10.
10.
10.
10.
100.
10.
10.
10.
10.
10.
10.
60.
10.
30.
10.
10.
30.
30.

Units

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor

10
10
10
10
10
10
10
10
10
10
10
10
10
10
100
10
10
10
10
100
10
10
10
10
10
10
10
10
10
10
10
10
10

2216 Rev 9/11/00



Page 2 of 2
Lancaster Laboratories Sample No. WW 3795090
Collected:03/26/2002 15:20 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:13 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
PZ008I Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
200812 SDG#: DCJ48-60
As Received
CAT As Receaved Method Dilution
No Analysis Name CAS Number Result Detection Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 10. ug/1 10
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds i1nto the
calibration range of the system.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 B260B 1 03/28/2002 19:32 Patricia L Nolt 10
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 00:16 Patricia L Nolt 100
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/28/2002 19:32 Patricia L Nolt n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 03/29/2002 00:16 Patricia L Nolt n.a.
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Lancaster Laboratories Sample No.

4'} Lancaster Laboratories

Where quality 1s a science.

Collected:03/26/2002 15:15

Submitted:
Reported:

Discard: 06/04/2002
PZ008D Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:13

WW 3795091

by REW

Dayton Thermal lst Quarter GW/Dayton, OH

z008D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05408
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-61

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Daichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2~Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfade
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

MEMBER 2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Receaved

As Receaived Method Dilution
Result Detection Units Factor
Laimit
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4]} | ancaster Laboratories

Where quality i1s a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795091
Collected:03/26/2002 15:15 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:13 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
PZ008D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
Z008D SDG#: DCJ48-61
As Received
CAT As Received Method Dilutaion
No. Analysis Name CAS Number Result Detection Unats Factor
Laimit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 00:40 Patricia L Nolt 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 00:40 Patricia L Nolt n.a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




N\ ancaster Laboratories

re quality Is a science.
Page 1 of 2

Lancaster Laboratories Sample No. WW 3795092

Collected:03/26/2002 15:30 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:14 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

MWAO04 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

AQO04- SDG#: DCJ48-62

As Received
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 40. ug/1 20
05386 Vanyl Chloride 75-01-4 490. 20. ug/1 20
05387 Bromomethane 74-83-9 N.D. 40. ug/1 20
05388 Chloroethane 75-00-3 N.D. 40. ug/1l 20
05390 1,1-Daichloroethene 75-35-4 41. J 20. ug/1 20
05391 Methylene Chloride 75-09-2 N.D. 40. ug/1 20
05392 trans-1,2-Dichloroethene 156-60-5 33. J 20. ug/1 20
05393 1,1-Dichlnroethane 75-34-3 34. J 20. ug/1 20
05395 cis-1,2-Dichloroethene 156-59-2 5,500. 20. ug/1 20
05396 Chloroform 67-66-3 N.D. 20. ug/1 20
05398 1,1,1-Trachloroethane 71-55-6 N.D. 20. ug/1 20
05399 Carbon Tetrachloraide 56-23-5 N.D. 20. ug/1 20
05401 Benzene 71-43-2 N.D. 20. ug/1 20
05402 1,2-Dichloroethane 107-06-2 N.D. 20. ug/1 20
05403 Trichloroethene 79-01-6 24,000. 200. ug/1 200
05404 1,2-Dichloropropane 78-87-5 N.D. 20. ug/1l 20
05406 Bromodichloromethane 75-27-4 N.D. 20. ug/1 20
05407 Toluene 108-88-3 N.D. 20. ug/1 20
05408 1,1,2-Trichloroethane 79-00-5 N.D. 20. ug/1 20
05409 Tetrachloroethene 127-18-4 N.D. 20. ug/1 20
05411 Dibromochloromethane 124-48-1 N.D. 20. ug/1 20
05413 Chlorobenzene 108-90-7 N.D. 20. ug/1 20
05415 Ethylbenzene 100-41-4 N.D. 20. ug/1 20
05418 Styrene 100-42-5 N.D. 20. ug/1 20
05419 Bromoform 75-25-2 N.D. 20. ug/1 20
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 20. ug/1 20
06302 Acetone 67-64-1 N.D. 120. ug/1 20
06303 Carbon Disulfide 75-15-0 N.D. 20. ug/1 20
06305 2-Butanone 78-93-3 N.D. 60. ug/1 20
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 20. ug/1 20
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 20. ug/1 20
06308 4-Methyl-2-pentanone 108-10-1 N.D. 60. ug/1 20
06309 2-Hexanone 591-78-6 N.D. 60. ug/1 20

Lancaster Laboratories, Inc
MEMBER 2425 New Holland Pike
: : 2y PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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4'} Lancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795092

Page 2 of 2

Collected:03/26/2002 15:30 by RFW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:14 PO Box 537933

Discard: 06/04/2002 Livonia MI 48153-7933

MWAOO4 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH

A0GO4-

CAT
No.

06310

SDG#: DCJ48-62

\ As Receaved

As Received Method Dilution
Analysis Name CAS Number Result Detection Unaits Factor
Limit

Xylene (Total) 1330-20-7 N.D. 20. ug/1 20
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.

Laboratory Chronicle

Analysais Dilutaon

Analysis Name Method Trial# Date and Time Analyst Factor
TCL by 8260 {(water) SW-846 8260B 1 03/29/2002 01:05 Patraicira L Nolt 200
TCL by 8260 (water) SW-846 8260B 1 03/29/2002 02:19 Patricia L Nolt 20
GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 01:05 Patricia L Nolt n.a.

Lancaster Laboratories, Inc
MEMBER 2425New Holland Pike
x PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Lancaster Laboratories Sample No.

(l} L ancaster Laboratories

Where quality is a science.

Collected:03/26/2002 15:40

Submitted: 03/27/2002 09:35

Reported:

Discard: 06/04/2002
PZ009D Grab Water Sample

Site Code: S5CO001

04/04/2002 at 16:14

RFA$ LBG02012

WW 3795093

by RFW

Dayton Thermal lst Quarter GW/Dayton, OH
&

Z009D

CAT

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ4 8—6\3\\>

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichlorpcethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Pichlorgethane
ci5-1,2-Dichloroethene
Chloroform
1,1,1-Trichlorocethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Trichloroethene
1,2—D1chloropropane
Bromodichl oromethane
Toluene
1,1,2-Trichloroethane
Tetrachloropethene
Dibromochl oromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disylfide
2-Butancne
trans-1,3~pichloropropene
cis-1, 3-Dichloropropene
4-Methyl~2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64~1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

tancaster Laboratories, Iinc

M M= R 2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Received
Result
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As Receaved
Method

Detection
Limit

Unats
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ug/1
ug/1
ug/1

Page 1 of 2

Dilution
Factor
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Page 2 of 2
Lancaster Laboratories Sample No. WW 3795093
Collected:03/26/2002 15:40 by REW Account Number: 10160
Submitted: 03/27/2002 09:35 DaimlerChrysler Corporation
Reported: 04/04/2002 at 16:14 PO Box 537933
Discard: 06/04/2002 Livonia MI 48153-7933
PZ00SD Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
z009D SDG#: DCJ48-63
As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Unats Factor
Limt
06310 Xylene (Total) 1330-20-7 N.D. 2. ug/1 2
A site-gspecific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
The reporting lamits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.
Laboratory Chronicle
CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 01:30 Patricia L Nolt 2
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 02:44 Patricia L Nolt 20
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 01:30 Patricia L Nolt n.a.

<I> | ancaster Laboratories

Where quality is a science.

Lancaster Laboratornes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




Lancaster Laboratories Sample No.

(I> Lancaster Laboratories

Where quality is a science.

Collected:03/26/2002 14:15

Submitted:
Reported:

Discard: 06/04/2002
FB032602 Grab Water Sample

Site Code: SC001 RFA# LBG02012

03/27/2002 09:35
04/04/2002 at 16:14

WW 3795094

by REW

Dayton Thermal lst Quarter GW/Dayton, OH

FB326

No.

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ48-64FB

Analysis Name

TCL by 8260 (water)

Chloromethane

vinyl Chloraide
Bromomethane
Chlorocthane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Traichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156~-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127~18-4
124-48~-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratonies, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilution
Result Detection Unats Factor
Limat
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(I} L ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/26/2002 14:15 by RFW

Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:14
Discard: 06/04/2002

FB032602 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH
FB326 SDG#: DCJ48-64FB
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Laimit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A sile-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 03/29/2002 03:08 Patricia L Nolt 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 03:08 Patricia L Nolt n.a.

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

2216 Rev 9/11/00




(l} | ancaster Laboratories

Where quality 1s a science.

Lancaster Laboratories Sample No. WW
Collected: n.a.

Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:14
Discard: 06/04/2002

Trip Blank Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH

TBDAY SDG#: DCJ48-65TB*

CAT

No. Analysis Name CAS Number
06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3
05386 Vinyl Chloride 75-01-4
05387 Bromomethane 74-83-9
05388 Chloroethane 75-00-3
05390 1,1~Dichloroethene 75-35-4
05391 Methylene Chloride 75-09-2
05392 trans-1, 2-Dichloroethene 156-60-5
05393 1,1~Dichloroethane 75-34-3
05395 c1s~1,2-Dichloroethene 156-59-2
05396 Chloroform 67-66-3
05398 1,1,1-Trichloroethane 71-55-6
05399 Carbon Tetrachlorade 56-23-5
05401 Benzene 71-43-2
05402 1,2~Dichloroethane 107-06-2
05403 Trichloroethene 79-01~-6
054014 1,2~Dichloropropane 78-87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trichloroethane 79-00-5
05408 Tetrachloroethene 127-18-4
05411 Dibromochloromethane 124-48-1
05413 Chlorobenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
05419 Bromoform 75-25-2
05421 1,1,2,2-Tetrachloroethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfide 75-15-0
06305 2-Butanone 78-93-3
06306 trans-1,3-Dichloropropene 10061-02-6
06307 cis~1,3-Dichloropropene 10061-01-5
06308 4-Methyl-2-pentanone 108-10-1
06309 2-Hexanone 591-78-6

Lancaster Laboratories, Inc

2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

As Received
Result
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3795095

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Receaved
Method

Detection
Lamit

Dilution

Units Factor

ug/1
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ug/1
ug/1
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4'} Lancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected: n.a.

Submitted: 03/27/2002 09:35
Reported: 04/04/2002 at 16:14
Discard: 06/04/2002

Trip Blank Water Sample

Site Code: SC001 RFA# LBG02012

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilution

Result Detection Unats Factor
Limit

N.D. 1. ug/1 1

A site-speolfic MSD sample was not submitted for the project. A LCS/LCSD

Laboratory Chronicle

Dayton Thermal 1lst Quarter GW/Dayton, OH

TBDAY SDG#: DCJ48-65TB*

CAT

No Analysis Name CAS Number

06310 Xylene (Total) 1330~-20-7

was performed to demonstrate precision and accuracy at a batch level.

CAT
No. Analysis Name Method
06291 TCL by 8265 (water) SW-846 8260B
01163 GC/MS VOA Water Prep SW-846 5030B

Lancaster Laboratortes, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysas Dilution
Trialf# Date and Time Analyst Factor
1 03/29/2002 03:33 Patricia L Nolt 1
1 03/29/2002 03:33 Patricia L Nolt n.a.

2216 Rev 9/11/00



(l} L ancaster Laboratories

Where quality is a science.
Q\gainq/ty Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801766
Reported: 04/04/02 at 04:14 PM

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis Name Result MDL Unats SREC SREC Limits RPD RPD Max
Batch number: M020862AA Sample number(s): 3795067-3795074
Chloromethane N.D. 2. ug/1 73 76 44-118 4 30
vinyl Chloride N.D. 1. ug/1 83 85 55-121 3 30
Bromomethane N.D. 2. ug/1 92 93 34-126 1 30
Chloroethane N.D. 2. ug/1 83 87 53-117 4 30
1,1-Dichloroethene N.D. 1. ug/1 113 115 67-140 1 30
Methylene Chloride N.D. 2. ug/1 104 106 84-128 2 30
trans-1,2-Dichloroethene N.D. 1. ug/1 111 109 83-129 1 30
1,1-Dichloroethane N.D. 1. ug/1 97 99 77-129 2 30
cis-1,2-Dichloroethene N.D. 1. ug/1 99 97 85-126 1 30
Chloroform N.D. 1. ug/1 93 89 86-124 5 30
1,1,1-Trichloroethane N.D. 1. ug/1 95 91 83-127 4 30
Carbon Tetrachloride N.D. 1. ug/1 97 95 77-130 2 30
Benzene N.D. 1. ug/1 95 94 84-120 1 30
1,2-Dichloroethane . N.D. 1. ug/1 87 87 77-132 0 30
Trichloroethene N.D. 1. ug/1 100 96 87-117 4 30
1,2-Dichloropropane N.D. 1. ug/1l 83 84 83-123 2 30
Bromodichloromethane N.D. 1. ug/1 89 88 83-121 1 30
Toluene N.D. 1. ug/1 93 93 86-123 0 30
1,1,2-Traichloroethane N.D. 1. ug/1 93 91 86-120 2 30
Tetrachloroethene N.D. 1. ug/1l 118 117 79-136 1 30
Dibromochloromethane N.D. 1. ug/1 94 92 78-119 2 30
Chlorobenzene N.D. 1. ug/1 97 96 87~121 1 30
Ethylbenzene N.D. 1. ug/1 92 90 88-124 2 30
Styrene N.D. 1. ug/1 97 95 87-122 1 30
Bromoform N.D. 1. ug/1 105 103 69-121 2 30
1,1,2,2-Tetrachloroethane N.D. 1. ug/1 75 75 72-119 1 30
Acetone N.D. 6. ug/1 133 105 48-164 24 30
Carbon Disulfide N.D. 1. ug/1 107 107 67-143 0 30
2-Butanone N.D. 3. ug/1 91 80 58-141 12 30
trans-1, 3-Dichloropropene N.D. 1. ug/1 79 79 79-120 0 30
c1s-1,3-Dichloropropene N.D. 1. ug/1 85 85 78-114 0 30
4-Methyl-2-pentanone N.D. 3. ug/1 72 74 63-130 2 30
2-Hexanone N.D. 3. ug/1 74 70 53-141 5 30
Xylene (Total) N.D. 1. ug/1 99 98 89-124 1 30
Batch number: M020862AB Sample number(s): 3795073,3795075-3795083
Chloromethane N.D. 2. ug/1 73 76 44-118 4 30
vinyl Chloride N.D. 1. ug/1 83 85 55-121 3 30
Bromomethane N.D. 2. ug/1 92 93 34-126 1 30
Chloroethane N.D. 2. ug/1 83 87 53-117 4 30
1,1-Dichloroethene N.D. 1. ug/1 113 115 67-140 1 30
Methylene Chloride N.D. 2. ug/1 104 106 84-128 2 30
trans-1,2-Dichloroethene N.D. 1. ug/1 111 109 83-129 1 30
1,1-Dichloroethane N.D. 1. ug/1 97 99 77-129 2 30
cis-1,2-Dichloroethene N.D. 1. ug/1l 99 97 85-126 1 30
Chloroform N.D. 1. ug/1 93 89 86-124 5 30
1,1,1-Traichloroethane N.D. 1. ug/1 95 91 83-127 4 30
Carbon Tetrachloraide N.D. 1. ug/1 97 95 77-130 2 30
Benzene N.D. 1. ug/1 95 94 84-120 1 30
1,2-Dichloroethane N.D. 1. ug/1 87 87 77-132 0 30

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Analysis Name
Trichloroethene

1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Traichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone
trans-1,3-Dichloropropene
ci1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: MO20871AA
Chloromethane

vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloriade
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2~-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene

*- Qutside of specification

Where

//iy t/; a

sclence.
Control Summary

Group Number:

Laboratory Compliance Quality Control

Blank
Result

Sample number (s):
N.D.
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(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added.

Lancaster Laboratores, Inc
MEMBER 2425 New Holland Pike
TS 7 PO Box 12425
EAAY Eoind ] Lancaster, PA 17605-2425
= i =zl 717-656-2300 Fax 717-656-2681

Report LCs LCSD LCS/LCSD
Units SREC SREC Limits
ug/1 100 96 87-117
ug/1 83 84 83-123
ug/1 89 88 83-121
ug/1 93 93 86-123
ug/l 93 91 86-120
ug/1 118 117 79-136
ug/1 94 92 78-119
ug/1 97 96 87-121
ug/1 92 90 88-124
ug/1l 97 95 87-122
ug/1l 105 103 69-121
ug/1 75 75 72-119
ug/1 133 105 48-164
ug/1 107 107 67-143
ug/1 91 80 58-141
ug/1 79 79 79-120
ug/1 85 85 78-114
ug/1 72 74 63-130
ug/1 74 70 53-141
ug/1 99 98 89-124
3795084,3795089-3795090
ug/1 71 82 44-118
ug/1 78 86 55-121
ug/1 80 88 34-126
ug/1 78 88 53-117
ug/1 110 114 67-140
ug/1 105 108 84-128
ug/1 110 111 83-129
ug/1 96 99 77-129
ug/1 97 98 85-126
ug/1 91 91 86-124
ug/1l 92 95 83-127
ug/1 95 101 77-130
ug/1 93 95 84-120
ug/1 87 87 77-132
ug/1 94 97 87-117
ug/1 84 84 83-123
ug/1l 90 91 83-121
ug/1 92 98 86-123
ug/1 94 97 86-120
ug/1 115 122 79-136
ug/1 95 99 78-119
ug/1 399 100 87-121
ug/1 92 94 88-124
ug/1 97 101 87-122
ug/1 107 111 69-121
ug/1l 77 77 72-119
ug/1 125 142 48-164
ug/1 102 109 67-143
ug/1 85 93 58-141
ug/1 79 84 79-120
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| ancaster Laboratories

Where quality is a science
Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801766
Reported: 04/04/02 at 04:14 PM
Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD

Analysis Name Result MDL Units $REC $REC Limits RPD RPD Max
cis-1,3-Dichloropropene N.D. 1. ug/1 86 87 78-114 1 30
4-Methyl-2~pentanone N.D 3. ug/1 73 75 63-130 3 30
2-Hexanone N.D 3. ug/1 73 78 53-141 6 30
Xylene (Total} N.D 1. ug/1 99 103 89-124 3 30
Batch number: M020871AB Sample number (s): 3795085-3795095

Chloromethane N.D. 2. ug/1 71 82 44-118 14 30
Vinyl Chlorade N.D. 1. ug/1 78 86 55-121 10 30
Bromomethane N.D. 2. ug/1 80 88 34-126 9 30
Chloroethane N.D. 2. ug/1 8 88 53-117 12 30
1,1-Dichloroethene N.D. 1. ug/1 110 114 67-140 3 30
Methylene Chlorade N.D. 2. ug/1 105 108 84-128 3 30
trans-1,2-Dichloroethene N.D. 1. ug/1 110 111 83-129 1 30
1,1-Dichloroethane N.D. 1. ug/1 96 99 77-129 3 30
cis-1,2-Dichloroethene N.D. 1. ug/1 97 98 85-126 1 30
Chloroform N.D. 1. ug/1 91 91 86-124 o] 30
1,1,t-Trichloroethane N.D. 1. ug/1 92 95/ 83-127 3 30
Carbon Tetrachloride N.D. 1. ug/1 95 101 77-130 7 30
Benzene N.D. 1. ug/1 93 95 84-120 3 30
1,2-Dichloroethane N.D. 1. ug/1 87 87 77-132 0 30
Trichloroethene N.D. 1. ug/1 94 97 87-117 3 30
1,2-Dichloropropane N.D. 1. ug/1 84 84 83-123 0 30
Bromodichloromethane N.D. 1. ug/1 30 91 83-121 1 30
Toluene N.D. 1. ug/1 92 98 86-123 7 30
1,1,2-Trichloroethane N.D. 1. ug/1 94 97 86~120 3 30
Tetrachloroethene N.D. 1. ug/1 115 122 79-136 5 30
Dibromochloromethane N.D. 1. ug/1 95 99 78-119 4 30
Chlorobenzene N.D. 1. ug/1 99 100 87-121 1 30
Ethylbenzene N.D. 1. ug/1 92 94 88-124 3 30
Styrene N.D. 1. ug/1 97 101 87-122 4 30
Bromoform N.D. 1. ug/1 107 111 69-121 4 30
1,1,2,2-Tetrachloroethane N.D. 1. ug/1 77 77 72-119 ¢} 30
Acetone N.D. 6. ug/1 125 142 48-164 12 30
Carbon Disulfaide N.D. 1. ug/1 102 109 67-143 6 30
2-Butanone N.D. 3. ug/1 85 93 58-141 8 30
trans-1,3-Dichloropropene N.D. 1. ug/1 79 84 79-120 5 30
cis-1,3-Dichloropropene N.D. 1. ug/1 86 87 78-114 1 30
4-Methyl-2~pentanone N.D. 3. ug/1 73 75 63-130 3 30
2-Hexanone N.D. 3. ug/1 73 78 53-141 6 30
Xylene (Total) N.D. 1. ug/1 99 103 89-124 3 30
Batch number: P020861AB Sample number (s): 3795031-3795035

Chloromethane N.D. 2. ug/1 116 112 44-118 4 30
Vinyl Chlorade N.D 1. ug/1 108 103 55-121 5 30
Bromomethane N.D 2. ug/1 106 105 34-126 1 30
Chloroethane N.D 2. ug/1 95 94 53-117 1 30
1,1-Dichloroethene N.D 1. ug/1 125 122 67-140 2 30
Methylene Chlorade N.D 2. ug/1 124 122 84-128 1 30
trans-1,2-Dichloroethene N.D 1. ug/1 124 124 83-129 0 30
1,1-Dichloroethane N.D 1. ug/1 126 124 77-129 1 30
cis-1,2-Dichloroethene N.D 1. ug/1 104 103 85-126 1 30
Chloroform N.D 1. ug/1 111 111 86-124 1 30

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




(l} | ancaster Laboratories

Whe&gg i/l:lz:)gjg(a %é? H%ero 1 Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Analysis Name

1,1,1-Trachloroethane
Carbon Tetrachlorade
Benzene
1,2-Daichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dachloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: P020871AB
Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichlorocethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane

*. Qutside of specification

Group Number:

Laboratory Compliance Quality Control

Blank
Result
N.D.

Sample number (s) :
N.D.
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(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc
MEMEER 2425 New Holland Pike
g 5 PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Report LCS LCSD LCS/LCSD
Unats SREC SREC Limits
ug/1 112 111 83-127
ug/1 109 109 77-130
ug/1 103 102 84-120
ug/1 123 122 77-132
ug/1 101 101 87-117
ug/1 98 98 83-123
ug/1 110 108 83-121
ug/1l 96 96 86-123
ug/1 97 96 86-120
ug/1 102 100 79-136
ug/1 102 102 78-119
ug/1 97 98 87-121
ug/1 100 98 88-124
ug/1 101 100 87-122
ug/1 103 101 69-121
ug/1 95 95 72-119
ug/1 127 124 48-164
ug/1 137 134 67-143
ug/1 103 103 58-141
ug/1 100 103 79-120
ug/1 100 101 78-114
ug/1 99 99 63-130
ug/1l 95 96 53-141
ug/1 100 100 89-121
3795037-3795055
ug/1 72 72 44-118
ug/1 76 77 55-121
ug/1 79 77 34-126
ug/1 60 65 53-117
ug/1 112 113 67-140
ug/1 104 105 84-128
ug/1 109 106 83-129
ug/1 111 110 77-129
ug/1 111 110 85-126
ug/1 110 109 86-124
ug/1l 109 109 83-127
ug/1 107 103 77-130
ug/1 114 112 84-120
ug/1 112 110 77-132
ug/1 109 106 87-117
ug/1 109 107 83-123
ug/1 107 105 83-121
ug/1 108 109 86-123
ug/1 111 110 86-120
ug/1 116 117 79-136
ug/1 101 102 78-119
ug/1 108 109 87-121
ug/1 109 110 88-124
ug/1 111 113 87-~122
ug/1 101 103 69-121
ug/1 109 113 72-119
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Where g

Client Name: DalmlerChryslér Corporation
Reported: 04/04/02 at 04:14 PM

Analysis Name
Acetone 4

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
ci1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: P020871AC
Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2~-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: P020881AA
Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloride

*- Outside of specification

//z‘y

Is a sclence.
1ty Control Summary

Group Number:

Laboratory Compliance Quality Control

Blank
Result
.D.

Sample number (s):
.D.
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(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four imes the spike added.

Lancaster Laboratories, Inc
ME M B E R 2425 New Holland Pike
PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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Report LCS LCSD LCS/LCSD
Units SREC SREC Limits RPD RPD Max
ug/1 98 99 48-164 1 30
ug/1 119 117 67-143 1 30
ug/1 108 107 58-141 0 30
ug/1 105 107 79-120 2 30
ug/1 106 105 78-114 1 30
ug/1 105 106 63-130 1 30
ug/1 105 108 53-141 3 30
ug/1 111 113 89-124 2 30
3795036,3795039,3795042, 3795045, 3795049, 3795052
ug/1 72 72 44-118 0 30
ug/1 76 77 55-121 2 30
ug/1 79 77 34-126 3 30
ug/1 60 65 53-117 7 30
ug/1 112 113 67-140 0 30
ug/1 104 105 84-128 1 30
ug/1 109 106 83-129 3 30 -
ug/1 111 110 77-129 1 30
ug/1 111 110 85-126 1 30
ug/1 110 109 86-124 1 30
ug/1 109 109 83-127 0 30
ug/1 107 103 77-130 4 30
ug/1 114 112 84-120 2 30
ug/1 112 110 77-132 2 30
ug/1 109 106 87-117 3 30
ug/1 109 107 83-123 2 30
ug/1l 107 105 83-121 2 30
ug/1 108 109 86-123 1 30
ug/1 111 110 86-120 1 30
ug/1 116 117 79-136 "1 30
ug/1 101 102 78-119 1 30
ug/1 108 109 87-121 1 30
ug/1 109 110 88-124 0 30
ug/1 111 113 87-122 2 30
ug/1 101 103 69-121 2 30
ug/1 109 113 72-119 3 30
ug/1 98 99 48-164 1 30
ug/1 119 117 67-143 1 30
ug/1 108 107 58-141 0 30
ug/1 105 107 79-120 2 30
ug/1 106 105 78-114 1 30
ug/1 105 106 63-130 1 30
ug/1 105 108 53-141 3 30
ug/1 111 113 89-124 2 30
3795056-3795066
ug/1 99 114 44-118 14 30
ug/1 107 121 55-121 12 30
ug/1 106 124 34-126 16 30
ug/1 94 101 53-117 8 30
ug/1 129 126 67-140 3 30
ug/1l 119 117 84-128 1 30

2216 Rev 9/11/00
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Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Laboratory Compliance Quality Control

Analysais Name
trans-1,2-Dichloroethene

1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: P0O20881AB
cis-1,2-Dichloroethene
1,1,1-Trichloroethane
Trichloroethene
Tetrachloroethene

Analysis Name

Batch number: MO20862AA
Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichlorcethane

*. Qutside of specification

Blank
Result
.D.
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Sample number (s):

N.D.

N
N.
N
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‘MS

3REC

Group Number:

Blank Report LCS LCSD LCS/LCSD
MDL Unats $REC %REC Limits
1. ug/1 120 120 83-129
1. ug/1 126 125 77-129
1. ug/1 113 107 85-126
1. ug/1 116 117 86-124
1. ug/1 121 116 83-127
1. ug/1 120 115 77-130
1. ug/1 112 111 84-120
1. ug/1 126 123 77-132
1. ug/1 113 109 87-117
1. ug/1 105 105 83-123
1. ug/1 115 111 83-121
1. ug/1 110 108 86-123
1. ug/1 107 108 86-120
1. ug/1 115 113 79-136
1. ug/1 105 107 78-119
1. ug/1 109 108 87-121
1. ug/1 113 111 88-124
1. ug/1 114 113 87-122
1. ug/1 105 105 69-121
1. ug/1 108 108 72-119
6. ug/1 117 125 48-164
1. ug/1 137 132 67-143
3. ug/1 105 109 58-141
1. ug/1 107 108 79-120
1. ug/1 105 108 78-114
3. ug/1 108 107 63-130
3. ug/1 106 107 53-141
1. ug/1 112 111 89-124
3795056,3795062-3795063
1. ug/1 113 107 85-126
1. ug/1 121 116 83-127
1. ug/1 113 109 87-117
1. ug/1 115 113 79-136

Sample Matrix Quality Control

MSD MS/MSD RPD

$REC Lamits RPD MAX

Sample number(s): 3795067-3795074

80
91
98
93
118
106
113
95

42-125
54-133
36-133
55-129
75-152
81-134
78-140
77-142

(1) The result for one or both determinations was less than five tumes the LOQ
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

MEMBER 2425 New Holland Pike
ST PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681

BKG

Conc

DUP

Conc
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Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Analysis Name
cis-1,2-Dichloroethene

Chloroform
1,1,1-Trichloroethane
Carbon Tetrachlorade
Benzene
1,2~Dichloroethane
Trichloroethene
1,2~Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Dasulfade
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: M020862AB
Chloromethane

vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chlorade
trans-1,2-Dichlorcethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Traichloroethene
1,2~-Dichloropropane
Bromodichlecromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

*. Outside of specification

Page 7 of 15

Group Number: 801766

Sample Matrix Quality Control

MS MSD

$REC $REC

MS/MSD RPD BKG

Limits RPD MAX Conc

98
91
98
102
94
84
99
82
87
97
93
123
96
98
94
98
107
74
96
115
74
79
80
70
68
101

79-133
76-138
78-141
75-149
78-134
75-141
82-133
82-128
81-127
78-133
82-127
81-148
74-125
81-125
82-134
60-150
62-127
69-121
49-143
50-162
56-141
70-120
70-123
61-141
47-146
81-136

Sample number(s): 3795073,3795075-3795083

80
91
98
93
118
106
113
95
98
91
98
102
94
84
99
82
87
97
93
123
96
98
94

42-125
54-133
36-133
55-129
75-152
81-134
78-140
77-142
79-133
76-138
78-141
75-149
78-134
75-141
82-133
82-128
81-127
78-133
82-127
81-148
74-125
81-125
82-134

(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc
MEMBER 2425New Holland Pike

7 PO Box 12425
"3 Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

DUP DUP Dup
RPD
Conc RPD Max

2216 Rev 9/11/00



(I} | ancaster Laboratories

Whe@.%l i//:p/t@a '?J-g rq({:e'ro 1 Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Analysis Name

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2~Hexanone

Xylene (Total)

Batch number: M020871AA
Chloromethane

Vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Daichloroethane
cis-1,2-Dachloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dachloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone
trans-1,3-Dichloropropene
cis-1, 3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: M020871AB

Chloromethane
vinyl Chloride

*- Qutside of specification

Group Number:

Sample Matrix Quality Control

MS MSD

%REC SREC

MS/MSD RPD

Laimits RPD MAX

98
107
74
96
115
74
79
80
70
68
101

Sample number(s):

84
(2)
80+
86
96
94
121
94
99
94
97
103
73
95
115
73
76
79
71
69
101

60-150
62-127
65-121
49-143
50-162
56-141
70-120
70-123
61-141
47-146
81-136

42-125
54-133
36-133
55-129
75-152
81-134
78-140
77-142
79-133
76-138
78-141
75-149
78-134
75-141
82-133
82-128
81-127
78-133
82-127
81-148
74-125
81-125
82-134
60-150
62-127
69-121
49-143
50-162
56-141
70-120
70-123
61-141
47-146
81-136

Sample number(s): 3795085-3795055

80
92

42-125
54-133

(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike
PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

BKG

Conc

3795084,3795089-3795090

DUP

Conc

Page 8 of 15
801766
DUP Dup
RPD

RPD Max

2216 Rev 9/11/00



}Lancaster | aboratories

Where quality is a science.
hthggi%:y Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801766
Reported: 04/04/02 at 04:14 PM

Sample Matrix Quality Control

MS MSD MS/MSD RPD BKG DUP DUP Dup
RPD

Analysis Name $REC SREC Limits RPD MAX Conc Conc RPD Max
Bromomethane 102 36-133
Chloroethane 94 55-129
1,1-Dichloroethene 122 75-152
Methylene Chlorade 105 81-134
trans-1,2-Dichloroethene 114 78-140
1,1-Daichloroethane 99 77-142
cis-1,2-Dichloroethene 111 79-133
Chloroform 91 76-138
1,1,1-Traichloroethane 99 78-141
Carbon Tetrachloride 102 75-149
Benzene 96 78-134 .
1,2-Dichloroethane 84 75-141
Trichloroethene (2) 82-133
1,2-Dichloropropane BO* 82-128
Bromodichloromethane 86 81-127
Toluene 96 78-133
1,1,2-Trichloroethane 94 82-127
Tetrachloroethene 121 81-148
Dibromochloromethane 94 74-125
Chlorobenzene 99 81-125
Ethylbenzene 94 82-134
Styrene 97 60-150
Bromoform 103 62-127
1,1,2,2-Tetrachloroethane 73 69-121
Acetone 95 49-143
Carbon Daisulfaide 115 50-162
2-Butanone 73 56-141
trans-1, 3-Dichloropropene 76 70-120
cis-1, 3-Dichloropropene 79 70-123
4-Methyl-2-pentanone 71 61-141
2-Hexanone 69 47-146
Xylene (Total) 101 81-136
Batch number: P020861AB Sample number(s): 3785031-3795035
Chloromethane 103 42-125
Vanyl Chloraide 105 54-133
Bromomethane 107 36-133
Chloroethane 84 55-129
1,1-Dichloroethene 142 75-152
Methylene Chloride 121 81-~134
trans-1,2-Daichloroethene 131 78-140
1,1-Dichloroethane 138 77-142
ci1s-1, 2-Dichloroethene 108 79-133
Chloroform 117 76-138
1,1,1-Trachloroethane 126 78-141
Carbon Tetrachloride 129 75-149
Benzene 111 78-134
1,2-Dichloroethane 127 75-141
Trichloroethene 109 82-133
1,2-Dichloropropane 101 82-128
Bromodichloromethane 109 81-127

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




ce.
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Where qui//ty sa %/en

trol Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Analysis Name
Toluene

1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: P020871AB
Chloromethane

Vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichlorcethane
Carbon Tetrachloride
Benzene
1,2-Dachloroethane
Trichloroethene
1,2-Daichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3~-Dichloropropene
ci1s-1,3-Dichloropropene
4-Methyl-2-pentanone

*- QOutside of specification

Page 10 of 15

Group Number: 801766

Sample Matrix Quality Control

MS MSD

$REC $REC

MS/MSD RPD

Limits RPD MAX

105
99

116
103
104
109
107
103
94

122
152
103
102
100
98

96

109

78-133
82-127
81-148
74-125
81-125
82-134
60-150
62-127
69-121
49-143
50-162
56-141
70-120
70-123
61-141
47-146
81-136

Sample number(s): 3795037-3795055

76

86

96

70

131
110
123
119
110
118
119
120
117
122
(2)
108
115
112
110
126
107
113
117
118
106
108
105
137
107
108
106
107

42-125
54-133
36-133
55-129
75-152
81-134
78-140
77-142
79-133
76-138
78-141
75-149
78-134
75-141
82-133
82-128
81-127
78-133
82-127
81-148
74-125
81-125
82-134
60-150
62-127
69-121
49-143
50-162
56-141
70-120
70-123
61-141

(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added

Lancaster Laboratornes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

BKG DUP DuUP Dup
RPD
Conc Conc RPD Max

2216 Rev 9/11/00
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C

ontrol Summary

Client Name: DaimlerChrysler Corporation

Reported: 04/04/02 at 04:14 PM

Analysis Name

2~Hexanone
Xylene (Total)

Batch number: P020871AC
Chloromethane

vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chlorade
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trachloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: P020881AA
Chloromethane

Vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane

*- Outside of specification

(1) The result for one or both determinations was less than five times the LOQ.

Group Number:

Sample Matrix Quality Control

MS MSD MS/MSD RPD
SREC SREC Limits RPD MAX
109 47-146
116 81-136

Sample number (s):

76

86

96

70

131
110
123
119
110
118
119
120
117
122
(2)
108
115
112
110
126
107
113
117
118
106
108
105
137
107
108
106
107
109
116

42-125
54-133
36-133
55-129
75-152
81-134
78-140
77-142
79-133
76-138
78-141
75-149
78-134
75-141
82-133
82-128
81-127
78-133
82-127
81-148
74-125
81-125
82-134
60-150
62-127
69-121
49-143
50-162
56-141
70-120
70-123
61-141
47-146
81-136

Sample number(s): 3795056-3755066

101
108
110
93

138
118
130
134
118
125
131

42-125
54-133
36-133
55-129
75-152
81-134
78-140
77~-142
79-133
76-138
78-141

(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

BKG

Conc

DUP

Conc

Page 11 of 15
801766
DUP Dup
RPD

RED Max

3795036,3795039,3795042,3795045,3795049, 3795052

2216 Rev. 9/11/00
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Where quality ence. -
Qqui/g}{:@a _E:Cé?g erol Summary

Client Name: DaimlerChrysler Corporation Group Number: 801766
Reported: 04/04/02 at 04:14 PM

Sample Matrix Quality Control

MS MSD MS/MSD RPD BKG bup Dup Dup
RPD
Analysis Name $REC $REC Limits RPD MAX Conc Conc RPD Max
Carbon Tetrachloraide 128 75-149
Benzene 120 78-134
1,2-Dichloroethane 129 75-141
Trichloroethene 120 82-133
1,2-Dichloropropane 112 82-128
Bromodichloromethane 118 81-127
Toluene 117 78-133
1,1,2-Trichloroethane 113 82-127
Tetrachloroethene 123 81-148
Dibromochloromethane 109 74-125
Chlorobenzene 116 81-125
Ethylbenzene 120 82-134
Styrene ’ 120 60-150
Bromoform 103 62-127
1,1,2,2-Tetrachloroethane 106 69-121
Acetone 117 49-143
Carbon Disulfide 149 50-162
2-Butanone 109 56-141
trans-1,3-Dichloropropene 113 70-120
cis-1,3-Dichloropropene 110 70-123
4-Methyl-2-pentanone 110 61-141
2-Hexanone 111 47-146
Xylene (Total) 121 81-136
Batch number: P020881AB Sample number (s): 3795056,3795062-3795063
cis-1,2-Dichloroethene 118 79-133
1,1,1-Trichloroethane 131 78-141
Trichloroethene 120 82-133
Tetrachloroethene 123 81-148

Surrogate Quality Control

Analysis Name: TCL by 8260 (water)
Batch number: M020862AA

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene
3795067 105 99 96 94
3795068 106 99 98 94
3795069 105 100 97 94
3795070 105 98 97 92
3795071 106 100 98 95
3795072 106 99 97 95
3795073 106 99 97 94
3795074 106 91 97 96
Blank 104 98 97 95
LCS 102 97 98 99
LCSD 103 100 98 98
MS 103 100 100 98

*. Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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(I} Lancaster Laboratories

Where quality is a science.
Qt.gaint.yty Control Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Group Number: 801766

Surrogate Quality Control

Limits: 86-118 80-120 88-110 86-115

Analysis Name: TCL by 8260 (water)
Batch number: M020862AB

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene

3795075 100 99 99 94
3795076 104 97 96 95
3795077 106 100 98 94
3795078 104 101 100 94
3795079 105 102 99 93
3795080 104 99 98 94
3795081 105 100 99 93
3795082 105 102 97 94
3795083 106 101 98 93
Blank 103 97 97 94
LCS 102 97 o8 99
LCSD 103 100 98 98
MS 103 100 100 98
Limits: 86-118 80-120 88-110 86-115

Analysis Name: TCL by 8260 (water)
Batch number: M020871AA

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene
3795084 104 100 97 93
3795089 105 100 97 93
3795090 105 99 96 91
Blank 103 97 97 94
LCS 101 97 99 98
LCSD 101 97 100 39
MS 102 100 100 99
Limits: 86-118 80-120 88-110 86-115

Analysis Name: TCL by 8260 (water)
Batch number: M020871AB

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene

3795085 105 97 99 94
3795086 105 101 98 94
3795087 105 101 o8 93
3795088 105 97 98 93
3795091 104 99 97 93
3795092 105 103 99 95
3795093 107 99 98 93
3795094 105 99 97 92
3795095 106 100 97 94
Blank 106 98 98 94
LCS 101 97 99 98
LCSD 101 97 100 99
MS 102 100 100 99

*- Qutside of specification
(1) The result for one or both determinations was less than five imes the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Whegu%i/@{'g[a {,C/oe Q‘éero 1 Summary

Client Name: DaimlerChrysler Corporation Group Number: 801766
Reported: 04/04/02 at 04:14 PM

Surrogate Quality Control
Limits: 86-118 80-120 88-110 86-115

Analysis Name: TCL by 8260 (water)
Batch number: P020861AB

Dibromofluoromethane 1,2-Dachloroethane-d4 Toluene-d8 4-Bromofluorobenzene

3795031 101 98 99 95
3795032 101 99 98 94
3795033 106 96 99 96
3795034 107 99 99 97
3795035 104 100 99 96
Blank 101 100 99 93

LCS 103 96 101 104
LCSD 102 97 102 104

MS 104 97 103 107
Limits: 86-118 80-120 88-110 86-115

Analysis Name: TCL by 8260 (water)
Batch number: P020871AB

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene

3795037 105 98 101 95
3795038 105 96 100 98
3795039 107 103 100 97
3795040 106 100 100 96
3795041 107 98 99 98
3795042 109 98 100 98
3795043 108 98 101 97
3795044 109 98 99 97
3795046 107 97 100 98
3795047 108 100 100 98
3795048 109 99 99 97
3795049 108 96 101 98
3795050 109 101 101 98
3795051 108 99 100 99
3795052 111 99 99 98
3795053 110 99 99 98
3795054 108 94 101 99
3795055 113 103 101 99
Blank 105 101 100 98
LCS 99 97 99 99
LCSD 97 96 100 99
MS 103 99 100 107
Limits: 86-118 80-120 88-110 86-115

Analysis Name: TCL by 8260 (water)
Batch number: P020871AC

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene
3795036 108 99 100 99
3795045 109 99 99 99
Blank 107 100 99 99
LCS 99 97 99 99

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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Whegu%li//{}gia ng’ Q({_:ero 1l Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/04/02 at 04:14 PM

Surrogate Quality Control

Page 15 of 15

Group Number: 801766

LCSD 97 96 100 99
MS 103 99 100 107
Limits: 86-118 80-120 88-110 86-115
Analysis Name: TCL by 8260 (water)
Batch number: P020881AA

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8g 4-Bromofluorobenzene
3795057 106 95 99 98
3795058 108 100 101 97
3795059 111 102 100 97
3795060 107 100 100 97
3795061 107 97 100 98
3795062 105 98 98 99
3795063 109 100 99 98
3795064 108 99 100 99
3795065 108 101 101 97
3795066 109 99 99 98
Blank 110 100 101 98
LCS 103 99 98 103
LCSD 103 99 100 104
MS 102 97 100 104
Laimits: 86-118 80-120 88-110 86-115

Analysis Name: 8260 Master Scan (water)
Batch number: P0208B1AB

Dibromofluoromethane 1,2-Dichloroethane-d4

Toluene-d8

4-Bromofluorobenzene

Blank 107 100 99 99

LCS 103 99 98 103
LCSD 103 99 100 104

MS 102 97 100 104
Limaits: 86-118 80-120 88-110 86-115

*_ Qutside of specification

(1) The result for one or both determinations was less than five times the LOQ.

(2) The background result was more than four times the spike added.

Lancaster Laboratores, Inc
MEMBER 2425 New Holland Pike
% T s PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Chain-of-Custody
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DATMLERCHRYSLER —mmerm

Lancaster Laboratonies

2425 New Holland Pike
Lancaster, PA 17601

Phone Number (717) 656-2300

Project Name )ﬁi{%ﬂbmw/ va‘c{UL‘g

Site Location /Z-,.oc") u)dbﬁjtu*ﬁ‘)ll Dot font OH

Site Code

Scoel

v T

RFA Number L,Bé I [ A

012 A

Consultant Z,Bé

Address 42/0 west-Courlt Pd &

St Ll il 5512

Consultant PM &/1/111/’1\ |/0‘7€/ /

Fax Number (717) 656-2681 DaimlerChrysler PM 4 Sdancz K. Phone 5/ 90 /¥os Fax 1006
Turn-around Time Request: (circle) [Data Package Deliverables: (circle) ¢ Compound List-Parameter/Method/Bottle Type/Preservative Matrix Codes
24 calendar hrs %a\m;erChrysler Level T> S - Sou SW - Surface Water
48 calendar hrs aimlerChrysler Level 2 GW - Groundwater A-Arr
7 calendar days CLP Sed - Sediment
Pl Calendar dayss O - Other (specify)
Are aqueous samples field filtered for metals? Yes No
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.g a
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SEls =] 8
Date Time '@ E|l 3 Gl D
Field Sample Identification Collected | Collected | 5 S{ = | 2 > Remarks
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A[\éq N L_Q‘J,\ N N\Ol’\l' o Wy / Relinquished by: Date : Time: Recerved by. Date: Time: | Custody Seal Intact?
JT - A_OM 0 3/15/. d . T
R 2 Easeslein Tlh;l F;L X ' Yes Ne
Is RFA sampling complete? Relinquished by: Date: Time: Rlxe?ved for Laboratory by: ]ﬁe: Time: éustody Seal Intact?
e @ V2% X‘fY\Mi 1A .—D:—) q Q 30\3)5- Yes No

DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-51 Nuburn ‘Htlls, Mtcétg()(: 48326-2757

OIAA

Reviston No 3
Created July 9, 1999

Distribution Whate copy Data package Yellow Retamned by laboratory Pink Retaded by sampler
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DAIMLERCHRYSLER Chalhof Loy 12ee P
/2R, 2008 GLO devy’/v\.(
Lancaster Laboratories Project Name M./Jf,\ TLLW\M( PWAJU/‘S Consultant L..B@
2425 New Holland Pike Site Location /bDD e b§ I.(_w _5%- DM#/L 0#/ Address /2465 u}éj-# CN/I l/ RJ E
Lancaster, PA 17601 Site Code S d0 [ S pﬂu/ M,{j Y/
Phone Number (717) 656-2300 RFANumber [ BG&GO2.L/ O/I2A Consulant PM_ Kpnne Fh Vg2l
Fax Number (717) 656-2681 DaimlerChrysler PM /2, 5 4 /szwz Phone £ 57/ Y90 /4&5,' Fax /o &
Turn-around Time Request: (circle) |Data Package Deliverables: (circle) Compound List-Parameter/Method/Bottle Type/Preservative Matrix Codes
24 calendar hrs ] DaimlerChrysler Level 1) S - Soil SW - Surface Water
48 calendar hrs DaimlerChrysler Level 2 GW - Groundwater A~ Air
7 calendar days CLP Sed - Sediment
( 14 calendar days ) O - Other (specify)
s Are aqueous samples field filtered for metals? Yes No
4 Q
£ &9
3
ol JIE] =
53| 8|S
i3]
. . Date Time g ] = 3 >
Field Sample Identification Collected | Collected | (5 Sls 18 Remarks
AMWoES D *08 1240 | G |4W]3 | X
1AW D3R S 3fases|izas| | X
1MW 033 T 315 X
FMWe31 D 13i0 X
Mw 033 S {350 v | X
+MWO23 T i34o b| X D-pr L‘CAL(/ also
4 MWo33 D (345 3 X
Mw P S 1420 X
1 Mwe3H T 1410 X
1 _Mwo34 D Y s |V N [V X
Sampler(s) Cooler ID # CO,R _, 55 Samples Relinquished under Airbill No X_BOb ?Zb L(33L{0 Temperature (corrected) f)_oc
A,\éq Lol Maniza uJL Relinquished by: Datey Time: Received by; Dats, : Custody Seal Intact?
‘l?ou = \.OEﬂLv h y 4 BZZS%J.& Fed £4 Yes No
IsRFA samphng complete? Relinquished by: [Pt Time:____  |Receiyed for Laboratory by. Date: Time: Custody Seal Intact?
- = Rad Bond duy (597 TPl @y
~— DaumlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-5(, Aubum Hulls, Mighugan 48326-2757 —
O/AA Distribution White copy Data package Yellow Retained by laboratory Pink Retafied by sampler S/
Rewiston No 3 Pagc___%_of_i

Created July 9, 1999
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DAIMLERCHRYSLER ot sloy et
/BN 2008 GUO Swpling
Lancaster Laboratories Project Name j&‘q'/'w\_n\LVWWLPWAJLJ'S Consultant LBé
2425 New Holland Pike Site Location /gm0 Ultlo sler” 4L })M Jon oH Address /2/ (0 WI451- [‘Wm(q R4 £
Lancaster, PA 17601 Site Code o of éA ﬂm/ MN 6’5 5712
Phone Number (717) 656-2300 RFA Number LBG 0207 - O/ A— Consultant PM  &Zosand He Vst
Fax Number (717)656-2681 DaimlerChrysler PM 6/\./\4 ﬁgL;\V\c_,-p_Jé_ Phone é‘r/ o900 /l-{ﬁg’ Fax /og(,
Turn-around Time Request: (circle) |Data Package Deliverables: (circle) 7 Compound List-Parameter/Method/Bottle Type/Preservative Matrix Codes
24 calendar hrs ([DaimlerC S - Sail SW - Surface Water
48 calendar hrs DaimlerChrysler Level 2 GW - Groundwater A- Air
7 calendar days CLP Sed - Sediment
(¥ calendar dayy O - Other (specify) Desonized Hol) A’t.v\ &6
% Are aqueous samples ficld filtered for metals? Yes No
I
8
o =]
55 ; S| &
IR RE 5
Date Time ‘g E| 5 G D
Field Sample Identification Collected | Collected | 5 S| = | 2 > Remarks
MW 03¢ S sy i35 | & 1aw| 3 | X
T MWOB 1‘ 1145 X
T MwoeD 425 X
MWoIAs S 1525 X
1 Mwods T /5(c X
1 Mwelds D [520 faN
MWodk S 1550 X
1T MWede L 1540 K
T MWD |545 X
- (
FRo2a502 N 2ol ¥ N X
Szpler(s) / Cooler ID # 60 ‘;1 55’ Samples Relinquished under Airbill No X_:}’O %3 ng "/‘?’ ‘{O Temperature (corrected) \__‘_) C
AN N L_Qg\k \ Mpp\{[ AWy |Relinquished by- Datgt Time: Received by. Date: Time: Custody Seal Intact?
t 7 2 -7 )
Roy = ule st A0 A‘kﬁ 7?5/052 FedEx Yo No
Is RFA sampling complete? Relinquished by: Date: Tin;e: Reqgeived for Laboratory by. . Date: _} N Time: Custody Seal Intact?
Yes A ( A0 |31 98epag @ No
~ DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-§1, Auburn Hills, MicKigah 48326-2757
0/3 ;4’ Distnbution White copy Data package Yellow Retained by laboratory Pink Retathed by sampler
Rewvision No 3 Page i of_.z_

Created July 9, 1999




DAIMLERCHRYSLER Chain-ob Custody | R
lancaster Laboratncs Yrasect Mame _:2('71 2, \»';",, , vt ,’ .‘-; e d‘//fi Consplant. - .72 ]
2425 New Holiind Pike Ste Localion /s & e G ase s e S g e A 1y i Addizss | o e 27 g i - i £z .
' b4
.iA‘nCBSlLl, PA 17608 Site Code: _ Pl Nars { ! - st PRy
Mhone humber (717} 656-2700 RFANumber 2 7-¢, -3 /2 AR fj Consultam PM .~ g -9 £
Fax Number, [“?} 656-2681 Dmmlcr(?hryslr:r PM. R 5 s < i I‘JK Phones -7 ¢ ..,'!:‘v'_,- .G re ' Fax ., £ e
[ Turn-around Tine Request: (circle} |Dsta Package Deliverables: (zircle) ~ Campound List-Parameter/Mrthod/Bottle Typc/Presesvative Matriz Codes
2 calerdar hrs (mlcil:f}f_l > ! [ 1 I 1 S - Sail SW - Surface Water
J8 calerdar hr: ) D’almll:levslerI evel z GW - Groond asler A~ A
i calenoar days CLP Sed - Sediment
14 Calendar dasy 0 - Odker (specify)
dre cqueoas sample field filtered for metals? Fes No
H 4 N
3 v
_ 8 Ny
) o
. ~ N
; Szl % S
3 -5_ O'G, [=]
. e |SBE|Z]
L Date Time B = | g Q
Field Sample [dentification Coflected | Colbrcted | 5 § = e > Remarks
foiie o L0 L f LF| S | v
1..- ¢ ..’—.".". N X
PRSI : X
/r‘t P2o37] o e | i1 %
) : |
/f I-./ PZ 237D ; poaf + X
i ; 1R
. 114 \ 1 X
HE IR
,/dj: P2O3ET | el UL T]X
2 . i ; i
%1 PZo3ED Py P[] X
M Te S | Ry ¢ | X
e ' e [N T IX i
Wy PR3 N g NV 1 |
Sampler(s} Cooler D & { N I ‘.-: Samplvs Rinquished unxdor Adrhill No. ' N “{ & l" “r Tempernture (corrocted)
R . Y Y Eelinguithed try: ; r‘hw . [T Bectived by: ]'Dm. Time Myslnllrm?
s e TSN I"(—Al- “A-';,. ! '.)_:'IJ,] ':‘L!f A Yo [\
lis RF A sampling camplete” bﬁlqwby: Date. Thme: Recelved b Laboratory br ate: Thase. Custedy Scal Intact?
| Tes m l r Yeus No
~— DaimicrChry:ler Corporatian 808 Chrysier Drave. CIVS 432-00-51, Auburn Hidis, Michigan 18326-1757

A
-l'\’

Rerma NS 3
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DAIMLERCHRYSLER Chain-of-Custody | 1B
£SETL 2 au‘;. PR TR
L4 nasler Laborstones Pryject Nime 7\ 4 L, 1_'“ e f‘-» A *-', M Consuitant -
2425 New Holland Pike l Sfe Location. - ey al.- ;—{ ;, gl ] Adoress. L et LY t:’
Lancastr Pa 17631 S Coder 7. L _. S e e
Fhone Number- {717} 656-23CC RFA Nunber 7~ s I ,4‘ Consyltant PM . b: ,"r
Fax Number (T17) 65€-268) DamlerChnoslee PM: o0« <0 o ke Phore e e | Fav T e
Turn-arcund Time Request: icircle) |Dat Packege Deliveralles: {circle) Campourd List-Parameter/MethodBottle Topeffreservative Matrix Codes
I3 zalenser hrs ~|DamnlerChysler Le. cI T | | ! '-, S- Soil SW - Surfice Wates
148 calendar hrs DainlecChrysice Level 2 GW - Ground xater A A
7 calendar days CLF S:d - Sediment
14 calediar g8 C - Other (spec.fy)
A Are aqueous semples field filtered for metals? Fes No
[ g -
€
—~ g N
3) g >
521518
=2 = .
28 =1 3
o Dukc Twe | £ € g 3 8
Ficdd Sample Identification Celleeted | Colieted | S St = | 2 > Remarhs
T -
‘!)’A%l f%ﬂoagl} (“thféﬂf N S y
T - | k4
' ' !
A <<f’15%—;¥2032+' ' ' ' *
<~ i B i
e 2% D PRo2DL | il | ! i1 X
e ; . R ,
-'qu.f : ;o + H v]x
/e/ } Dsa-: } luf N ! Q‘, }f I, b e 1 :. [
/ 12 T7s33D) | il ! AR
1 . t
B L S T | A L l X
— T v
—— -
-'MJ’ PZOHT RN P IR B
) L |
e G NPR03AD L N |t LN N [V X L
Satnpler(s) Cwlcmt ¢ 77 A “ - Sanples Relrguished under Asurdill Vo, - z, HRCh ' Temperature (corvuted)
e i e ! |Rtlistedty tn;m.; Fiew: JMMB; ‘llm T Custady Sea Entret?
Er e AT R AR Yes  Na
s K74 campling sorvplete” R:Mnquisbed by: Dats. Time: Revedwed b Taborrtery by: Ehu Time: Custady Seal Intud?
tre ./Na\‘ Yes Mo
i DaurderCheysler Corporatton 800 Chrysier Drive, CIMS 481-00-51. Aubarn JTills, Afichgarn 48126-2757
e o Ihstnbusen Whte capy Dats packige Yellow Retancd by lmborators  Pin  Retzined by sampler
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v 2 e
DAIMLERCHRYSLER Chan-o-Custody B
- iz Vs AL T - _A'Lf"lf
- A
Lancaster T aborztones Project Nyme T eal e 8 I Consodtant " 7
= n e e e -
2425 New Holland Pike Nse Locstion- e A Y Address. fat
Lancaster. PA 17601 Sute Cade i ) -
Phonc Number: {717) €56-230) R7A Nomber 1 -] N Farvi Z Conssftant PM ¢
Fa< Numser: {717) 656-2681 DumlerChrysler PM - wy - Tmnq g Phosc. - . Faxz .
Turn-around Tme Request: circle) Dats Package Ddhenl:les. {circle) Cempound List ParameteriMethod/Botle Type/Presersative Matrix Codes
24 calendnr brs 1 ﬁalm)zi‘fb_'}slu [ewe) i 1 ] r S -Sod SW - Surface Wetce
48 calencar hrs. DaunierChysler Level 2 i GW - Grouodwater A - Aar
7 calendar doys CLF Sed - Sediment
14calendar dayy O-Otherispety) 3. ¢ 7 o fugy
T Are aqueoss semples ficld fYiered for metals? ¥es No
E l -E. )
3) E g
; a < g § v
- 2 6 ‘E kel
. : - - L
e . Date Time ‘E £ 8§14 =
Fleld Sample fdentification Celleeted | Colleared | S5 S S | © > Remarks
A\ - q,? _? ' - . ¢ e j *
s TE A | 255@ ke - X
1 R
//"'I PRoeDd| . | M. L] X
H ]
‘e Py . i |X
T N } .
/L./ ?EOQSI" _' s " 1’; : : i )‘:
j Q Poasd| | |-, i e
1
J T vr/ "[( e . ,‘ Y
{ H .
14«@ Proact AR N
Paoad| ' lz+o] g ¥ 1lx
1, ;
- N o=l Y N | X
Sampler(s) Cowberde [~ 2557 Sampics Refirupiisted under Alblll Ne R T Tempermturr (correted)
Gl e b -/ [Ramquideary: Daty; Thine: [Received ‘p.u '::mays.mme
e e ehn e I :--f‘:l R IR A ! . Ya No
Is RFA saoplmgeamplets? Felingquished by: Dinte: Time: I Received for Latratuey by: Dt  Tonwe: Comtady Seal Intner?
Tes ﬁ& Yo No
~= DairnlerChrysler Corporation 808 Chrysler Drive, CIMS 432-803-51, Aubura Hilli, Michigan £8328-2757
. - Distnbution White copy Data packige Yellow Retained by lsbnratory  Puk  Rewined by sampler
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DAIMLERCHRYSLER

Chain-of-Custody

1945 B

/Z oy 40 Senpling 2002

Lancaster Laboratories

2425 New Holland Pike
Lancaster, PA 17601

Phone Number (717) 656-2300
Fax Number (717)656-2681

Project Name Dq,-,[ﬂ A ﬁn\/‘W\J\,/ 'Pr‘-ad (o141 7LS

Site Location _&pg ll}(,bfit\’.b 5’L Dcqu\ 0/‘/

Site Code

Scop/

RFA Number

(B&GIAe/ 2

/28

DaimlerChrysler PM 54,«4

Mcf'zj/k

Consultant (. Bé

Address /270 wem‘-&wn[m /Q cl ol

S, Pl MAS

bsiiz

Consultant PM KﬁV\MMI\ 3/04.2,/

Phone & 57/ 90 /‘{‘ﬂ‘S_’Fax /Daéﬂ

Turn-around Time Request: (circle)

Data Package Deliverables: (circle) ‘

Compound List-Parameter/Method/Bottle Type/Preservative

Matrix Codes

\I

24 calendar hrs (DaimlerChrysler Level Ty g‘ S - Sall SW - Surface Water
48 calendar hrs DaimlerChrysler Level 2 ~ GW - Groundwater A - Air
7 calendar days CLP .?E Sed - Sediment
calen s \$l O - Other (specify)
B "é\‘ Are aqueous samples field filtered for metals? Yes No
5 9
A lE s
52| 3 é b
& % 3|3 N
Date Time -"é E‘ 'é ] z]]
Field Sample Identification Collected | Collected | & 3| = | 2 I~ Remarks
3 4/7 . .
WAso! bl 30| @ law|3] X
PZoinr gso| \ |\ Y
PZol1D 35 | A
Mwo0S s X
PZ020D 920 K
Mwolqs 945 X
PZo1ar 9s0 X
MwBoo 102D X D;)aD v’aule CJSO
PzoalT 1010 X
Mic oo W lio2d NINIES _ -
Sampler(s) Cooler ID # /) O Y 7 4 5 Samples Relinquished under Airbill No. X 3 )(ﬂ 2?6"{ 3 33 Ofempernture (corrected) LS C
Ve Relinquished by: I.)3atz Time: Received by: Date: Time: Custody Seal Intact?
Rey B wesden A D kD /%/o.l —ed 7 Yo Mo
Is RF A sampling complete? Relinguished by: Time; ____i{Rycgived for Lnboratory by: Time: Custody Seal Intact?
[ \ \
. @ ol im0y, A AR G
=~ DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00{51\ Auburn Hills, Mickigan 48326-2757 haad
0/5{ 5 Distribution White copy Data package Yellow Retamed by laboratory Pink Refamned by sampler S/

Revision No 3
Created July 9, 1999
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Chain-of-Custody

1946 B

W Samplng

Lancaster Laboratories

2425 New Holland Pike

DAIMLERCHRYSLER 7

Project Name

Site Location

,bfvl'lmL ﬂe

YA, p;*vdudé'ﬁLd

Consultant ABG

/o0 webste 5k ‘D'U;’ W OH

Address /RO _(West— Caundy R /=

<t Pl MM S<//2.

Lancaster, PA 17601 Site Code S0 [
Phone Number (717) 656-2300 RFANumber /. Bé J28/ 2 ALAR Consultant PM /&m ne 7('(/\ ‘/404&/
Fax Number (717)656-2681 DaimlerChrysler PM /4 A Sdmuncz o & Phone &5 490 /4,/5‘ Fax /02
Turn-around Time Request: (circle) [Data Package Deliverables: (circ(e) ’ Compound List-Parameter/Method/Bottle Type/Preservative Matrix Codes
24 calendar hrs < DaimlerChrysler Level ™ iy S - Soil SW - Surface Water
48 calendar hrs DaimlerChrysler Level 2 ¥ GW - Groundwater A - Air
7 calendar days CLP §~ Sed - Sediment
1 A calendar dai’s by 3 O - Other (specify)
‘E\ Are aqueous samples field filtered for metals? Yes No
Ae
S -
O & By
s 8|S Y
-] 8 L‘a Q
Selsls| 3
Date Time —E g 't;, ] V!
Field Sample Identification Coltected | Collected | 5 S| = | © [N Remarks
T 3 / ] .
Mol gS Vbl 1o uis| G |Gu| 3| X
1_MWBoo R {040 X
MwA oos oy i
® P23z 1ho A
PZoiaT 1230 » K
Pzoia D 1235 X
Pzol4IT” 1245 X
MwA o3 ias0 A
MwWB0ok I300| | X
MWA poX v |izis| v ¥ _
Sampler(s) Cooler ID # C O _1;7 4_5’- Samples Relinquished under Airbill No. 230 é ?Xé‘/ 33 30 Temperature (corrected) [f,SC
L\ { V-) Relinquished by: Déte ' &/ Time: Received h)_-’_____“,__..ﬂ.--—— Date: Times. . __|Custody Seal Intact?
Roy B weskon 1 > ME;P 4o | rd7y Y No
Is RFA sampllmg complete? Relinquished by: Date: Time: Recgivpd for Lnb?rntory by; ?;tcl Time: Custody Seal Intact?
e (@) A0 O k00 24 ARSI () e
~ DaumlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-51, (Auburn Hulls, Michigdn 48326-2757 ——
0 I a B Distnbution White copy Data package Yellow Retamned by laboratory Pink Retanred by sampler
Revision No 3 Page g— Of—i

Created July 9, 1999
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DAIMLERCHRYSLER:

Chain-of-Custody

1947 B

/2:‘—6?7‘“3200& GLW % w,o/m.(

Lancaster Laboratones

2425 New Holland Pike

Project Name _DA.{ )Lav\_ 'ﬂ.e_va /DV'L C{déé g

Site Location _&/boa (Je ki LO/ 5/‘ DM"Z'-"'\ ﬁll/

Consultant

Address JRIO Lu‘é’)# CguNL{ Rd

LBS

S Pac| MA) £5712

Revision No 3
Created July 9, 1999

Lancaster, PA 17601 Site Code SCO0/
Phone Number (717) 656-2300 REANumber /B &p R0/ 2 DIAR Consuttant PM_ Kp nineth Vo 2.(
Fax Number (717) 656-2681 DaimlerChrysler PM  &Gang $ fanczo [, Phone /,57/ 490 /405 Fax /&0
Turn-around Time Request: (circle) |Data Package Deliverables: (circle) * Compound List-Parameter/Method/Bottle Type/Preservative Matrix Codes
24 calendar hrs éLﬁmmlerChryslcr Level 1> ~. S - Soil SW - Surface Water
48 calendar hrs DaimlerChrysler Level 2 GW - Groundwater A - Air
7 calendar days CLP Sed - Sediment
(:IZi_ calendar dayy 3 O - Other (specify)
Are aqueous samples field filtered for metals? Yes No
- ‘Z Q
~ g <
(S
s3] 8|S 9
~2| S| % o
oz 2 >
. - ~
Date Time "E, E| = 5] N)
Field Sample Identification Collected | Collected | 5 3| = | S L Remarks
_ 2 ; .
P20/6.D sl 1335 | & l6w| 3| X
Asool 1335 X
P2oIr 1410 X (Pzoo7ET)
MwWop7S 415 X Dv'p/:m.l& a/SO
MwBoos” (420 X
MWOo8S /510 X
PZEsg0 05 )530 X
PZoogD 515 K
MwAooY (530 X
PZ0ooqD WV o NN V] X
¥ —\J
Sampler(s) Cooler ID # CO <77 17“)/ Samples Relinquished under Airbill No. 3306 75'6‘-{ _533 ()  Temperature (corrected)q:,)C
{ Relinquished by: Datg. Time: Received by: Date: Thne: W
Ry & Woslen Qe D Mo D Bion |RdEK o N
Is RF A sampling complete? Relinquished by: Date: Time: Rerel ed for Laboratory by: . Date: Time: Custody Seal Intact?
Yes o m\ @L’\\PD Wi %"?_3?1 qug @ No
o DaimlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-5F, Adpurn Hulls, Michikaky 48326-2757
0 ( a2 B Distnbution White copy Data package Yellow Retained by laboratory Pink Retawned by sampler \J
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DAIMLERCHRYSLER

Chain-of-Custody

1948 B

/ﬁ CQ'L/‘ﬁLJ 5:4#\«30/1%(

Lancaster Laboratories

2425 New Holland Pike
Lancaster, PA 17601

Phone Number (717) 656-2300
Fax Number (717) 656-2681

Project Name

Site Location

Site Code

RFA Number
DaimlerChrysler PM

Dey don Thazwnd

BredSt.

23

Consultant LB@

(00 Wbstu Sk Dylan 0H

Address /;/0 UEJFQUWLI R/Jb

Sloo/

Sty Baid], MN 55112

LBG 02 0/2

O(A R

Consultant PM /ézb\h{,ﬂk!/ﬁ;] e,/

Gy Stpncz -

Phone 57/ 490 /Y a5 Fax (204

DaunlerChrysler Corporation 800 Chrysler Drive, CIMS 482-00-5{, Auburn Hulls, M:c}u@: 48326-2757

Turn-around Time Request: (circle) [Data Package Deliverables: (circle) Compound List-Parameter/Method/Bottle Type/Preservative Matrix Codes
24 calendar hrs < IDaimlerChrysler L;B> E S - Soil SW - Surface Water
48 calendar hrs DaimlerChrysler Level 2 X GW - Groundwater A-Arr
7 calendar days CLP \\‘ Sed - Sediment
Cﬁm E O - Other (specify) lab dé LQﬂlté’A /{2,0
'z.\:.. Are aqueous samples field filtered for metals? Yes No
w
~ 8 X
Ole |8 D
Sea|l B | N
gz(J 12| 3
Date Time -E g '§ = d
Field Sample Identification Collected | Collected | 5 S| = | S N Remarks
FR032603 Veloal 145 | & |0 3] %
T2ip Blank_ — | — |—= 0|3
7 ew\ﬂ Blank.
2
Sampler(s) Cooler ID # CO 5 7 ‘fs’ Samples Relinquished under Airbill No. 730 é ?56 ‘( 3330 Temperature (corrected) ig
N I I\I‘C Relinquished by: Date: - Time: Recetved by: Date: Time: Custody Seal Intact?
QoL{ Fwhslon Z%/ o3| Fed?x Yo No
Is RF A sampling complete? Relinquished by: Time: Recqjvdd for Laboratory by: ];)J;te: _ | Time: Custody Seal Intact?
Yes lf\fo,) s M MO—Q&,{A —\l— QQ?S— @ No
4

OIAB

Revision No 3
Created July 9, 1999
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4» | ancaster Laboratories

Where quality 1s a science.

ANALYTICAL RESULTS
Prepared for
DannlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933
248-576-5741
Prepared by
Lancaster Laboratones

2425 New Holland Pike
Lancaster, PA 17605-2425

SAMPLE GROUP

The sample group for this submuttal is 801937. Samples arrived at the laboratory on Thursday, March 28,

2002. The PO# for this group 1s N99C403749-B.

Client Description

MWAOQQ6 Grab Water Sample
MWB003 Grab Water Sample
MWC003 Grab Water Sample
MWO011S Grab Water Sample
MWOI15S Grab Water Sample
PZ0151 Grab Water Sample
MWO015SDUP Grab Water Sample
MWQ30S Grab Water Sample
PZ0301 Grab Water Sample
PZ030D Grab Water Sample
MWQ39S Grab Water Sample
PZ0391 Grab Water Sample
PZ039D Grab Water Sample
MW029S Grab Water Sample
PZ0291 Grab Water Sample
PZ029D Grab Water Sample
MW028S Grab Water Sample
PZ0281 Grab Water Sample
PZ028D Grab Water Sample
MW031S Grab Water Sample
PZ0311 Grab Water Sample
PZ031D Grab Water Sample
MW040S Grab Water Sample
PZ0401 Grab Water Sample
PZ040D Grab Water Sample
MW027S Grab Water Sample
PZ0271 Grab Water Sample
PZ027D Grab Water Sample
PZ027DDUP Grab Water Sample

Lancaster Laboratories, Inc
2425 New Holland Pike

' PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Lancaster Labs Number

3795940
3795941
3795942
3795943
3795944
3795945
3795946
3795947
3795948
3795949
3795950
3795951
3795952
3795953
3795954
3795955
3795956
3795957
3795958
3795959
3795960
3795961
3795962
3795963
3795964
3795965
3795966
3795967
3795968

2216 Rev 9/11/00




(l} | ancaster Laboratories

Where quality is a science.

MWO024S Grab Water Sample 3795969
PZ0241 Grab Water Sample 3795970
PZ024D Grab Water Sample 3795971
MWO010S Grab Water Sample 3795972
PZ010I Grab Water Sample 3795973
PZ022] Grab Water Sample 3795974
FB032702 Grab Water Sample 3795975
PolyTank Grab Water Sample 3795976
Drum#1 Grab Water Sample 3795977
Drum#2 Grab Water Sample 3795978
Trip_Blank Water Sample 3795979
METHODQOLOGY

The specific methodologies used in obtaining the enclosed analytical results are indicated on the laboratory
chronicles.

1 COPY TO Earth Tech Attn' Lisa Smith

1 COPY TO Earth Tech Attn: Rob Stenson

Questions? Contact your Client Services Representative
Katherine A Khinefelter at (717) 656-2300

Respectfully Submitted,

ot E Ml
Robest B Mellingsr
Sr Chemust/Coordmatoy

Lancaster Laboratories, Inc
MEMBER 2425New Holland Pike
e 2 Z PO Box 12425
% Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



Lancaster Laboratories Sample No.
Collected:03/27/2002 07:50
Submitted:

Reported:
Discard:

4'} | ancaster Laboratories

Where quality is a science.

WW 3795940

by RFW
03/28/2002 09:30

04/10/2002 at 14:51
06/10/2002

MWAOO06 Grab Water Sample

Site Code:
Dayton Thermal 1st Quarter

AQO06D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SC001 RFA# LBG02012
GW/Dayton, OH

SDG#: DCJ50-01

As Receaved

Analysis Name CAS Number Result
TCL by 8260 (water)

Chloromethane 74-87-3 N.D.
vinyl Chloride 75-01-4 5.
Bromomethane 74-83-9 N.D.
Chloroethane 75-00-3 N.D.
1,1-Dichloroethene 75-35-4 120.
Methylene Chloride 75-09-2 N.D.
trans-1,2-Dichloroethene 156-60-5 37.
1,1-Dichloroethane 75-34-3 58.
cis—-1,2-Dichloroethene 156-59-2 1,600.
Chloroform 67-66-3 4.
1,1,1-Trichloroethane 71-55-6 340.
Carbon Tetrachloraide 56-23-5 N.D.
Benzene 71-43-2 N.D
1,2-Dichloroethane 107-06-2 3.
Trachloroethene 79-01-6 1,800.
1,2-Dichloropropane 78-87~5 N.D.
Bromodichloromethane 75-27-4 N.D.
Toluene 108-88~3 N.D.
1,1,2-Trichlorocethane 79-00-5 3.
Tetrachloroethene 127-18~-4 N.D.
Dibromochloromethane 124-48~1 N.D.
Chlorobenzene 108-90~7 N.D.
Ethylbenzene 100-41-4 N.D.
Styrene 100-42-5 N.D.
Bromoform 75-25-2 N.D.
1,1,2,2-Tetrachloroethane 79-34-5 N.D.
Acetone 67-64~1 N.D.
Carbon Disulfade 75-15-0 N.D.
2-Butanone 78-93-3 N.D.
trans-1,3-Dichloropropene 10061-02-6 N.D.
cis-1,3-Dichloropropene 10061-01-5 N.D.
4~-Methyl-2-pentanone 108-10-1 N.D.
2-Hexanone 591-78-6 N.D.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Receaved
Method

Detectaon
Laimit

Dilution

Unats Factor

ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
0. ug/1
ug/1
ug/l
ug/1
ug/1
ug/1l
0. ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
2. ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

A AN NN NDNNRNRNDNDNDNRNNDNDNNDNRNDNNDNNONDNDNNDNDDLDRND .S NS
NN N NDNPNDNRNNDNNDRNONNDNNRNDDENNODRNDNODMNDDNDRNONOMDNDNDODRNONDNDNDDNDNONDN
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) (l} L ancaster Laboratories

Where quality is a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW
Collected:03/27/2002 07:50 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:51 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MWAOO6 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
AQO06D SDG#: DCJ50-01
As Receaved
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 2. ug/1 2
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/01/2002 14:53 Susan McMahon-Luu 2
06291 TCL by 8260 (water) SW-846 8260B 1 04/01/2002 15:18 Susan McMahon-Luu 20
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/01/2002 14:53 Susan McMahon-Luu n.a.

Lancaster Laboratornies, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev. 9/11/00



Lancaster Laboratories Sample No. WW
Collected:03/27/2002 08:20
Submitted:

Reported:
Discard:

@

Lancaster Laboratories

03/28/2002 09:30
04/10/2002 at 14:51
06/10/2002

Where quality i1s a science.

3795941

by REW

MWB003 Grab Water Sample

Site Code:

SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

BOO3D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05408
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#:

DCJ50-02

As Receaved

Analysis Name CAS Number Result
TCL by 8260 (water)

Chloromethane 74-87-3 N.D.
vinyl Chloride 75-01-4 23.
Bromomethane 74-83-9 N.D.
Chloroethane 75-00-3 N.D.
1,1-Dichloroethene 75-35-14 110.
Methylene Chloride 75-09-2 N.D.
trans-1,2-Dichloroethene 156-60-5 80.
1,1-Dichloroethane 75-34-3 90.
cis-1,2~Dichloroethene 156-59-2 2,100.
Chloroform 67-66-3 18.
1,1,1-Trichloroethane 71-55-6 380.
Carbon Tetrachlorade 56-23~5 N.D.
Benzene 71-43-2 4. J
1,2-Dachloroethane 107-06-2 74.
Trichloroethene 79-01-6 5,800.
1,2-Dichloropropane 78-87~5 N.D.
Bromodichloromethane 75-27~4 N.D.
Toluene 108-88-3 N.D.
1,1,2-Traichloroethane 79-00~-5 4. J
Tetrachloroethene 127-18-4 N.D.
Dibromochloromethane 124-48-1 N.D.
Chlorobenzene 108-90-7 N.D.
Ethylbenzene 100-41-4 N.D.
Styrene 100-42-5 N.D.
Bromoform 75-25-2 N.D.
1,1,2,2-Tetrachloroethane 79-34-5 N.D.
Acetone 67-64-1 N.D.
Carbon Disulfide 75-15-0 N.D.
2-Butanone 78-93-3 N.D.
trans-1,3-Dichloropropene 10061-02-6 N.D.
cis-1,3-Dichloropropene 10061-01-5 N.D.
4-Methyl-2-pentanone 108-10-1 N.D.
2~Hexanone 591-78-6 N.D.

MEMBER

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

As Receaved
Method

Detection
Limit

o .

o .

W W = ke W R 0Y R R b e e e e e e = D = N NN N

10160

Unats

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Page 1 of 2

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

Dailution
Factor

<

o

e e R R R R e e R N i T R € B S e e i e e o o
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| (l} Lancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 08:20

Submitted:
Reported:

Discard: 06/10/2002
MWB0O0O3 Grab Water Sample

Site Code:

BOO3D

SDG#: DCJI50-02

Analysis Name

Xylene (Total)

03/28/2002 09:30
04/10/2002 at 14:51

SCO01 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

by REW

OH
CAS Number
1330-20-7

Account Number:

Page 2 of 2

10160

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method
Result Detection

Limat
N.D. 1.

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Analysis Name

TCL by 8260 (water)
TCL by 8260 {(water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method

SW-846 8260B
SW-846 B260B
SW-~846 5030B
SW~846 5030B

Lancaster Laboratortes, inc
MEMBER 2425 New Holland Pike

PO Box 12425

Lancaster, PA 176(05-2425
717-656-2300 Fax 717-656-2681

Analysas

Trial# Date and Time

1

1
1
2

03/30/2002 02:20
04/01/2002 15:44
03/30/2002 02:20
04/01/2002 15:44

Dilution
Units Factor
ug/1 1
Dilutaion

Analyst Factor
Bryan J Polick 1
Susan McMahon-Luu 50
Bryan J Polick n.a.
Susan McMahon-Luu n.a.

2216 Rev 9/11/00




Lancaster Laboratories Sample No.

K

| ancaster Laboratories

Collected:03/27/2002 08:15

Submitted:
Reported:

Discard: 06/10/2002
MWCOO03 Grab Water Sample

Site Code:

03/28/2002 09:30
04/10/2002 at 14:51

5C001 RFA# LBGO02012

Where quality is a science.

WW 3795942

by REW

Dayton Thermal 1st Quarter GW/Dayton, OH

CO03D

CAT

06291

05385
05386
05387
05388
05390
05391
05392
05383
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-03

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chlorade
Bromomethane
Chloroethane
1,1~-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1, 1-Dichloroethane
c1s~1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2~Dichloroethane
Trachloroethene
1,2~Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfade
2-Butanone
trans-1,3~-Dichloropropene
c1s5-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23~5
71-43-2
107-06-2
79-01~6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratonies, Inc

PO Box 12425

o

MEMBER 2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilution
Result Detectaion Unaits Factor
Limit

Z 2222 22 222222 ZZZTZ2XZZIZ2ZZZTZZZLZAZZZZ
COU9YUQDUUO0OUUUYUUUOoOUDUUDUU0UUUO0OUDOUOUUo

ug/1
ug/1
ug/l
ug/1
ug/l1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/l
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1

NN =N

L T e I T e e T = = T = T I e o L R S R e e i I

W W H Wk O R e e e R e BN
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Lancaster Laboratories Sample No. WW 3795942

Collected:03/27/2002 08:15 by REFW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:51 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

MWC003 Grab Water Sample

Site Code: SCO001 RFA# LBGO02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

C003D SDG#: DCJ50-03

As Received
CAT As Receaved Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by B260 (water) SW-846 8260B 1 03/29/2002 22:03 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 03/29/2002 22:03 Bryan J Polick . n.a.

| ancaster Laboratories

K

Where quality 1s a science.

Lancaster Laboratornies, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page 2 of 2

2216 Rev 9/11/00



Lancaster Laboratories Sample No.

&

L ancaster Laboratories

Collected:03/27/2002 08:30

Submitted:
Reported:

Discard: 06/10/2002
MW011lS Grab Water Sample

Site Code:

03/28/2002 089:30
04/10/2002 at 14:51

SC001 RFA# LBG02012

Where quality is a science.

Page | of 2

WW 3795943

by REW

Dayton Thermal 1st Quarter GW/Dayton, OH

Wwo1l1s

CAT

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-04

Analysis Name

TCL by 8260 {(water)

Chloromethane

vainyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichlorcethane
c1s-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloraide
Benzene
1,2~Dachloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorcbenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone

trans-~1, 3-Daichloropropene
c1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156~59-2
67~66~3
71-55~-6
56-~23-5
71-43-2
107-06~-2
79~01-6
78-87-5
75-27-14
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilution
Result Detection Unats Factor

Z2 Z 2 2 2 22 22 Z2Z2Z22Z =222 2zZ—2 2

o

Ny
o
o

O O Uo

O U U0UUUUUUUU9ODQoo

Limit

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
0. ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1l
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

[ T e O et B S o R e Y

—
o
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ﬂ} L ancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 08:30

Submitted:
Reported:

Discard: 06/10/2002

MW011S Grab Water Sample
SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

Site Code:

W011sS

SDG#: DCJ50-04

Analysis Name

Xylene (Total)

03/28/2002 09:30
04/10/2002 at 14:51

by REW

7

CAS Number

1330-20-7

OH

Account Number:

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Receaved
Result

N.D.

As Received

Method
Detection

Laimit
1.

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.

Analysis Name

TCL by 8260 (water)
TCL by 8260 (water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method

SW-846 8260B
SW-846 8260B
SW-846 5030B
SW-846 5030B

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Trial#
1

1
1
2

Analysas
Date and Taime
03/30/2002 02:45
04/01/2002 14:27
03/30/2002 02:45
04/01/2002 14:27

Page 2 of 2
10160
Dilution
Units Factor
ug/1 1
Dilution

Analyst Factor
Bryan J Polick 1
Susan McMahon-Luu 10
Bryan J Polick n.a.
Susan McMahon-Luu n.a.

2216 Rev 9/11/00
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| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795944

Collected:03/27/2002 08:50 by RFW

Submitted:
Reported:
Discard:

03/28/2002 09:30
04/10/2002 at 14:51
06/10/2002

MWO15S Grab Water Sample

Site Code:

SC001 REA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

W015S

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-05

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

Ag Recexived Method Dailutaon
Analysis Name CAS Number Result Detection Unats Factor
Limit

TCL by 8260 (water)

Chloromethane 74-87-3 N.D.
vinyl Chlorade 75-01-4 N.D.
Bromomethane 74-83-9 N.D.
Chloroethane 75-00-3 N.D.
1,1-Dichloroethene 75-35-4 N.D.
Methylene Chlorade 75-09-2 N.D.
trans-1,2-Dichloroethene 156-~60-5 N.D.
1,1-Dichloroethane 75-34-3 N.D.
cis-1,2-Dichloroethene 156-~59-2 N.D.
Chloroform 67-66-3 N.D.
1,1,1-Trichloroethane 71-55-6 2.
Carbon Tetrachloride 56-23-5 N.D.
Benzene 71-43-2 N.D.
1,2-Dichloroethane 107~06-2 N.D.
Trichloroethene 79-01-6 N.D.
1,2-Dichloropropane 78-87-5 N.D.
Bromodichloromethane 75-27-4 N.D.
Toluene 108~-88-~3 N.D.
1,1,2-Trichloroethane 79~00-5 N.D.
Tetrachloroethene 127-18~4 110.
Dibromochloromethane 124-48~1 N.D.
Chlorobenzene 108-90~7 N.D.
Ethylbenzene 100~41~4 N.D.
Styrene 100~42~-5 N.D.
Bromoform 75~-25-2 N.D.
1,1,2,2-Tetrachloroethane 79~34-~5 N.D.
Acetone 67~-64~1 N.D.
Carbon Disulfaide 75-15-0 N.D.
2-Butanone 78-93-3 N.D.
trans-1,3-Dichloropropene 10061-02-6 N.D.
cis-1,3-Dichloropropene 10061~-01-5 N.D.
4-Methyl-2-pentanone 108~10-1 N.D.
2-Hexanone 591~-78-6 N.D.

TR

Lancaster Laboratones, Inc

MEMBER 2425 New Holland Pike

PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

W WH MM WrFEF OGOH PP R B R RN NN RN
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o 4I> Lancaster Laboratories

Where quality is a science

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795944

Collected:03/27/2002 08:50 by RFW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:51 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

MWO15S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

W015S SDG#: DCJ50-05

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limt
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 03/29/2002 22:29 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 03/29/2002 22:29 Bryan J Polick n.a.

Lancaster Laboratories, Inc
MEMBER 2425 New Holland Pike
PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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[ ancaster Laboratories

Where quality s a science.

Lancaster Laboratories Sample No. WW 3795945

Collected:03/27/2002 08:55

Submitted:
Reported:

Discard: 06/10/2002
PZ0151 Grab Water Sample

Site Code:

03/28/2002 09:30
04/10/2002 at 14:51

SC001 RFA$# LBG02012

by RFW

Dayton Thermal 1lst Quarter GW/Dayton, OH

PZ151

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-06

Page 1 of 2

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Receaved

As Received Method Dilution
Analysis Name CAS Number Result Detection Unats Factox
Limit

TCL by 8260 (water)

Chloromethane 74-87-3 N.D. 2. ug/1 1
Vinyl Chloride 75-01-4 1. 1. ug/1 1
Bromomethane 74-83-9 N.D. 2. ug/1 1
Chloroethane 75-00-3 N.D. 2. ug/1 1
1,1-Dichloroethene 75-35-4 2. 1. ug/1 1
Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
trans-1,2-Dichloroethene 156-60~5 1. 1. ug/1 1
1,1-Dichloroethane 75-34-3 12. 1. ug/1 1
cis-1,2-Dichloroethene 156-59-2 9. 1. ug/1 1
Chloroform 67-66-3 N.D. 1. ug/1 1
1,1,1-Trichloroethane 71-55-6 23. 1. ug/1 1
Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
Benzene 71~43-2 N.D. 1. ug/1 1
1,2-Dachloroethane 107-06-2 7. 1. ug/1 1
Traichloroethene 79~01-6 2. 1. ug/1 1
1,2-Dichloropropane 78~87-5 N.D. 1. ug/1 1
Bromodichloromethane 75~27-4 N.D. 1. ug/1 1
Toluene 108-88-3 N.D. 1. ug/1 1
1,1,2-Trichloroethane 79~-00-5 N.D. 1. ug/1 1
Tetrachloroethene 127-18-4 71. 1. ug/1 1
Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
Chlorobenzene 108-90-7 N.D. 1. ug/1 1
Ethylbenzene 100-41-4 N.D. 1. ug/1 1
Styrene 100-42-5 N.D. 1. ug/1 1
Bromoform 75-25-2 N.D. 1. ug/1 1
1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
Acetone 67-64-1 N.D. 6. ug/1 1
Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
2-Butanone 78-93-3 N.D. 3. ug/1 1
trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
cis-1,3-Dichloropropene 10061~01-5 N.D. 1. ug/1 1
4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1l 1
2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 08:55 by RFW
Submitted: 03/28/2002 09:30

Reported: 04/10/2002 at 14:51
Discard: 06/10/2002

PZ0151 Grab Water Sample

Site Code: SC001 RFA# LBGO02012

Dayton Thermal 1lst Quarter GW/Dayton,

. 4'} Lancaster Laboratories

3795945

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

PZ151 SDG#: DCJ50-06
As Received
CAT As Receaved Method Dilution
No. Analysas Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 03/29/2002 22:54 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 03/29/2002 22:54 Bryan J Polick n.a.

Lancaster Laboratornies, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




M ql» Lancaster Laboratories

Where quality is a science

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795946
Collected:03/27/2002 08:50 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:52 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MWO15SDUP Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
W15SD SDG#: DCJ50-07
As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Unats Factor
Limit
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60~5 N.D. 1. ug/1l 1
05393 1,1-Dachloroethane 75-34-3 N.D. 1. ug/1 1
05395 cas-1,2-Dachloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 2. 1. ug/1 1
05399 Carbon Tetrachloriade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2~Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 110. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1l 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/l 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cais-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/l 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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‘ [ ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795946

Collected:03/27/2002 08:50 by REW
Submitted: 03/28/2002 09:30

Reported: 04/10/2002 at 14:52

Discard: 06/10/2002

MWO15SDUP Grab Water Sample

Site Code: SCO01 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

W158D SDG#: DCJI50-07
As Receaived
CAT As Receaived Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 03/29/2002 23:20 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 03/29/2002 23:20 Bryan J Polick n.a.

Lancaster Laboratortes, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Lancaster Laboratories Sample No.

R

| ancaster Laboratories

Collected:03/27/2002 09:15

Submitted:

Discard: 06/10/2002
MW030S Grab Water Sample

Site Code:

03/28/2002 09:30
Reported: 04/10/2002 at 14:52

SC001 RFA# LBG02012

Where quality is a science.

WW 3795947

by REW

Dayton Thermal 1st Quarter GW/Dayton, OH

W030s

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-08

Analysis Name

TCL by 8260 (water)

Chloromethane

vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
c18-1,2-Dichloroethene
Chlorcform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromocdichloromethane
Teoluene
1,1,2~Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
ci1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-0%8-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-~4
124-48-~1
108-90~7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page | of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaived Method Dilution
Result Detection Unats Factor
Limit

ZZZZZZZZZZZZZZZZZZZZZZZZZZZZ_Z'Z'Z'Z.Z
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ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1l
ug/l1
ug/1
ug/1
ug/1
ug/1L
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1l
ug/1
ug/1
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Page 2 of 2

Lancaster Laboratories Sample No. WW 3785947

Collected:03/27/2002 09:15 by RFW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:52 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

MWO30S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton,

W030S SDG#: DCJ50-08

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detectaion Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle

CAT Analysis Dilutaion
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 03/29/2002 23:45 Bryan J Polick 1
01163 GC/MS VOA Water Prep SW-846 5030B 03/29/2002 23:45 Bryan J Polick n.a.

Lancaster Laboratories, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2631
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E 4'} Lancaster Laboratories

Where quality i1s a science.

2216 Rev 9/11/00




o <'> | ancaster Laboratories

Where qualtty is a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795948
Collected:03/27/2002 09:25 by REFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:52 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PzZ030I Grab Water Sample
Site Code: SC001 RFAH# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,
Z0301 SDG#: DCJ50-09

As Received
CAT As Receaived Method Dilutaon
No. Analysis Name CAS Number Result Detectaion Unats Factor

Limit
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1, 2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1L 1
05398 1,1,1-Traichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1l 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1l 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591~-78-6 N.D. 3. ug/1 1

Lancaster Laboratones, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

2216 Rev 9/11/00
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Lancaster Laboratories Sample No.
Collected:03/27/2002 09:25
Submitted:

Reported:
Discard:

P

| ancaster Laboratories

Where quality is a science.

WW 3795948

by RFW

03/28/2002 09:30
04/10/2002 at 14:52
06/10/2002

PZ030I Grab Water Sample

Site Code:

20301

CAT
No.

06310

SDG¥#:

Analysis Name

Xylene

(Total)
A site-specific MSD sample was not submitted for the project

SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton,

OH

DCJ50-09

As Receaved
Result

CAS Number

1330-20-7 N.D.

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

was performed to demonstrate precision and accuracy at a batch level.

Analysis Name

TCL by 8260

GC/MS VOA Water Prep

Laboratory Chronicle

Method
SW-846 B8260B
SW-846 5030B

(water)

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Traial#

1
1

Method Dilutaon
Detection Unats Factor
Limit
1. ug/1 1
. A LCS/LCSD
Analysas Dilution
Date and Time Analyst Factor

03/30/2002 00:11
03/30/2002 00:11

Bryan J Polick
Bryan J Polick

2216 Rev 9/11/00

1
n.a.



Where quality is a science.

Lancaster Laboratories Sample No. WW
Collected:03/27/2002 09:20 by RFW

Submitted: 03/28/2002 09:30

Reported: 04/10/2002 at 14:52
Discard: 06/10/2002

PZ030D Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

Z2030D SDG#: DCJ50-10

3795949

(I} Lancaster Laboratories

Page | of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3
05386 Vinyl Chlorade 75-01-4
05387 Bromomethane 74-83-9
05388 Chloroethane 75-00-3
05390 1,1-Dichloroethene 75-35-4
05391 Methylene Chloride 75-09-2
05392 trans-1, 2-Dichloroethene 156-60-5
05393 1,1-Dichloroethane 75~-34-3
05395 cis-1,2~Dichloroethene 156-59~-2
05396 Chloroform 67-66-3
05398 1,1,1-Trichloroethane 71-55-6
05399 Carbon Tetrachloride 56-23-5
05401 Benzene 71-43-2
05402 1,2-Dichloroethane 107-06-2
05403 Trichloroethene 79-01-6
05404 1,2-Dichloropropane 78-87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trichloroethane 79-00-5
05409 Tetrachloroethene 127-18-4
05411 Dibromochloromethane 124-48-1
05413 Chlorobenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
05419 Bromoform 75-25-2
05421 1,1,2,2~Tetrachloroethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfide 75~15-0
06305 2-Butanone 78-93-3
06306 trans-1,3-Dichloropropene 10061-02-6
06307 cas-1,3~-Dichloropropene 10061-01-5
06308 4-Methyl-2-pentanone 108-10-1
06309 2-Hexanone 591-78-6

Lancaster Laboratones, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Z Z 2 2 2 22 2222 22232 2222222222 222222222
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(I} Lancaster Laboratories

Where quality is a science

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795949

Collected:03/27/2002 09:20 by RFW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:52 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

PZ030D Grab Water Sample

Site Code: SCO001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton,

Z030D SDG#: DCJ50-10

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysais Dalution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by B260 (water) SW-846 B260B 04/04/2002 04:33 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 04/04/2002 04:33 Kelly L Hoffer n.a.

Lancaster Laboratories, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




] €l> | ancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795850
Collected:03/27/2002 09:50 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:52 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MW0O39S Grab Water Sample
Site Code: SC001 RFA# LBGO02012
Dayton Thermal 1lst Quarter GW/Dayton,
W039sS SDG#: DCJ50-11
N As Receaved
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 vinyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/l 1
05390 1,1-Dichlorcethene 75-35-14 N.D. 1. ug/1l 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60~5 5. 1. ug/1 1
05393 1,1-Dichlorocethane 75-34-3 2. 1. ug/l 1
05395 cis-1,2-Dichloroethene 156-559-2 69. 1. ug/l 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 2. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 450. 3. ug/1 2.5
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2~Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-~-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/l 1
05418 Styrene 100-42-5 N.D. 1. ug/L 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/l 1
06302 Acetone 67-64-1 N.D. 6. ug/1l 1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



| ancaster Laboratories

Where quality is a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795950

Collected:03/27/2002 09:50 by REW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:52 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

MW039S Grab Water Sample

Site Code: SCO01 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton,

W039S SDG#: DCJ50-11

As Received
CAT As Received Method Dailution
No. Analysis Name CAS Number Result Detectaion Units Factor
Limat
06310 Xylene (Total) 1330-~20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 B8260B 1 04/04/2002 07:23 Kelly L Hoffer 1
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 13:03 Kelly L Hoffer 2.5
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 07:23 Kelly L Hoffer n.a.

Lancaster Laboratones, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



| qlp | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795951
Collected:03/27/2002 09:45 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:52 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ0391 Grab Water Sample
Site Code: SCO001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton,
20391 SDG#: DCJ50-12
As Received
CAT As Receaived Method
No. Analysis Name CAS Number Result Detection Unats
Limat

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3
05386 Vanyl Chloride 75-01-4
05387 DBromomethane 74-83-9
05388 Chloroethane 75-00-~3
05390 1,1-Dachloroethene 75-35-4
05391 Methylene Chloride 75-09-2
05392 trans-1,2-Dachloroethene 156-60-5
05393 1,1~-Dichloroethane 75-34-3
05395 cis-1,2-Dichloroethene 156-59-2
05396 Chloroform 67-66-3
05398 1,1,1-Trachloroethane 71-55-6
05399 Carbon Tetrachlorade 56-23-5
05401 Benzene 71-43-2
05402 1,2-Dichloroethane 107-06-2
05403 Traichloroethene 79-01-6
05404 1,2-Dichloropropane 78~87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trichloroethane 75-00-5
05408 Tetrachloroethene 127-18-4
05411 Dibromochloromethane 124-48-1
05413 Chlorcobenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
05419 Bromoform 75-25-2
05421 1,1,2,2-Tetrachloroethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfide 75-15-0
06305 2-Butanone 78-93-3
06306 trans-1, 3-Dichloropropene 10061-02-6
06307 cis—-1,3-Dichloropropene 10061-01-5
06308 4-Methyl-2-pentanone 108-10-1
06309 2-Hexanone 591-78-6

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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Where quality is a science.

ﬂ} L ancaster Laboratories

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795951

Collected:03/27/2002 09:45 by RFEW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:52 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

PZ039I Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton,

Z0391 SDG#: DCJ50-12

As Received
CAT As Receaved Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limat
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 04/04/2002 07:46 Kelly L Hoffer 1
06291 TCL by 8260 (water) SW-846 8260B 04/04/2002 13:25 Kelly L Hoffer 5
01163 GC/MS VOA Water Prep SW-846 5030B 04/04/2002 07:46 Kelly L Hoffer n.a.

Lancaster Laboratones, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



4'» Lancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795952
Collected:03/27/2002 09:55 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:52 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-~7933
PZ039D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
z039D SDG#: DCJ50-13

As Received

CAT As Received Method Dilutaion
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/l 1
05388 Chloroethane . 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichlorcethane 71-55-6 N.D. 1. ug/l 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-~2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 S. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichlorcethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127~18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124~-48-1 N.D. 1. ug/1l 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100~-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1l 1
063098 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratornies, inc

MEMBER 2425New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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| ancaster Laboratories

Where quality 1s a science

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 09:55 by REW

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:52
Discard: 06/10/2002

PZ039D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

Z039D SDG#: DCJ50-13
As Received
CAT As Received Method Dilution
No hAnalysis Name CAS Number Result Detection Units Factor
Limait
06310 Xylene ({(Total) 1330-20~7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 08:14 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 08:14 Kelly L Hoffer n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

&

3795952

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

2216 Rev 9/11/00




. 4'} Lancaster Laboratories

Where quality is a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795953

Collected:03/27/2002 10:30 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:53 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

MW029S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH
w0298 SDG#: DCJ50-~14

As Receaved
CAT As Receaved Method Dilutaon
No. Analysis Name CAS Number Result Detection Unats Factor
Limat

062921 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 40. ug/1 20
05386 Vinyl Chloride 75-01-4 110. 20. ug/1 20
05387 Bromomethane 74-83-9 N.D. 40. ug/1 20
05388 Chloroethane 75-00-3 N.D. 40. ug/1 20
05390 1,1-Dichloroethene 75-35-4 N.D. 20. ug/1 20
05391 Methylene Chlorade 75-09-2 N.D. 40. ug/1 20
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 20. ug/1l 20
05393 1,1-Dichloroethane 75-34-3 N.D. 20. ug/1 20
05395 cis-1,2-Dichloroethene 156-59-2 880. 20. ug/1 20
05396 Chloroform 67-66-3 N.D. 20. ug/1 20
05398 1,1,1-Trachloroethane 71-55-6 N.D. 20. ug/1 20
05399 Carbon Tetrachlorade 56-23-5 N.D. 20. ug/1 20
05401 Benzene 71-43-2 N.D. 20. ug/1 20
05402 1,2-Dichloroethane 107-06-2 N.D. 20. ug/1 20
05403 Trachloroethene 79-01-6 19,000. 200. ug/1 100
05404 1,2-Dichloropropane 78-87-5 N.D. 20. ug/1 20
05406 Bromodichloromethane 75-27-4 N.D. 20. ug/1 20
05407 Toluene 108-88-3 N.D. 20. ug/1 20
05408 1,1,2-Trichloroethane 79-00-5 N.D. 20. ug/1 20
05409 Tetrachloroethene 127-18-4 N.D. 20. ug/1l 20
05411 Dibromochloromethane 124-48-1 N.D. 20. ug/1 20
05413 Chlorobenzene 108-390-7 N.D. 20. ug/1 20
05415 Ethylbenzene 100-41-4 N.D. 20. ug/1 20
05418 Styrene 100-42-5 N.D. 20. ug/1 20
05419 Bromoform 75-25-2 N.D. 20. ug/1 20
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 20. ug/1 20
06302 Acetone 67-64-1 N.D. 120. ug/1 20
06303 Carbon Dasulfide 75-15-0 N.D. 20. ug/1 20
06305 2-Butanone 78-93-3 N.D. 60. ug/1 20
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 20. ug/1 20
06307 cis~1,3-Dichloropropene 10061-01-5 N.D. 20. ug/1 20
06308 4-Methyl-2-pentanone 108-10-1 N.D. 60. ug/1 20
06309 2-Hexanone 591-78-6 N.D. 60. ug/1 20

Lancaster Laboratories, Inc
MEMBE R 2425 New Holland Pike
ET =2y PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




: 4'} L ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 10:30

Submitted:
Reported:

Discard: 06/10/2002

MW0238S Grab Water Sample
SC001 RFA# LBGO02012
Dayton Thermal 1lst Quarter GW/Dayton,

Site Code:

W029s

SDG#: DCJ50-14

Analysis Name

Xylene (Total)

03/28/2002 09:30
04/10/2002 at 14:53

by RFW

OH
CAS Number
1330-20-7

Account Number:

Page 2 of 2

10160

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Received
Result

As Receaved

Method

Detection

Laimit
20.

The reportaing limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.

Analysis Name

TCL by 8260 (water)
TCL by 8260 (water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method

SW-846 8260B
SW-846 8260B
SW-846 5030B
SW-846 5030B

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Trial#
1

1
1
2

Analyszis

Date and Time

04/04/2002 20
04/09/2002 01
04/09/2002 01
04/04/2002 20

:16
:38
:38
:16

Dilution
Units Factor
ug/1 20
Dilution

Analyst Factor
Marc S Neal 100
Patraicia L Nolt 20
Patricia L Nolt n.a.
Marc S Neal n.a.

2216 Rev 9/11/00



Lancaster Laboratories Sample No.

L ancaster Laboratories

Where quality is a science.

Collected:03/27/2002 10:15

Submitted:
Reported:

Discard: 06/10/2002
PZ0291I Grab Water Sample

Site Code:

03/28/2002 09:30
04/10/2002 at 14:53

SC001 RFA# LBG02012

WW 3795954

by RFW

Dayton Thermal lst Quarter GW/Dayton, OH

20291

06291

05385
05386
05387
05388
05380
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-15

Analysis Name

TCL by 8260 (water}

Chloromethane

vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
ci1s-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34~5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method
Result Detection
Limit

N.D. 2.
17. 1.
N.D. 2.
N.D. 2.
N.D. 1.
N.D. 2.
3. 1.
N.D. 1.
30. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
10. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 1.
N.D. 6.
N.D. 1.
N.D. 3.
N.D. 1.
N.D. 1.
N.D. 3.
N.D. 3.

Units

ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor

e e e T e T e e e T T S O e S B T I e T S e I I e R e o B e

2216 Rev 9/11/00
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Page 2 of 2

Lancaster Laboratories Sample No. WW 3795954

Collected:03/27/2002 10:15 by REW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:53 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

PZ0291 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

z0291 SDG#: DCJ50-15

As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysas Dilution
No. Rnalysis Name Method Traal# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 08:36 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 08:36 Kelly L Hoffer n.a.

| 4» Lancaster Laboratories

Where quality is a science.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




- 4'} L ancaster Laboratories

Where quality I1s a science

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795955
Collected:03/27/2002 10:20 by REW Account Number: 10160
Submitted: 03/28/2002 08:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:53 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ029D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
Z2029D SDG#: DCJ50-16
As Received
CAT As Receaved Method Dilutaon
No. Analysis Name CAS Number Result Detection Unaits Factor
Limat

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.
05386 Vinyl Chloraide 75-01-4 N.
05387 Bromomethane 74-83-9 N.
05388 Chloroethane 75-00-3 N.
05390 1,1-Dichloroethene 75-35-4 N.
05391 Methylene Chloraide 75-09-2 N.
05392 trans-1,2-Daichloroethene 156~-60-5 N.
05393 1,1-Dachloroethane 75-34-3 N.
05395 cis-1,2-Dichloroethene 15€-59-2 4.
05396 Chloroform 67-66-~3 N.D.
05398 1,1,1-Trichloroethane 71-55-6 N.D.
05399 Carbon Tetrachloride 56-23-5 N.D.
05401 Benzene 71-43-2 N.D.
05402 1,2-Dichloroethane 107-06-2 N.D.
05403 Trichloroethene 79-01-6 1.
05404 1,2-Dichloropropane 78-87-5 N.D.
05406 Bromodichloromethane 75-27-4 N.D.
05407 Toluene 108-88-3 N.D.
05408 1,1,2-Trichloroethane 79~00-5 N.D.
05409 Tetrachloroethene 127-18-4 N.D.
05411 Dibromochloromethane 124-48-1 N.D.
05413 Chlorobenzene 108-90-7 N.D.
05415 Ethylbenzene 100-41-4 N.D.
05418 Styrene 100-42-5 N.D.
05419 Bromoform 75~25-2 N.D.
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D.
06302 Acetone 67~64-1 N.D.
06303 Carbon Disulfide 75~-15-0 N.D.
06305 2-Butanone 78~93-3 N.D.
06306 trans-1,3-Dichloropropene 10061-02-6 N.D.
06307 cis-1,3-Dichloropropene 10061-01-5 N.D.
06308 4-Methyl-2-pentanone 108-10-1 N.D.
06309 2-Hexanone 591-78-6 N.D.

Lancaster Laboratories, Inc
MEMBER 2425 New Holland Pike
¥ x PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

lvAlvilwilvElwilviRvilw]

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
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- QI} | ancaster Laboratories

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795955

Collected:03/27/2002 10:20 by RFEW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:53 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

PZ029D Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

Z2029D SDG#: DCJ50-16

As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor
Lamit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SWw-846 B8260B 04/04/2002 08:59 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SWw-846 5030B 04/04/2002 08:59 Kelly L Hoffer

Where quality is a science

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00

n.a.



Lancaster Laboratories Sample No. WW 3795856

(l} L ancaster Laboratories

Where quality is a science.

Collected:03/27/2002 11:05

Submitted:

Reported: 04/10/2002 at 14:
Discard: 06/10/2002
MW028S Grab Water Sample

Site Code:

Dayton Thermal 1lst Quarter

W028S

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-17

Analysis Name

TCL by B260 (water)

Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichlorcethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichlorcethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloxroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform

1,1,2,2-Tetrachloroethane

Acetone

Carbon Disulfade
2-Butanone
trans-1,3-Dichloropropene
ci1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

03/28/2002 09:30

by REW

53

SC001 RFA# LBG02012

GW/Dayton, OH

CAS Number

74-87-3
75-01-4
74-83-9
75-00~3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87~5
75-27-~4
108-88-3
79-00-~5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64~1
75-15-0
78-93-3
10061~02-6
10061-~01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

717-656-2300

2425 New Holland Pike

Lancaster, PA 17605-2425

Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method

Result

N Z2 2 2 2

10,000.

b4
lw)

2 2Z2 2 22 222222222222
OO0 U0UU0UU0UUoouUUouououUuooouoo

O o oo

Detection
Lamt

20.
10.
20.
20.

J 10.

20.

J 10.
J 10.

10.
10.
10.
10.
10.
10.
100.
10.
10.
10.
10.
10.
10.
10.
10.
10.
10.
10.
60.
10.
30.
10.
10.
30.
30.

Units

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/l
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor

10
10
10
10
10
10
10
10
10
10
10
10
10
10
50
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10
10

2216 Rev 9/11/00
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('} Lancaster Laboratories

Where quality is a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795956
Collected:03/27/2002 11:05 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 : DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:53 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MW028S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
w028S SDG#: DCJ50-17
As Receaved
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detectaion Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 10. ug/1 10
The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds ainto the
calibration range of the system.
Laboratory Chronicle
CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 20:38 Marc S Neal 50
06291 TCL by 8260 (water) SW-846 8260B 1 04/09/2002 02:02 Patricia L Nolt 10
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/08/2002 02:02 Patricia L Nolt n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/04/2002 20:38 Marc S Neal n.a.

Lancaster Laboratortes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




| ancaster Laboratories

g

Where quality is a science.

Page | of 2

Lancaster Laboratories Sample No. WW 3795957

Collected:03/27/2002 10:55 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:53 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

Pz0281 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

20281 SDG#: DCJ50-18

As Received
CAT As Received Method Dilutaon
No. Analysis Name CAS Number Result Detection Units Factor
Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1l 1
05386 Vvinyl Chlorade 75-01-4 2. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichlorocethene 75-35-4 10. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 12. 1. ug/1 1
05393 1,1-Dichloroethane 75~34-3 16. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 240. 1. ug/1 1
05396 Chloroform 67~66-3 N.D. 1. ug/1l 1
05398 1,1,1-Trichloroethane 71~55-6 57. 1. ug/1l 1
05399 Carbon Tetrachloraide 56~23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 6. 1. ug/1 1
05403 Trichloroethene 79-01-6 1,200. 10. ug/1 5
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dabromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05418 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas~1,3-Dichloropropene 10061-01~5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

R 2425 New Holland Pike

3 PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Lancaster Laboratories Sample No. WW 3795957
Collected:03/27/2002 10:55

Submitted:
Reported:

ﬂ} L ancaster Laboratories

Where quality is a science.

Discard: 06/10/2002
PZ0281 Grab Water Sample

Site Code:

03/28/2002 09:30
04/10/2002 at 14:53

SC001 RFA# LBGO02012

by RFW

Dayton Thermal 1st Quarter GW/Dayton, OH

Z0281

SDG#: DCJ50-18

Analysis Name

Xylene (Total)

Analysis Name

TCL by 8260 (water)
TCL by 8260 (water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

CAS Number

1330-20-7

As Received

Result

N.

D.

Account Number:

DaimlerChrysler Corporation
PO Box 537933
Livonia MTI 48153-7933

As Received
Method

Detectaon
Limit

1.

Laboratory Chronicle

Method

SW-846 8260B
SW-846 8260B
SW-846 5030B
SW-846 5030B

Lancaster Laboratories, inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Trial#

1

1
1
2

Analysas

04/04/2002
04/09/2002
04/09/2002
04/04/2002

Date and Taime

21:03
02:26
02:26
21:03

Dilutaion

2216 Rev 9/11/00

Page 2 of 2
10160
Dilutaion

Units Factor

ug/1 1
Analyst Factor
Marc S Neal 5
Patricia L Nolt
Patricia L Nolt
Marc S Neal

1
n.
n



' 4[» L ancaster Laboratories

Where quality 1s a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795958
Collected:03/27/2002 11:00 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:53 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ028D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
2028D SDG#: DCJ50-19

As Received
CAT As Received Method Dailution
No Analysis Name CAS Number Result Detection Unats Factor

Laimit
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Daichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1~-Dachloroethane 75-34-3 2. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 19. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 1. 1. ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 140. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/l 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Daibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/l 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-~02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

2216 Rev 9/11/00



a ('} | ancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 11:00 by RFW

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:53
Discard: 06/10/2002

PZ028D Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,

2028D SDG#: DCJ50-19
’ As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Tame Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 04/04/2002 09:20 Kelly L Hoffer 1

GC/MS VOA Water Prep

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

SW-846 5030B

3795958

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

04/04/2002 09:20 Kelly L Hoffer

2216 Rev 9/11/00

n.a.



4I> IV_V?ncaster Laboratories

ere quality Is a science.

Lancaster Laboratories Sample No. WW

Collected:03/27/200

Submitted: 03/28/20
Reported: 04/10/200
Discard: 06/10/2002
MW031S Grab Water S
Site Code:
Dayton Thermal 1st

WO031S  SDGH: DCJ50
CAT
No. Analysis Name
06291 TCL by 8260 (wa
05385 Chloromethane
05386 Vinyl Chloraide
05387 Bromomethane
05388 Chloroethane
05390 1,1-Dichloroeth
05391 Methylene Chlor
05392 trans-1,2-Dichl
05393 1,1-Dichloroeth
05395 cis-1,2-Dichlor
05396 Chloroform
05398 1,1,1-Trichloro
05399 Carbon Tetrachl
05401 Benzene
05402 1,2-Dichloroeth
05403 Trichloroethene
05404 1,2-Dichloropro
05406 Bromodichlorome
05407 Toluene
05408 1,1,2-Traichloro
05408 Tetrachloroethe
05411 Dibromochlorome
05413 Chlorobenzene
05415 Ethylbenzene
05418 Styrene
05419 Bromoform
05421 1,1,2,2-Tetrach
06302 Acetone
06303 Carbon Disulfaid
06305 2-Butanone
06306 trans-1, 3-Daichl
06307 cis-1,3-Dichlor
06308 4-Methyl-2-pent
06309 2-Hexanone

2 12:35 by RFW

02 09:30
2 at 14:53

ample

SC001 RFA# LBG02012
Quarter GW/Dayton, OH

-20

CAS Number
ter)
74-87-3
75-01-4
74-83-9
75-00-3
ene 75-35-4
1de 75-09-2
oroethene 156-60-5
ane 75-34-3
oethene 156-59-2
67-66-3
ethane 71-55-6
oride 56-23-5
71-43-2
ane 107-06-2
79-01-6
pane 78-87-5
thane 75-27-4
108-88-3
ethane 79-00-5
ne 127-18-14
thane 124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
loroethane 79-34-5
67-64-1
e 75-15-0
78-93-3
oropropene 10061-02-6
opropene 10061-01-5
anone 108-10-1
591-78-6

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

As Receaved
Result

2 Z2 2 2 2 2 2 2 2 22 22 2222222222 2Z 22222 Z 2 ZZ

3795959

O UUUUOUUUUUU0UOUUU0U0UU0UU0UU0UU0UOU0UOU0UU0UU0UUUU0OU0O00O0o0o

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Received
Method

Detection
Limit

Dilutaon

Units Factor

ug/1l
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1l
ug/1l
ug/1
ug/1
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2216 Rev 9/11/00
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(I} | ancaster Laboratories

Where quality is a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795959
Collected:03/27/2002 12:35 by REW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:53 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MW031S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
W031Ss SDG#: DCJ50-20
As Received
CAT ’ As Received Method Dilutaion
No. Analysis Name CAS Number Result Detection Units Factox
Limit
06310 Xylene (Total) 1330~-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 B8260B 1 04/04/2002 09:42 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 09:42 Kelly L Hoffer n.a.

Lancaster Laboratories, Inc
MEMBER 2425 New Holland Pike
3 PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




| 4'} Lancaster Laboratories

Where quality is a science.

Page 1 of 2

) Lancaster Laboratories Sample No. WW 37985960

'

\\\Coigected:03/27/2002 12:30 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:54 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ0311 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
20311 SDG#: DCJ50-21

As Received
CAT R As Receaived Method Dilution
No. Analysis Name CAS Number Result Detectaon Units Factoxr

Limat
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vainyl Chlorade 75-01-4 N.D. 1. ug/1l 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1, 1-bichloroethene 75-35-4 2. J 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1l,2-Dichloroethene 156-60~-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 14. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 10. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 74. 1. ug/1l 1
05398 cCarbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/l 1
05403 Trichloroethene 79-01-6 180. 1. ug/1 1
05404 1,2~Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1l 1
05408 1,1,2~Trachloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-14 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/l 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05413 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 ci1s-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-Z2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratones, Inc

MEMBER 2425 New Holland Pike

PO Box 12425

’ Lancaster, PA 17605-2425
2l 717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Where quality is a science

Page 2 of 2
Lancaster Laboratories Sample No. WW
Collected:03/27/2002 12:30 by REFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:54 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ0311I Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton,
20311 SDG#: DCJ50-21
As Receaved
CAT As Received Method Dilutaon
No. Analysis Name CAS Number Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 1. ug/1 1
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor

06291 TCL by 8260 (water)
01163 GC/MS VOA Water Prep

Lancaster Laboratones, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

4» | ancaster Laboratories

SW-846 8260B
SW-846 5030B

04/04/2002 10:04 Kelly L Hoffer
04/04/2002 10:04 Kelly L Hoffer

2216 Rev 9/11/00

1
n.a.
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| ancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3795961
Collected:03/27/2002 12:35 by REW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:54 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ031D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
Z031D SDG#: DCJ50-22
As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limit
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 vainyl Chloride 75-01-4 N.D. 1. ug/l 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chlorocethane 75-00-3 N.D. 2. ug/l 1
05390 1, 1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1, 1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 ci1s-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1l 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/1 1
05399 carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06~2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichlorcmethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Traichleroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dabromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90~7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100~-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 12:35 by RFW

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:54
Discard: 06/10/2002

PZ031D Grab Water Sample
Site Code: SCO001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

Zz031D SDG#: DCJ50-22
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit
06310 Xylene (Total) 1330~-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 04/04/2002 10:27 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 04/04/2002 10:27 Kelly L Hoffer n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

T 4'} Lancaster Laboratories

37985961

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

2216 Rev 9/11/00
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Where quality is a science.

(l} Lancaster Laboratories

Lancaster Laboratories Sample No. WW 3795962

Collected:03/27/2002 12:55

Submitted:

Reported: 04/10/2002 at 14:
Discard: 06/10/2002
MW040S Grab Water Sample

Site Code:

Dayton Thermal 1lst Quarter

w0408

No.

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-23

Analysis Name

TCL by 8260 (water)

Chloromethane

vinyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Traichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

03/28/2002 09:30

by REW

54

SCO001 RFA# LBG02012

GW/Dayton, OH

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-~2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3 ¢
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page I of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Receaived

As Receaved Method Dailution
Result Detectaion Unats Factor
Limit

Z 2222 Z2Z2ZZ 2222 ZZZZ2AZ2 22 T2 ZZZ2Z2 22222

U0 OO0 U0UDUD0DUUUUDUOUUUUUDUODUODUOULOUUOO0OOUO0OO

ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

W = = W O kb b b b e e ek R N R NN RN
S e e e i e e T = T S S R e e = = T T e T e e e I I R

2216 Rev 9/11/00
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oo <I> L ancaster Laboratories

Where quality is a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795962
Collected:03/27/2002 12:55 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:54 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MW040S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,
W040S SDG#: DCJ50-23
As Receaved
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detectaon Unaits Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 04/04/2002 10:50 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 04/04/2002 10:50 Kelly L Hoffer n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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| (I} L ancaster Laboratories

Where quality s a science.

Lancaster Laboratories Sample No. WW 3795963

Collected:03/27/2002 13:00

Submitted:

Reported: 04/10/2002 at 14:
Discard: 06/10/2002
PZ0401I Grab Water Sample

Site Code:

Dayton Thermal 1st Quarter

20401

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-24

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dachloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform

1,1, 1-Trichloroethane
Carbon Tetrachlorade
Benzene
1,2-Dachloroethane
Trichloroethene
1,2~-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

03/28/2002 09:30

by RFW

54

SC001 RFA# LBGO02012

GW/Dayton, OH

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35~4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratones, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

As Receaved Method
Result Detectaon
Limit

2 222 Z2 22222 Z 2222222222232 22Z 22222222

U 0O U0UDUDUUUVUDU0ODUUVUUUUDOUOUUUU0UUUUUOUOUUO0OODOOUOoouo

W WP WERE G M RBERRRRBRB B B2 2 2 B2 B B - B B 20 0RKBN

Unats

ug/1
ug/1
ug/1
ug/1
ug/1
ug/l1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dalution
Factor

i i e e e i T T R e e e e e e R e T T e e e I S S

2216 Rev 9/11/00



| ancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample

Collected:03/27/2002 13:00

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:54
Discard: 06/10/2002

PZ040I Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/
20401 SDG#: DCJ50-24
CAT
No Analysis Name
06310 Xylene (Total)
CAT
No. Analysis Name
06291 TCL by 8260 (water)
01163 GC/MS VOA Water Prep

Lancaster Laboratorie

PO Box 12425

Page 2 of 2
No. WW 3795963
by RFW Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-~7933
Dayton, OH
As Received
As Received Method Dilution
CAS Number Result Detection Units Factor
Limit
1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
Analysas Dilution
Method Trial# Date and Time Analyst Factor
SW-846 82608 1 04/04/2002 11:13 Kelly L Hoffer 1
SW-846 5030B 1 04/04/2002 11:13 Kelly L Hoffer n.a.

s, Inc

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

o

2216 Rev 9/11/00
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Lancaster Laboratories Sample No.

4'} | ancaster Laboratories

Where quality is a science.

Collected:03/27/2002 13:05

Submitted:
Reported:

Discard: 06/10/2002
PZ040D Grab Water Sample

Site Code:

03/28/2002 09:30
04/10/2002 at 14:54

SC001 RFA# LBG02012

WW 3795964

by RFW

Dayton Thermal 1st Quarter GW/Dayton, OH

2040D

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-25

Analysis Name

TCL by 8260 (water)

Chloromethane

Vainyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dachloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dachloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-08-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-~6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78~-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Page | of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method Dilutaion
Result Detection Unzits Factor
Limit

2 Z2 22222 22222222222 2222Z22222222 2222
U UUDUUYUUUUOUUULDUYUUDUDYUUUU0U0UUUU0UUU9oUUU9UUYuoUuooouu

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
' ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
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2216 Rev 9/11/00
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L ancaster Laboratories

Where quality 1s a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795964
Collected:03/27/2002 13:05 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:54 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ040D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
Z040D SDG#: DCJ50-25
As Receilved
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Traial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 11:35 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 11:35 Kelly L Hoffer n.a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 . 2216 Rev 9/11/00




('} L ancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3785965
Collected:03/27/2002 13:45 by REW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:54 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MW027S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
W027S SDG#: DCJ50-26

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor

Limait

06291 TCL by 8260 (water) ,

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 vainyl Chloraide 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156~-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05385 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108~88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100~-41-4 N.D. 1. ug/1 1
05418 Styrene 100~42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108~10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratornies, Inc

E R 2425 New Holland Pike

gexxmy PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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Lancaster Laboratories Sample No. WW
Collected:03/27/2002 13:45 by RFW

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:54
Discard: 06/10/2002

MW027S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton, OH

w0278 SDG#: DCJ50-26

3795965

- 4I> Lancaster Laboratories

Where quality is a science.

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 04/04/2002 11:55 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 04/04/2002 11:55 Kelly L Hoffer n.a.

Lancaster Laboratories, Inc
MEMBER 2425 New Holland Pike
TR =3—d PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

™ _:"*:"1

2216 Rev 9/11/00



7 4'} Lancaster Laboratories

Where quality is a science.

Page 1 of 2
Lancaster Laboratories Sample No. WW 3785966
Collected:03/27/2002 13:30 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:54 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ0271 Grab Water Sample
Site Code: SCO001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
20271 SDG#: DCJ50-27

As Received

CAT As Receaved Method Dilutaion
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-l,2—D1chloroethene' 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-53-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachloraide 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1l 1
05403 Trachloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1l 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2~Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dabromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64~1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06308 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratones, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev $/11/00




B 4'} Lancaster Laboratories

Where quality 1s a science.

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 13:30 by REW
Submitted: 03/28/2002 09:30

Reported: 04/10/2002 at 14:54
Discard: 06/10/2002

PZ0271 Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton,

20271 SDG#: DCJ50-27
As Received
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Laimit
06310 Xylene (Total) 1330~-20-7 N.D. 1. ug/1 1
' .
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 04/04/2002 12:18 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-846 5030B 04/04/2002 12:18 Kelly L Hoffer n.a.

Lancaster Lahoratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER
=

3795966

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

2216 Rev 9/11/00




' }Lancaster | aboratories

Where quality 1s a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795967
Collected:03/27/2002 13:40 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:55 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ027D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
2027D  SDG#: DCJ50-28

As Receaived
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limat
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chloraide 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1l 1
05395 cis-1,2-Daichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Traichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1l 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dabromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/l 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-~2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34~5 N.D. 1. ug/1 1
06302 Acetone 67-64~1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15~0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc
MEMBER 2425 New Holland Pike
7 PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00




| ﬂ} | ancaster Laboratories

Where quality i1s a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795967

Collected:03/27/2002 13:40 by RFW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:55 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

PZ027D Grab Water Sample

Site Code: SC001 RFA4# LBG02012

Dayton Thermal lst Quarter GW/Dayton,

Zz027D SDG#: DCJ50-28

As Receaived
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Taime Analyst Factor
06291 TCL by 8260 (water) SW~846 8260B 04/04/2002 12:40 Kelly L Hoffer 1
01163 GC/MS VOA Water Prep SW-~846 5030B 04/04/2002 12:40 Kelly L Hoffer n.a.

Lancaster Laboratortes, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



—

| ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW 3795968

Collected:03/27/2002 13:40 by RFW

Submitted:
Reported:
Discard:

03/28/2002 09:30
04/10/2002 at 14:55
06/10/2002

PZ027DDUP Grab Water Sample

Site Code:

SCO01 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH

027DP DCJ50-29
CAT As Receaived
No. Analysis Name CAS Number Result

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D.
05386 Vinyl Chlorade 75-01-4 N.D.
05387 Bromomethane 74-83-9 N.D.
05388 Chloroethane 75-00-3 N.D.
05390 1,1-Dichloroethene 75-35-14 N.D.
05391 Methylene Chlorade 75-09-2 N.D.
05392 trans-1,2-Dichloroethene 156-60-5 N.D.
05393 1,1-Dichloroethane 75-34-3 N.D.
05395 cis-1,2-Dichloroethene 156-59-2 N.D.
05396 Chloroform 67-66-3 N.D.
05398 1,1,1-Trichloroethane 71-55-6 N.D.
05399 Carbon Tetrachloride 56-23-5 N.D.
05401 Benzene 71-43-2 N.D.
05402 1,2-Dichloroethane 107-06-2 N.D.
05403 Trichloroethene 79-01-6 N.D.
05404 1,2-Dichloropropane 78-87-5 N.D.
05406 Bromodichloromethane 75-27-4 N.D.
05407 Toluene 108-88-3 N.D.
05408 1,1,2-Trichloroethane 79-00-5 N.D.
05409 Tetrachloroethene 127~18-4 N.D.
05411 Dibromochloromethane 124-48-1 N.D.
05413 Chlorobenzene 108-90-7 N.D.
05415 Ethylbenzene 100-41-4 N.D.
05418 Styrene 100-42-5 N.D.
05419 Bromoform 75-25-2 N.D.
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D.
06302 Acetone 67-64-1 N.D.
06303 Carbon Disulfide 75-15-0 N.D.
06305 2-Butanone 78-93-3 N.D.
06306 trans-1,3-Dichloropropene 10061-02-6 N.D.
06307 cis-1,3-Dichloropropene 10061-01-5 N.D.
06308 4-Methyl-~2-pentanone 108-10-1 N.D.
06309 2-Hexanone 591-78-6 N.D.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

As Receaved
Method

Detection
Limit
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ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Page | of 2

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933
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Factor
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-~ ('} Lancaster Laboratories

Where quality is a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3785968
Collected:03/27/2002 13:40 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:55 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ027DDUP Grab Water Sample
Site Code: SCO001 RFA# LBG02012
Dayton Thermal 1lst Quartexr GW/Dayton, OH
027DP SDG#: DCJ50-295
As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detectaion Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 16:10 Marc S Neal 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 16:10 Marc S Neal n.a.

Lancaster Laboratortes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




i 4'} Lancaster Laboratories

Where quality i1s a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795969

Collected:03/27/2002 14:05 by REFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:55 PO Box 537933

Discard: 06/10/2002 Livonia MI 48153-7933

MW024S Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal lst Quarter GW/Dayton, OH
W0245S SDG#: DCJ50-30

As Received
CAT As Received Method Dilutaon
No Analysis Name CAS Number Result Detection Unats Factor
Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vanyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1l 1
05390 1, 1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60~-5 N.D. 1. ug/1 1
05393 1,1-Daichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 2. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 1. ug/l 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2~Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 31. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



oo (l> Lancaster Laboratories

Where quality is a science

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795969
Collected:03/27/2002 14:05 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:55 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
MW024S Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal lst Quarter GW/Dayton, OH
W0248S SDG#: DCJ50-30
As Received
CAT As Receaved Method Dailutaion
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analyszis + Dilution
No. Analysis Name Method Trial# Date and Taime Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 17:19 Marc S Neal 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 17:19 Marc S Neal n.a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




.

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 14:00 by RFW
03/28/2002 09:30

Reported: 04/10/2002 at 14:55
Discard: 06/10/2002

PzZ0241 Grab Water Sample

Site Code: SCO001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton,

Submitted:

i (I} | ancaster Laboratories

Where quality is a science.

3795970

Page I of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

20241 SDG#: DCJ50-31

As Receaved
CAT As Received Method Dilutaon
No. Analysis Name CAS Number Result Detection Units Factorx

Limit

06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vvinyl Chloride 75-01-4 4. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/l 1
05390 1,1-Daichloroethene 75-35-4 88. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Daichloroethene 156-60-5 27 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 26. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 760 20. ug/1 10
05396 Chloroform 67-66-3 1. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 370. 20. ug/1 10
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 2. 1. ug/1 1
05403 Trichloroethene 79-01-6 1,400. 20. ug/1 10
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 1. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 4. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 «cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



- (I} Lancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW
Collected:03/27/2002 14:00 by RFW
Submitted: 03/28/2002 09:30

Reported: 04/10/2002 at 14:55

Discard: 06/10/2002

Pz0241 Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

3795970

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

20241 SDG#: DCJ50-31
As Receaived
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 17:42 Marc S Neal 10
06291 TCL by 8260 (water) SW-846 8260B 1 04/08/2002 23:37 Patricia L Nolt 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/08/2002 23:37 Patricia L Nolt n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/04/2002 17:42 Marc S Neal n.a.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



L 4'} | ancaster Laboratories

Where quality is a science.

Page | of 2

Lancaster Laboratories Sample No. WW 3795971
Collected:03/27/2002 14:10 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:55 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
PZ024D Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
2024D SDG#: DCJ50-32

As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limat
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vanyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cas-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05388 1,1,1-Traichloroethane 71-55-6 N.D. 1. ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/l 1
05401 Benzene 71-43-2 N.D. 1. ug/1l 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Traichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trachloroethane 79-00-5 N.D. 1. ug/1l 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl~-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev. 9/11/00



) 4‘} L ancaster Laboratories

Where quality s a science.

Page 2 of 2

Lancaster Laboratories Sample No. WW 3795971

Collected:03/27/2002 14:10 by REW Account Number: 10160

Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation

Reported: 04/10/2002 at 14:55 PO Box 537933

Dirscard: 06/10/2002 Livonia MI 48153-7933

PZ024D Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

z024D SDG#: DCJ50-32

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limat
06310 Xylene (Total) 1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle

CAT Analysais Dilution
No. Analysis Name Method Trial# Date and Tame Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 18:08 Marc S Neal 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/04/2002 18:08 Marc S Neal n.a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




Lancaster Laboratories Sample No.

4'} Lancaster Laboratories

Where quality is a science.

Collected:03/27/2002 14:40

Submitted:
Reported:

Discard: 06/10/2002
MWO10S Grab Water Sample

Site Code:

03/28/2002 09:30
04/10/2002 at 14:55

S5C001 RFA# LBG02012

WW 3795972

by RFW

Dayton Thermal 1st Quarter GW/Dayton, OH

W010S

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-33

Analysis Name

TCL by 8260 (water)

Chloromethane

vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichlorocethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
c1s-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-14
75~09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64~-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Receaved

As Receaved Method
Result Detection
Limit
N.D. 10.
43. 5.
N.D. 10.
N.D. 10.
15. J 5.
N.D. 10.
6. 5.
31. 5.
560. 5.
N.D. 5.
100. 5.
N.D. 5.
N.D. 5.
N.D. 5.
5,700. 50.
N.D. 5.
N.D. S.
N.D. 5.
N.D. 5.
N.D. 5.
N.D. 5.
N.D. 5.
N.D. 5.
N.D. 5.
N.D. 5.
N.D. 5.
N.D. 30.
N.D. 5.
N.D. 15.
N.D. 5.
N.D. 5.
N.D. 15.
N.D. 15.

Unats

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/L
ug/1
ug/1
ug/1l

Dilution
Factor

[C2 NS, S, WG, IO, IO I S R C I G RS, IO N S I R, RO, NG LA G R NI G2 R G R € B O T U A © L B O RO B O B R & B O U N o)

2216 Rev 9/11/00
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(I} | ancaster Laboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 14:40

Submitted:
Reported:

Discard: 06/10/2002

MWO010S Grab Water Sample
SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton,

Site Code:

W01l0s

CAT
No.

06310

SDG#: DCJ50-33

Analysis Name

Xylene (Total)

03/28/2002 09:30
04/10/2002 at 14:55

by REW

OH
CAS Number
1330-20-7

Account Number:

Page 2 of 2

10160

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Received
Result

N.D.

As Receaved

Method
Detection

Limat
5.

The reportaing limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.

Analysis Name

TCL by 8260 (water)
TCL by 8260 (water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method

SW-846 B8260B
SW-846 8260B
SW-846 5030B
SW-846 5030B

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Trial#
1

1
1
2

Analysais
Date and Taime
04/04/2002 18:35
04/09/2002 00:01
04/09/2002 00:01
04/04/2002 18:35

Dilution
Units Factor
ug/1 5
Dilution

Analyst Factor
Marc S Neal 25
Patricia L Nolt 5
Patricia L Nolt n.a.
Marc S Neal n.a.

2216 Rev 9/11/00
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| ancaster Laboratories

Where quality 1s a science.

Lancaster Laboratories Sample No. WW 3795973

Collected:03/27/2002 14:45 by RFW

Submitted:
Reported:
Discard:

03/28/2002 09:30
04/10/2002 at 14:55
06/10/2002

PZ010I Grab Water Sample

Site Code:

SC001 RFA# LBGO02012

Dayton Thermal 1st Quarter GW/Dayton, OH

20201

06291

05385
05386
05387
05388
05390
05391
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

TCL by 8260

DCJ50-34

As Received

Analysis Name CAS Number Result

(water)
Chloromethane 74-87-3 N.D.
vinyl Chlorade 75-01-4 73. J
Bromomethane 74-83-9 N.D.
Chloroethane 75-00-3 N.D.
1,1-Dichloroethene 75-35-4 N.D.
Methylene Chlorade 75-09-2 N.D.
trans-1,2-Dichloroethene 156-60-5 55. J
1,1-Dichloroethane 75-34-3 N.D.
cis-1,2-Dichloroethene 156-59-2 2,700.
67-66-3 N.D.
1,1,1-Traichloroethane 71-55-6 N.D.
Carbon Tetrachlorade 56-23-5 N.D.
71-43-2 N.D.
1,2-Dichloroethane 107-06-2 N.D.
Trichloroethene 79-01-6 20,000.
1,2-Dichloropropane 78-87-5 N.D.
Bromodichloromethane 75-27-4 N.D.
108-88-3 N.D.
1,1,2-Traichloroethane 79-00-5 N.D.
Tetrachloroethene 127-18-4 N.D.
Dibromochloromethane 124-48-1 N.D.
Chlorobenzene 108-90-7 N.D.
Ethylbenzene 100-41-4 N.D.
100-42-5 N.D.
75-25-2 N.D.
1,1,2,2-Tetrachloroethane 79-34-5 N.D.
67-64-1 N.D.
Carbon Disulfide 75-15-0 N.D.
78-93-3 N.D.
trans-1,3-Dichloropropene 10061-02-6 N.D.
c1s-1,3-Dichloropropene 10061-01-5 N.D.
4-Methyl-2-pentanone 108-10-1 N.D.
591-78-6 N.D.

Lancaster Laboratories, Inc

MEMBER 2425 New Holland Pike

PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

As Received
Method

Detection
Limit

40.
20.
40.
40.
20.
40.
20.
20.
20.
20.
20.
20.
20.
20.
100.
20.
20.
20.
20.
20.
20.
20.
20.
20.
20.
20.
120.
20.
60.
20.
20.
60.
60.

10160

Unats

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Page | of 2

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

Dilution
Factor

20
20
20
20
20
20
20
20
20
20
20
20
20
20
100
20
20
20
20
20
20
20
20
20
20
20
20
20
20
20
20
20
20

2216 Rev 9/11/00
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(Ip | ancaster Laboratories

Where quality is a science

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 14:45

Submitted:
Reported:

Discard: 06/10/2002
PZ010I Grab Water Sample

Site Code:

20201

SDG#: DCJ50-34

Analysis Name

Xylene (Total)

03/28/2002 09:30
04/10/2002 at 14:55

by REW

SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,

OH
CAS Number
1330-20-7

Account Number: 10160

Page 2 of 2

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

As Receaved Method

Result Detectaon Units
Limit

N.D. 20. ug/1

The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.

Analysis Name

TCL by 8260 (water)
TCL by 8260 {(water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method

SW-846 8260B
SW-846 8260B
SW~-846 5030B
SW-846 5030B

Lancaster Laboratories, Inc
MEMBER 2425New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysis

Traial# Date and Taime Analyst
04/04/2002 19:05 Marc S Neal
04/09/2002 00:26 Patricia L Nolt
04/09/2002 00:26 Patricia L Nolt
04/04/2002 19:05 Marc S Neal

1

1
1
2

Dalution
Factor

20

Dilution

Factor

2216 Rev 9/11/00

100
20
n.a.
n.a.



- (I} | ancaster Laboratories

Where quality is a science

<

Lancaster Laboratories Sample No. WW
Collected:03/27/2002 15:00 by RFW

Submitted: 03/28/2002 09:30

Reported: 04/10/2002 at 14:55
Discard: 06/10/2002

PZ022I Grab Water Sample

Site Code: SC001 RFA# LBG02012

Dayton Thermal 1lst Quarter GW/Dayton,

20221 SDG#: DCJ50-35

3795974

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

CAT As Receaved Method
No. Analysis Name CAS Number Result Detection
Limt

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3
05386 Vinyl Chloraide 75-01-4
05387 Bromomethane 74-83-9
05388 Chloroethane 75-00-3
05390 1,1-Dichloroethene 75-35-4
05391 Methylene Chloride 75-09-2
05392 trans-1,2-Dichloroethene 156-60-5
05393 1,1-Dichloroethane 75-34-3
05395 cis-1,2-Dichloroethene 156-59-2
05396 Chloroform 67-66-3
05398 1,1,1-Trichloroethane 71-55-6
05399 Carbon Tetrachlorade 56-23-5
05401 Benzene 71-43-2
05402 1,2-Dichloroethane 107-06-2
05403 Trichloroethene 79-01-6
05404 1,2-Dichloropropane 78-87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trichloroethane 79-00-5
05409 Tetrachlorcethene 127-18-1
05411 Dibromochloromethane 124-48-1
05413 Chlorobenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
05419 Bromoform 75-25-2
05421 1,1,2,2-Tetrachloroethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfide 75-15-0
06305 2-Butanone 78-93-3
06306 trans-1,3-Dichloropropene 10061-02-6
06307 c¢is-1,3-Dichloropropene 10061-01-5
06308 4-Methyl~2-pentanone 108-10-~1
06309 2-Hexanone 5981~-78-6

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

22222 2222222222 22Z2ZZF2 2222222222222

O U gogUoUuUbugoguUuUvuuUuUuyUoouoooo:.

O U UUUDUUUUoOOoOUUoUoOoo

W W P WEREGORBR P B o b b b b e s = 2 N NN RN

Unaits

ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1

Dilution
Factor

I T T e e R S R S e L e e i e B o B T R e T )

2216 Rev 9/11/00



> }Lancaster | aboratories

Where quality is a science.

Lancaster Laboratories Sample No. WW

Collected:03/27/2002 15:00 by REW

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:55
Discard: 06/10/2002

PZ0221 Grab Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,

20221 SDG#: DCJ50-35

Account Number: 10160
DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Receaived

As Receaved Method
Detection Units
Limit
1. ug/1

Laboratory Chronicle

CAT
No. Analysis Name CAS Number
06310 Xylene ({(Total) 1330-20-7
CAT
No. Analysis Name Method

06291 TCL by 8260 (water)
01163 GC/MS VOA Water Prep

Lancaster Laboratories, Inc
2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

SW-846 8260B
SW-846 5030B

Analysis

Trial# Date and Time Analyst

04/04/2002 19:27 Marc S Neal
04/04/2002 19:27 Marc S Neal

Page 2 of 2

Dilutaon
Factorxr

1

Dilution
Factor
1
n.a.

2216 Rev 9/11/00



Lancaster Laboratories Sample No.

| 4» Lancaster Laboratories

Where quality I1s a science.

Collected:03/27/2002 13:30

Submitted:
Reported:

Discard: 06/10/2002
FB032702 Grab Water Sample

Site Code:

03/28/2002 09:30
04/10/2002 at 14:56

SC001 RFA# LBG02012

WW 37985975

by RFW

Dayton Thermal 1lst Quarter GW/Dayton, OH

03272

06291

05385
05386
05387
05388
05390
05391
05392
05393
05335
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415%
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309

SDG#: DCJ50-36FB

Analysis Name

TCL by 8260 (water)

Chloromethane

Vinyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chlorade
trans-1,2~Dichloroethene
1,1-Dichloroethane
ci1s-1,2-Dichloroethene
Chloroform
1,1,1-Trrchloroethane
Carbon Tetrachlorade
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2~Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone
trans-1,3-Dichloropropene
cis—-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

CAS Number

74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10~1
591-78-6

Lancaster Laboratories, Inc

PO Box 12425

2425 New Holland Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933

As Received
Result

Z2 222222222222 22222222222 2222 Z222
U U000 UUU0UUUUUDUoOUUU0UDU0UUU0UU0UUUU0UoOUUoUgoooo

As Receaved
Method

Detection
Limit

W W B WH R B R R R R e R RN NN =N

Unats

ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/l
ug/1
ug/1
ug/1
ug/1

Dalution
Factor

I o e i I S T B e e R e R T T o T T T e e R S T T T S I e e

2216 Rev 9/11/00
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Lancaster Laboratories Sample No. WW
Collected:03/27/2002 13:30

Submitted:
Reported:

Discard:
FB032702 Grab Water Sample

Site Code:

| ancaster Laboratories

Where quality is a science

3795975

by REW

03/28/2002 09:30
04/10/2002 at 14:56
06/10/2002

SC001 RFA# LBG02012

Dayton Thermal 1st Quarter GW/Dayton, OH

03272

CAT
No.

06310

CAT

06291
01163

SDG#:

Analysis Name

Xylene {Total)

Analysis Name
TCL by 8260
GC/MS VOA Water Prep

b

DCJ50-36FB

As Received

CAS Number Result

1330-20-7 N.D.

Account Number: 10160

DaimlerChrysler Corporation

PO Box 537933
Livonia MI 48153-7933

As Received

Laboratory Chronicle

Method
SW-846 8260B
SW-846 5030B

(water)

Lancaster Laboratories, Inc

MEMBE®R 2425 New Holland Pike

PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Trial#

Method
Detection Unats
Limit
1. ug/1
Analysais
Date and Time Analyst

04/04/2002 19:489
04/04/2002 19:48

Marc $ Neal
Marc S Neal

Page 2 of 2

Dilutzon
Factor

1

Dilution
Factor
1
n.a.

2216 Rev 9/11/00



- 4[} | ancaster Laboratories

Where quality is a science.

Page | of 2
Lancaster Laboratories Sample No. WW 3795976
Collected:03/27/2002 15:10 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:56 PO Box 537933
Discard: 06/10/2002 Laivonia MI 48153-7933
PolyTank Grab Water Sample
Site Code: SCO001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
POLYT SDG#: DCJ50-37

As Receaved

CAT As Receaived Method Dilution
No. Analysis Name CAS Number Result Detectaion Units Factor

Limit

06291 TCL by 8260 (water)

05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 Vinyl Chloraide 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75~-00-3 N.D. 2. ug/1 1
05390 1,1-Dachloroethene 75-35-4 2. J 1. ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 3. J 1. ug/1 1
05395 cis—-1,2-Dichloroethene 156-59-2 21. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 28. 1. ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 28. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88~3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 10. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1l 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




»Lancaster | aboratories

Where quality is a science.

Lancaster Laboratories Sample
Collected:03/27/2002 15:10
Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:56
Discard: 06/10/2002

PolyTank Grab Water Sample
Site Code: SC001 REFA# LBG02012

Dayton Thermal lst Quarter GW/
POLYT SDG#: DCJ50-37
CAT
No. Analysis Name
06310 Xylene (Total)
CAT
No. Analysis Name
06291 TCL by 8260 (water)
01163 GC/MS VOA Water Prep

Page 2 of 2

No. WW 3795976
by RFW Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933
Livonia MI 48153-7933
Dayton, OH
As Received
As Received Method Dilutaion
CAS Number Result Detection Unaits Factor
Limit
1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
Analysas Dilution
Method Trial# Date and Time Analyst Factor
SW-846 8260B 1 04/04/2002 21:26 Marc S Neal 1
SW-846 5030B 1 04/04/2002 21:26 Marc S Neal n.a.

Lancaster Laboratones, Inc

PO Box 12425

717-656-2300 Fax 71

2425 New Holland Pike

Lancaster, PA 17605-2425

7-656-2681

2216 Rev 9/11/00



Where quality is a science.

(I} | ancaster Laboratories

Page 1 of 2

Lancaster Laboratories Sample No. WW 3785977
Collected:03/27/2002 15:15 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:56 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
Drum#l Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
DRUM1 SDG#: DCJ50-38
As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Unats Factor
Limit
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 4. ug/1 2
05386 Vainyl Chloraide 75-01-4 17. 2. ug/1 2
05387 Bromomethane 74-83-9 N.D. 4. ug/1 2
05388 Chloroethane 75-00-3 N.D. 4. ug/1l 2
05390 1,1-Daichloroethene 75-35-4 3. 2. ug/1 2
05391 Methylene Chlorade 75-09-2 N.D. 4q. ug/1 2
05392 trans-1,2-Dichloroethene 156-60-5 5. 2. ug/1 2
05393 1,1-Dichloroethane 75-34-3 9. 2. ug/1 2
05395 c1s-1,2-Dichloroethene 156-59-2 410. 2. ug/1 2
05396 Chloroform 67-66-3 N.D. 2. ug/1 2
05398 1,1,1-Trichloroethane 71-55-6 17. 2. ug/1 2
05399 Carbon Tetrachlorade 56-23-5 N.D. 2. ug/1 2
05401 Benzene 71-43-2 N.D. 2. ug/1 2
05402 1,2-Dichloroethane 107-06-2 N.D. 2. ug/1 2
05403 Traichloroethene 79-01-6 2,100. 10. ug/1 10
05404 1,2-Dichloropropane 78-87-5 N.D. 2. ug/1 2
05406 Bromodichloromethane 75-27-4 N.D. 2. ug/1 2
05407 Toluene 108-88-3 N.D. 2. ug/1 2
05408 1,1,2-Trachloroethane 79-00-5 N.D. 2. ug/1 2
05409 Tetrachloroethene 127-18-4 830. 10. ug/1 10
05411 Dabromochloromethane 124-48-1 N.D. 2. ug/1 2
05413 Chlorobenzene 108-90-7 N.D. 2. ug/1l 2
05415 Ethylbenzene 100-41-4 N.D. 2. ug/1 2
05418 Styrene 100-42-5 N.D. 2. ug/1 2
05419 Bromoform 75-25-2 N.D. 2. ug/1 2
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 2. ug/1 2
06302 Acetone 67-64-1 N.D. 12. ug/1 2
06303 Carbon Disulfaide 75-15-0 N.D. 2. ug/1 2
06305 2-Butanone 78-93-3 N.D. 6. ug/1 2
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 2. ug/1 2
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 2. ug/1 2
06308 4-Methyl-2-pentanone 108-10-1 N.D. 6. ug/1 2
06309 2-Hexanone 591-78-6 N.D. 6. ug/1 2

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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| ancaster Laboratories

Where quality is a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 3795977
Collected:03/27/2002 15:15 by REFW Account Number: 10160
Submatted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:56 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
Drum#l Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1st Quarter GW/Dayton, OH
DRUM1 SDG#: DCJ50-38
As Received
CAT As Received Method Dilutaion
No. Analysis Name CAS Number Result Detection Unaits Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 2. ug/1 2
The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds into the
calibration range of the system.
Laboratory Chronicle
CAT Analysas Dilution
No. Analysis Name Method Trial# Date and Taime Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 21:49 Marc,S Neal 10
06291 TCL by 8260 (water) SW-846 8260B 1 04/09/2002 06:08 Kelly L Hoffer 2
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/09/2002 06:08 Kelly L Hoffer n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/04/2002 21:49 Marc S Neal n.a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00



>Lancaster | aboratories

Where quality i1s a science.

Page 1 of 2

Lancaster Laboratories Sample No. WW 3795978
Collected:03/27/2002 15:20 by REW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:56 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
Drumf#2 Grab Water Sample
Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
DRUM2 SDG#: DCJ50-39

As Received N
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor

Limait
06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 4. ug/1 2
05386 Vvinyl Chlorade 75-01-4 11. 2. ug/1 2
05387 Bromomethane 74-83-9 N.D. 4. ug/1 2
05388 Chloroelhane 75-00-3 N.D. q. ug/1 2
05390 1,1-Dichloroethene 75-35-4 10. 2. ug/1 2
05391 Methylene Chloraide 75-09-2 N.D. 4. ug/1 2
05392 trans-1,2-Dichloroethene 156-60-5 13. 2. ug/1 2
05393 1,1-Dachloroethane 75-34-3 8. J 2. ug/1l 2
05395 ci1s-1,2-Dichloroethene 156-59-2 470. 2. ug/1 2
05396 Chloroform 67-66-3 N.D 2. ug/1 2
05398 1,1,1-Trichloroethane 71-55-6 46. 2. ug/1 2
05399 Carbon Tetrachloride 56-23-5 N.D. 2. ug/1 2
05401 Benzene 71-43-2 N.D. 2. ug/1 2
05402 1,2-Daichloroethane 107-06-2 2. J 2. ug/1 2
05403 Trichloroethene 79-01-6 2,900 20. ug/1 20
05404 1,2-Dichloropropane 78-87-5 N.D. 2. ug/1 2
05406 Bromodichloromethane 75-27-4 N.D. 2. ug/1 2
05407 Toluene 108-88-3 N.D. 2. ug/1 2
05408 1,1,2-Trichloroethane 79-00-5 N.D. 2. ug/1 2
05409 Tetrachloroethene 127-18-4 2. J 2. ug/1 2
05411 Dibromochloromethane 124-48-1 N.D. 2. ug/1l 2
05413 Chlorobenzene 108-90-7 N.D. 2. ug/1 2
05415 Ethylbenzene 100-41-4 N.D. 2. ug/1 2
05418 Styrene 100-42-5 N.D. 2. ug/1 2
05419 Bromoform 75-25-2 N.D. 2. ug/1 2
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 2. ug/1 2
06302 Acetone 67-64-1 N.D. 12. ug/1 2
06303 Carbon Disulfide 75-15-0 N.D. 2. ug/1 2
06305 2-Butanone 78-93-3 N.D. 6. ug/1 2
06306 trans-1,3-Dichloropropene 10061-02~-6 N.D. 2. ug/1 2
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 2. ug/1 2
06308 4-Methyl-2-pentanone 108-10-1 N.D. 6. ug/1 2
06309 2-Hexanone 591-78-6 N.D. 6. ug/1 2

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




-

‘ €'> | ancaster Laboratories

Where quality 1s a science.

Page 2 of 2
Lancaster Laboratories Sample No. WW 37985978
Collected:03/27/2002 15:20 by RFW Account Number: 10160
Submitted: 03/28/2002 09:30 DaimlerChrysler Corporation
Reported: 04/10/2002 at 14:56 PO Box 537933
Discard: 06/10/2002 Livonia MI 48153-7933
Drum#2 Grab Water Sample
Site Code: SCO01 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton, OH
DRUMZ2 SDG#: DCJ50-39
As Received
CAT As Receaved Method Dilution
No. Analysis Name CAS Number Result Detection Unats Factor
Limit
06310 Xylene (Total) 1330-20-7 N.D. 2. ug/1 2
The reporting limits for the GC/MS volatile compounds were raised
because sample dilution was necessary to bring target compounds 1into the
calibration range of the system.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/04/2002 22:12 Marc S Neal 20
06291 TCL by 8260 (water) SW-846 8260B 1 04/09/2002 06:33 Kelly L Hoffer 2
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/09/2002 06:33 Kelly L Hoffer n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/04/2002 22:12 Marc S Neal n.a.

Lancaster Laboratortes, Inc
MEMBER 2425New Holland Pike
7= PO Box 12425
AN GT] L B Lancaster, PA 17605-2425

T 717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




([} | ancaster Laboratories

Where quality i1s a science.

Lancaster Laboratories Sample No. WW
Collected: n.a.

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:56
Discard: 06/10/2002

Trip Blank Water Sample

Site Code: SC001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/Dayton,

3795979

Page 1 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

TTBBL SDG#: DCJ50-40TB*

As Received
CAT As Receaved Method Dilutaon
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)
05385 Chloromethane 74-87-3 N.D. 2. ug/1 1
05386 vinyl Chloraide 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 2. ug/1 1
05388 Chloroethane 75-00-3 N.D. 2. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 1. ug/1 1
05391 Methylene Chloraide 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichlorocethene 156-60-5 N.D. 1. ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cas-1,2-Dichloroethene 156-59-2 N.D. 1. ug/1 1
05396 Chloroform 67-66-3 N.D. 1. ug/1 1
05398 1,1,1-Traichloroethane 71-55~6 N.D. 1. ug/1 1
05393 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 1. ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 1. ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 1. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 1. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 1. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 1. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1

Lancaster Laboratones, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Where quality is a science

Lancaster Laboratories Sample

Collected: n.a.

Submitted: 03/28/2002 09:30
Reported: 04/10/2002 at 14:56
Discard: 06/10/2002

Trip Blank Water Sample

Site Code: SCO001 RFA# LBG02012
Dayton Thermal 1lst Quarter GW/
TTBBL SDG#: DCJ50-40TB*
CAT
No. Analysis Name
06310 Xylene (Total)
CAT '
No. Analysis Name
06291 TCL by 8260 {(water)
01163 GC/MS VOA Water Prep

Page 2 of 2
No. WW 3795979
Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933
Laivonia MI 48153-7933
Dayton, OH
As Received
As Received Method Dilution
CAS Number Result Detection Units Factor
Limat
1330-20-7 N.D. 1. ug/1 1
Laboratory Chronicle
Analysas Dilutaion
Method Trial# Date and Taime Analyst Factor
SW-846 8260B 1 04/04/2002 23:48 Marc S Neal 1
SW-846 5030B 1 04/04/2002 23:48 Marc S Neal n.a.

Lancaster Laboratonies, Inc

PO Box 12425
Lancaster, PA 17605-2

2425 New Holland Pike

425

717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



| ancaster Laboratories

Where quality is a science.
Quality Control Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/10/02 at 02:56 PM

Laboratory Compliance Quality Control

Group Number:

RPD

Page 1 of 11

801937

RPD Max

Blank Blank Report LCS LCSD LCS/LCSD

Analysis Name Result MDL Units $REC %SREC Limits
Batch number: L020941AA Sample number (s): 3795949-3795952,3795954-3795955,3795958-3795967
Chloromethane N.D. 2. ug/1 93 44-118
vinyl Chloride N.D. 1. ug/1 96 55-121
Bromomethane N.D. 2. ug/1 97 34-126
Chloroethane N.D 2. ug/1 93 53~117
1,1-Dachloroethene N.D 1. ug/1 109 67-140
Methylene Chloraide N.D 2. ug/1 103 84-128
trans-1,2-Dichloroethene N.D. 1. ug/1 103 83-129
1,1-Dichloroethane N.D. 1. ug/1 105 77-129
c1s-1,2-Dichloroethene N.D. 1. ug/1 97 85-126
Chloroform N.D. 1. ug/1 102 86-124
1,1,1-Trichloroethane N.D 1. ug/1 109 83-127
Carbon Tetrachloride N.D. 1. ug/1 108 77-130
Benzene N.D. 1. ug/1 96 84-120
1,2-Dichloroethane N.D. 1. ug/1 109 77-132
Trichloroethene N.D. 1. ug/1 99 87-117
1,2-Dachloropropane N.D. 1. ug/1 97 83-123
Bromodichloromethane N.D. 1. ug/1 101 83-121
Toluene N.D. 1. ug/1 94 86-123
1,1,2-Trichloroethane N.D. 1. ug/1 96 86-120
Tetrachloroethene N.D. 1. ug/1 97 79-136
Dibromochloromethane N.D. 1. ug/1 96 78-119
Chlorobenzene " N.D. 1. ug/1 94 87-121
Ethylbenzene N.D. 1. ug/1 85 88-124
Styrene N.D. 1. ug/1 95 87-122
Bromoform N.D. 1. ug/1 92 69-121
1,1,2,2-Tetrachloroethane N.D. 1. ug/1 95 72-119
Acetone N.D. 6. ug/1 140 48-164
Carbon Disulfaide N.D. 1. ug/1 110 67-143
2-Butanone N.D. 3. ug/1 106 58-141
trans-1,3-Dichloropropene N.D. 1. ug/1 99 79-120
ci1s-1,3-Dichloroproperne N.D. 1. ug/1 98 78-114
4-Methyl-2-pentanone N.D. 3. ug/1 95 63-130
2~Hexanone N.D. 3. ug/1 97 53-141
Xylene (Total) N.D. 1. ug/1 94 89-124
Batch number: L020942AA Sample number {s): 3795953,3795956-3795957,3795968-3795979
Chloromethane N.D. 2. ug/1 97 44-118
vinyl Chloride N.D 1. ug/1 96 55-121
Bromomethane N.D. 2. ug/1 56 34-126
Chloroethane N.D. 2. ug/1 85 53-117
1,1-Dichloroethene N.D. 1. ug/1 107 67-140
Methylene Chloride N.D. 2. ug/1 101 84-128
trans—1,2-Dichloroethene N.D. 1. ug/1 103 83~129
1,1-Dachloroethane N.D. 1. ug/1 107 77-129
cis-1,2-Dichloroethene N.D. 1. ug/1 97 85-126
Chloroform N.D. 1. ug/1 107 86-124
1,1,1-Trachloroethane N.D. 1. ug/1 110 83-127
Carbon Tetrachloride N.D. 1. ug/1 115 77-130
Benzene N.D. 1. ug/1 99 84-120
1,2-Dichloroethane N.D. 1. ug/1 116 77-132

*. Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ
(2) The background resuit was more than four times the spike added.

Lancaster Laboratories, Inc
MEMBER 2425New Holland Pike
: ExyEn PO Box 12425
Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



| ancaster Laboratories

Where quality is a science.
Quality Control Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/10/02 at 02:56 PM

Group Number:

Page 2 of 11

801937

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis Name Result MDL Units $REC $REC Limits RPD RPD Max
Trichloroethene N.D 1. ug/1 100 87-117
1,2-Dichloropropane N.D. 1. ug/1 98 83-123
Bromodichloromethane N.D. 1. ug/1 104 83-121
Toluene N.D. 1. ug/1 97 86-123
1,1,2-Trichloroethane N.D. 1. ug/1 100 86-120
Tetrachloroethene N.D. 1. ug/1 100 79-136
Dibromochloromethane N.D. 1. ug/1 103 78-119
Chlorobenzene N.D. 1. ug/1 100 87-121
Ethylbenzene N.D. 1. ug/1 96 88-124
Styrene N.D. 1. ug/1 97 87-122
Bromoform N.D. 1. ug/1 96 69-121
1,1,2,2-Tetrachloroethane N.D. 1. ug/1 93 72-119
Acetone N.D. 6. ug/1 80 48-164
Carbon Disulfide N.D. 1. ug/1 109 67-143
2-Butanone N.D. 3. ug/1 77 58-141
trans-1,3-Dichloropropene N.D. 1. ug/1 104 79-120
cis-1,3-Dichloropropene N.D. 1. ug/1 100 78-114
4-Methyl-2-pentanone N.D. 3. ug/1 91 63-130
2-Hexanone N.D. 3. ug/1 84 53-141
Xylene (Total) N.D. 1. ug/1 o8 89-124
Batch number: M020983AA Sample number(s): 3795953,3795956-3795957,3795970,3795972-3795973
Chloromethane N.D. 2. ug/1 88 44-118
vinyl Chloride N.D. 1. ug/1 89 55-121
Bromomethane N.D. 2. ug/1 96 34-126
Chloroethane N.D. 2. ug/1 85 53-117
1,1-Dichloroethene N.D. 1. ug/1 98 67-140
Methylene Chlorade N.D. 2. ug/1 96 84-128
trans-1,2-Dichloroethene N.D. 1. ug/1l 96 83-129
1,1-Dichloroethane N.D. 1. ug/1 g9 77-129
cis-1,2~Dichloroethene N.D. 1. ug/1 94 85-126
Chloroform N.D. 1. - ug/l1 96 86-124
1,1,1-Traichloroethane N.D. 1. ug/1 93 83-127
Carbon Tetrachloride N.D. 1. ug/1 90 77-130
Benzene N.D. 1. ug/1l 101 84-120
1,2-Dichloroethane N.D. 1. ug/1 99 77-132
1,2-Dichloropropane N.D. 1. ug/1 95 83-123
Bromodichloromethane N.D. 1. ug/1 94 83-121
Toluene N.D. 1. ug/1 97 86-123
1,1,2-Trichloroethane N.D. 1. ug/1 97 86-120
Tetrachloroethene N.D. 1. ug/1 106 79-136
Dibromochloromethane N.D. 1. ug/1 93 78-119
Chlorobenzene N.D. 1. ug/1 102 87-121
Ethylbenzene N.D. 1. ug/1 95 88-124
Styrene N.D. 1. ug/1 98 87-122
Bromoform N.D. 1. ug/1 92 69-121
1,1,2,2-Tetrachloroethane N.D. 1. ug/1 95 72-118
Acetone N.D. 6. ug/1 101 48-164
Carbon Disulfide N.D. 1. ug/1 97 67-143
2-Butanone N.D. 3. ug/1 98 58-141
trans—-1, 3-Dichloropropene N.D. 1. ug/1 93 79-120
cis-1, 3-Dichloropropene N.D. 1. ug/1 93 78-114

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00
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Where qua//ty IS a sclence.
ty Control Summary

Client Name: DaimlerChrysler Corporation
Reported: 04/10/02 at 02:56 PM

Group Number:

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD

Analysis Name Result MDL Unats $REC SREC Limits
4-Methyl-2-pentanone N.D. 3. ug/1 93 63-130
2-Hexanone N.D. 3. ug/1 95 53-141
Xylene (Total) N.D. 1 ug/1 98 89-~124
Batch number: M020983AB Sample number(s): 3795977-3795978

Chloromethane N.D. 2. ug/1 88 44-118
Vinyl Chloride N.D. 1. ug/1 89 55-121
Bromomethane N.D. 2. ug/1l 96 34-126
Chloroethane N.D. 2. ug/1 85 53-117
1,1-Dichloroethene N.D. 1. ug/1 98 67-140
Methylene Chlorade N.D. 2. ug/1l 96 84-128
trans-1,2-Dichloroethene N.D. 1. ug/1 96 83-129
1,1-Dichloroethane N.D. 1. ug/1 99 77-129
cis-1,2-Dichloroethene N.D. 1. ug/1 94 85-126
Chloroform N.D. 1. ug/1 96 86-~124
1,1,1-Trichloroethane N.D. 1. ug/1 93 83-127
Carbon Tetrachloride N.D. 1. ug/1 90 77-130
Benzene N.D. 1. ug/1 101 84-120
1,2-Dichloroethane N.D. 1. ug/1 99 77-132
1,2-Dichloropropane N.D. 1. ug/1 95 83-123
Bromodichloromethane N.D. 1. ug/1 94 83-121
Toluene N.D. 1. ug/1 97 86-123
1,1,2-Trichlorcethane N.D. 1. ug/1 97 86-120
Tetrachloroethene N.D. 1. ug/1l 106 79-136
Dibromochloromethane N.D. 1. ug/1 93 78-119
Chlorobenzene N.D. 1. ug/1 102 87-121
Ethylbenzene N.D. 1. ug/1 95 88-124
Styrene N.D. 1. ug/1 98 87-122
Bromoform N.D. 1. ug/1 92 69-121
1,1,2,2-Tetrachloroethane N.D. 1. ug/1 95 72-119
Acetone N.D. 6. ug/1 101 48-164
Carbon Disulfide N.D. 1. ug/1 97 67-143
2-Butanone N.D. 3. ug/1 98 58-141
trans-1,3-Dichloropropene N.D. 1. ug/1 93 79-120
cis-1,3-Dichloropropene N.D. 1. ug/1 93 78-114
4-Methyl-2-pentanone N.D. 3. ug/1 93 63-130
2-Hexanone N.D. 3. ug/1 95 53-141
Xylene (Total) N.D. 1. ug/1 98 89-124
Batch number: P020881AA Sample number (s): 3795941-3795948

Chloromethane N.D. 2. ug/1 99 114 44-118
vinyl Chlorade N.D. 1. ug/1 107 121 55-121
Bromomethane N.D. 2. ug/1 106 124 34-126
Chloroethane N.D. 2. ug/1 94 101 53-117
1,1-Dichloroethene N.D. 1. ug/1 129 126 67-140
Methylene Chlorade N.D. 2. ug/1 119 117 84-128
trans-1,2~Dichloroethene N.D. 1. ug/1 120 120 83-129
1,1-Dichloroethane N.D. 1. ug/1 126 125 77-129
cis-1,2-Dichloroethene N.D. 1. ug/1 113 107 85-126
Chloroform N.D. 1. ug/1 116 117 86-124
1,1,1-Trichloroethane N.D. 1. ug/1 121 116 83-127
Carbon Tetrachloride N.D. 1. ug/1 120 115 77-130

*- Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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<I> | ancaster Laboratories

Where qua//ty s a science.

Client Name: DaimlerChrysler Corporation
Reported: 04/10/02 at 02:56 PM

Analysis Name

Benzene
1,2—D1&hloroethane
Traichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Traichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2~Tetrachloroethane
Acetone

Carbon Disulfaide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

Batch number: P020881AB
Chloromethane

vinyl Chloraide
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloraide
trans-1,2-Dichloroethene
1,1-Dachlorcethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Trichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfaide

*. Qutside of specification

lity Control Summary

Group Number:

Laboratory Compliance Quality Control

Blank
Result

Sample number (s):
.D.

ZZZZ2ZZ2Z2Z 22 222222222222
lslvRvivivivelviiviivEviieBwiveeNeRoloNeNo]

ZZ22Z2ZZ2Z2 22222 222222222222 2222Z2Z
jlellvlielolvivielelelelolelelvlvivivielvlvleNeNe oo Be v

]

Blank

8

W W O e b b b ke b b S b b b b

2.

HF OV = s = ks e s e = = N = NN =

Report LCS LCSD LCS/LCSD
Units $REC SREC Limits
ug/1 112 111 84-120
ug/1 126 123 77-132
ug/1 113 109 87-117
ug/1 105 105 83-123
ug/1 115 111 83-121
ug/1l 110 108 86~123
ug/1 107 108 86-120
ug/1 115 113 79-136
ug/1 105 107 78-119
ug/1 109 108 87-121
ug/1 113 111 88-124
ug/1 114 113 87-122
ug/1 105 105 69-121
ug/1 108 108 72-119
ug/1 117 125 48-164
ug/1 137 132 67-143
ug/1 105 109 58-141
ug/1 107 108 79-120
ug/1 105 108 78-114
ug/1 108 107 63-130
ug/1 106 107 53-141
ug/1 112 111 89-124
3795940-3795941, 3795943
ug/1 99 114 44-118
ug/1 107 121 55-121
ug/1 106 124 34-126
ug/1 94 101 53-117
ug/1 129 126 67-140
ug/1 119 117 84-128
ug/1 120 120 83-129
ug/1 126 125 77-129
ug/l 113 107 85-126
ug/1l 116 117 86-124
ug/1 121 116 83-127
ug/1 120 115 77-130
ug/1 112 111 84-120
ug/1 126 123 77-132
ug/1 113 109 87-117
ug/1 105 105 83-123
ug/1 115 111 83-121
ug/1 110 108 86-123
ug/1 107 108 86-120
ug/1 115 113 79-136
ug/1 105 107 78-119
ug/1 109 108 87-121
ug/1 113 111 88-124
ug/1l 114 113 87-122
ug/1l 105 105 69-121
ug/1 108 108 72-119
ug/1 117 125 48-~164
ug/1 137 132 67-143

(1) The result for one or both determinations was less than five imes the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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| 4» Lancaster Laboratories

Where quality is a science
Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801937
Reported: 04/10/02 at 02:56 PM
Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis Name Result MDL Units SREC SREC Lamits RPD RPD Max
2-Butanone N.D. 3. ug/1 105 109 58-141 4 30
trans-1,3-Dichloropropene N.D 1. ug/1 107 108 79-120 1 30
cis~1,3-Dichloropropene N.D 1. ug/1 105 108 78-114 3 30
4-Methyl-2-pentanone N.D 3. ug/1 108 107 63-130 1 30
2-Hexanone N.D 3. ug/1 106 107 53-141 1 30
Xylene (Total) N.D 1. ug/1 112 111 89-124 1 30

Sample Matrix Quality Control
MS MSD MS/MSD RPD BKG DUP DUP Dup
RPD

Analysig Name $REC SREC Limits RPD MAX Conc Conc RPD Max
Batch number: L020941AA Sample number(s): 3795949-3795952,3795954-3795955,3795958-3795967
Chloromethane 87 88 42-125 1 30
vinyl Chloride 96 96 54-133 0 30
Bromome thane 111 103 36-133 7 30
Chloroethane 100 108 55-129 7 30
1,1-Dachloroethene 108 114 75-152 5 30
Methylene Chlorade 96 101 81-134 5 30
trans-1,2-Dichloroethene 98 103 78-140 4 30
1,1-Dichloroethane 102 106 77-142 4 30
c1s-1,2-bichloroethene 96 97 79-133 1 30
Chloroform 99 101 76-138 2 30
1,1,1-Trachloroethane 105 108 78-141 3 30
Carbon Tetrachloride 107 109 75-149 2 30
Benzene 94 97 78-134 3 30
1,2-Dichloroethane 106 107 75-141 1 30
Trichloroethene 135* 102 82-133 28 30
1,2~Dichleoropropane 92 95 82-128 4 30
Bromodichloromethane 95 99 81-127 q 30
Toluene 94 96 78-133 2 30
1,1,2-Traichloroethane 92 94 82-127 2 30
Tetrachloroethene 96 98 81-148 3 30
Dibromochloromethane 91 95 74-125 4 30
Chlorobenzene 92 95 81-125 4 30
Ethylbenzene 92 96 82-134 [ 30
Styrene 90 96 60-150 6 30
Bromoform 87 89 62-127 2 30
1,1,2,2-Tetrachloroethane 90 92 69-121 3 30
Acetone 99 90 49~143 9 30
Carbon Disulfide 107 112 50~162 5 30
2~Butanone 87 88 56-141 2 30
trans-1, 3-Dichloropropene 93 97 70-120 [ 30
cis-1, 3-Dichloropropene 91 93 70-123 2 30
4-Methyl-2-pentanone 88 88 61-141 1 30
2-Hexanone 87 88 47-146 1 30
Xylene (Total) 93 94 81-136 1 30
Batch number: L020942AA Sample number(s): 3795953,3795956-3795957,3795968-3795979

*. Qutside of spectfication
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 5/11/00




(l} Lancaster Laboratories

Where qua//z‘y IS a sclence.
ty Control Summary

Client Name:
Reported:

Analysis Name
Chloromethane

Vinyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chlorade
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trichloroethane
Carbon Tetrachloride
Benzene
1,2~Daichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Traichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Dasulfide
2-Butanone
trans-1,3-Dichloropropene
cis-1,3-Dichloropropene
4-Methyl-2~pentanone
2-Hexanone
Xylene (Total)
Batch number: M020983AA
Chloromethane

Vainyl Chloride
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dichloroethane
cis-1,2-Dichloroethene
Chloroform
1,1,1-Trachloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
1,2-Daichloropropane

*_ Qutside of specification

DaimlerChrysler Corporation
04/10/02 at 02:56 PM

Page 6 of 11

Group Number: 801937

Sample Matrix Quality Control

MS MSD MS/MSD
$REC $REC Limits
98 104 42-125
109 113 54-133
121 87 36-133
75 121 55-129
118 118 75-152
104 101 81-134
110 106 78-140
115 110 77-142
104 104 79-133
112 112 76-138
120 122 78-141
124 125 75-149
103 105 78-134
120 119 75-141
107 107 82-133
101 101 82-128
107 108 81-127
103 106 78-133
100 100 82-127
105 107 81-148
104 106 74-125
103 105 81-125
104 105 82-1314
103 106 60-150
101 100 62-127
107 101 69-121
92 96 49-143
122 120 50-162
89 94 56-141
104 108 70-120
99 101 70-123
93 96 61-141
93 97 47-146
104 104 81-136
Sample number(s): 3795953,
91 94 42-125
94 96 54-133
102 104 36-133
94 94 55-129
109 105 75-152
100 100 81-134
102 101 78-140
103 100 77-142
(2) £2) 79-133
98 96 76-138
102 100 78-141
96 96 75-149
101 99 78-134
97 97 75-141
97 95 82-128

RPD

33*
46*

o

OB WNOLORFRFUWOARFRN=E,NENOWOOOR HKMFRORS®SDMLDN

RPD BKG DUP DUP Dup
RPD

MAX Conc Conc RPD Max

30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30
30

3795956-3795957, 3795970, 3795972-3795973

NHFNONNNWRERWONNW

30
30
30
30
30
30
30
30
30
30
30
30
30
30
30

(1) The result for one or both determinations was less than five imes the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratortes, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 9/11/00



(l} Lancaster Laboratories

Where qua//ty s a science.
Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801937
Reported: 04/10/02 at 02:56 PM
Sample Matrix Quality Control

MS MSD MS/MSD RPD BKG DUP DUP Dup
RPD

Analysis Name $REC $REC Limits RPD MAX Conc Conc RPD Max
Bromodichloromethane 95 94 81-127 1 30 -
Toluene 99 97 78-133 2 30
1,1,2-Trachloroethane 100 100 82-127 1 30
Tetrachloroethene 108 106 81-148 2 30
Dibromochloromethane 96 94 74-125 2 30
Chlorobenzene 101 98 81-125 3 30
Ethylbenzene 98 96 82-134 2 30
Styrene 100 99 60-150 1 30
Bromoform 96 94 62-127 2 30
1,1,2,2-Tetrachloroethane 95 95 69-121 0 30
Acetone 94 93 49-143 1 30
Carbon Disulfide 108 105 50~-162 2 30
2-Butanone 93 93 56-141 1 30
trans-1,3-Dichloropropene 92 92 70-120 o} 30
c1s-1, 3-Dichloropropene 92 91 70-123 1 30
4-Methyl-2-pentanone 93 94 61-141 1 30
2-Hexanone 99 93 47-146 1 30
Xylene (Total) 100 99 81-136 1 30
Batch number: M020983AB Sample number(s): 3795977-3795978
Chloromethane 91 94 42-125 3 30
Vainyl Chloraide 94 96 54-133 2 30
Bromomethane 102 104 36-133 2 30
Chloroethane 94 94 55-129 0 30
1,1-Dichloroethene 109 105 75-152 3 30
Methylene Chlorade 100 100 81-134 1 30
trans-1,2-Dichloroethene 102 101 78-140 1 30
1,1-Dichloroethane 103 100 77-142 3 30
cis-1,2-Dichloroethene (2) (2) 79-133 1 30
Chloroform 98 96 76-138 2 30
1,1,1-Trichloroethane 102 100 78-141 2 30
Carbon Tetrachloride 96 96 75-149 0 30
Benzene 101 99 78-134 2 30
1,2-Dichloroethane 97 97 75-141 1 30
1,2-Dichloropropane 97 95 82-128 2 30
Bromodichloromethane 35 94 81-127 1 30
Toluene 99 97 78-133 2 30
1,1,2-Trichloroethane 100 100 82-127 1 30
Tetrachloroethene 108 106 81-148 2 30
Dibromochloromethane 96 94 74-125 2 30
Chlorobenzene 101 98 81-125 3 30
Ethylbenzene 98 96 82-134 2 30
Styrene 100 99 60-150 1 30
Bromoform 96 94 62-127 2 30
1,1,2,2-Tetrachloroethane 95 95 69-121 0 30
Acetone 94 93 49-143 1 30
Carbon Disulfide 108 105 50-162 2 30
2-Butanone 93 93 56-141 1 30
trans-1, 3-Dichloropropene 92 92 70-120 0 30
cis-1,3-Dichloropropene 92 91 70-123 1 30
4-Methyl-2-pentanone 93 94 61-141 1 30

(
*- Qutside of specification

(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




(l}Lancaster L aboratories

Where qua//ty IS a science.
lity Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801937
Reported: 04/10/02 at 02:56 PM
Sample Matrix Quality Control

MS MSD MS/MSD RPD BKG DUP DUP Dup
RPD

Analysis Name $REC FREC Limits RPD MAX Conc Conc RPD Max
2-Hexanone 94 93 47-146 1 30
Xylene (Total) 100 99 81-136 1 30
Batch number: P020881AA Sample number{s): 3795941-3795948
Chloromethane 101 42-125
vinyl Chloride 108 , 54-133
Bromomethane 110 36-133
Chloroethane 93 55-129
1,1-Dichloroethene 138 75-152
Methylene Chloraide 118 81-134
trans-1,2-Dichloroethene 130 78-140
1,1-Dichloroethane 134 77-142
cis-1,2-Dichloroethene 118 79-133
Chloroform 125 76-138
1,1,1-Trichloroethane 131 78-141
Carbon Tetrachloride 128 75-149
Benzene 120 78-134
1,2-Dichloroethane 129 75-141
Traichloroethene 120 82-133
1,2-Dichloropropane 112 82-128
Bromodichloromethane 118 81-127
Toluene 117 78-133
1,1, 2-Trichloroethane 113 82-127
Tetrachloroethene 123 81-148
Dibromochloromethane 109 74-125
Chlorobenzene 116 81-125
Ethylbenzene 120 82-134
Styrene 120 60-150
Bromoform 103 62-127
1,1,2,2-Tetrachloroethane 106 69-121
Acetone 117 49-143
Carbon Dasulfide 149 50-162
2-Butanone 109 56-141
trans-1,3-Dichloropropene 113 70-120
cis—1,3-Dichloropropene 110 70-123
4-Methyl-2-pentanone 110 61-141
2-Hexanone 111 47-146
Xylene (Total) 121 81-136
Batch number: P020881AB Sample number(s): 3795940-3795941,3795943
Chloromethane 101 42-125
vinyl Chloride 108 54-133
Bromomethane 110 36-133
Chloroethane 93 55-129
1,1-Dichloroethene 138 75-152
Methylene Chloraide 118 81-134
trans-1,2-Dichloroethene 130 78-140
1,1-Dachloroethane 134 77-142
cis-1,2-Dichloroethene 118 79-133
Chloroform 125 76-138
1,1,1-Trichloroethane 131 78-141

*- Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratones, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




o (l> Lancaster Laboratories

Where quality AL science.

Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801937
Reported: 04/10/02 at 02:56 PM
Sample Matrix Quality Control

MS MSD MS/MSD RPD BKG DUP DUP Dup

RPD

Analysis Name SREC $REC Limits RPD MAX conc Conc RPD Max
Carbon Tetrachloride 128 75-149
Benzene 120 78-134
1,2-Dichloroethane 125 75-141
Trichloroethene 120 82-133
1,2-Dachloropropane 112 82-128
Bromodichloromethane 118 81-127
Toluene 117 78-133
1,1,2-Trichloroethane 113 82-127
Tetrachloroethene 123 81-148
Dibromochloromethane 109 74-125
Chlorobenzene 116 81-125
Ethylbenzene 120 82-134
Styrene 120 60-150
Bromoform 103 62-127
1,1,2,2-Tetrachloroethane 106 69-121
Acetone 117 49-143
Carbon Dasulfide 149 50-162
2-Butanone 109 56-141
trans-1,3-Dichloropropene 113 70-120
c1s-1, 3-Dichloropropene 110 70-123
4-Methyl-2-pentanone 110 61-141
2-Hexanone 111 47-146
Xylene (Total) 121 81-136

Surrogate Quality Control

Analysis Name: TCL by 8260 (water)
Batch number: L020941AA

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene
3795949 105 96 98 96
3795950 106 99 100 95
3795951 108 98 39 95
3795952 111 102 101 98
3795954 113 103 104 101
3795955 116 104 103 100
3795958 110 104 103 99
3795959 116 105 102 99
3795960 114 103 103 99
3795961 114 103 102 99
3795962 117 105 101 97
3795963 114 103 101 100
3795964 116 105 103 99
3795965 115 104 101 100
3795966 116 103 100 99
3795967 117 103 101 100
Blank 109 100 104 100
LCS 106 104 103 105

*. Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425 .

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00




(l}Lancaster | aboratories

Where quality is a science.
Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801937
Reported: 04/10/02 at 02:56 PM
Surrogate Quality Control

MS 99 96 95 97
MSD 103 99 101 100
Limits: 86-118 80-120 88-110 86-115

Bnalysis Name: TCL by 8260 (water)
Batch number: L0O20S42AA

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene

3795968 110 102 103 98
3795969 107 97 101 98
3795971 107 100 100 96
3795974 108 100 103 98
3795975 113 103 104 100
3795976 111 101 101 98
3795979 115 105 103 100
Blank 110 103 102 99

LCS 109 103 105 106

MS 107 100 104 103
MSD 107 101 103 105
Laimits: 86-118 80-120 88-~110 86-115

Analysas Name: TCL by 8260 (water)
Batch number: M020983AA

Dibromofluoromethane 1, 2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene
3795953 98 95 96 93
3795956 96 95 96 94
3795957 98 99 96 93
3795970 96 94 97 94
3795872 98 94 96 92
37985973 97 95 97 92
Blank 97 93 96 93
LCS 95 95 99 98
MS 95 88 99 99
MSD 95 97 98 97
Laimits: 86-118 80-120 88-110 86-115

Analysis Name: TCL by 8260 (water)
Batch number: M020983RB

Dibromoflucoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromefluorobenzene
3795977 95 . 93 99 96
3795978 94 97 99 96
Blank 94 93 99 95
LCS 95 95 99 98
MS 95 88 99 99
MSD 95 97 98 97
Limits: 86-118 80-120 88-110 86-115

Bnalysis Name: TCL by 8260 (water)
Batch number: P020881AA

*. Outside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New HoHand Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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Where qua//ty Is a science.
Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 801937
Reported: 04/10/02 at 02:56 PM )

Surrogate Quality Control

Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-d8 4-Bromofluorobenzene

3795941 108 100 102 99
3795942 109 99 100 97
3795943 111 99 100 101
3795944 109 101 100 97
3795945 110 58 100 98
3795946 110 98 99 96
3795947 110 98 100 98
3795948 109 100 99 96
Blank 110 100 101 98

LCS 103 99 98 103
LCSD 103 99 100 104

MS 102 97 100 104
Limits: 86-118 80~120 88-110 86-115

Analysis Name: TCL by B260 (water)
Batch number: P020881AB

Dibromofluoromethane 1, 2~Dachloroethane-d4 Toluene-d8 4-Bromofluorobenzene
3795940 110 97 102 102
Blank 107 100 99 99
LCS 103 99 98 103
LCSD 103 939 100 104
MS 102 97 ' 100 104
Limits: 86-118 80~120 88-110 86-115

*- Qutside of specification
(1) The result for one or both determnations was less than five times the LOQ.
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 9/11/00
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CompuChem .
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' Phone Number: (919) 379-400
Fax Number: (919) 379-1040

Project Name.
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Consultant. E ar 7L/J I (43 /7

Site Location

Daytormy Ohro

nddress H /35 Terhnolray Parkway

Site Code.
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RFA Number
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A
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GATY

Stanzuk

Phonc{ §.107) 45/93?07&‘( [%?0) If'{?"‘ OE&M

Turn-around Time Request: (circle)
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Data Quality Review
Dayton Thermal — Property No. SC001
RFA ET03020

Sample Receipt

Nitrate and nitrite bottles were not submitted to the analytical laboratory for sample PZ0221-
042203, therefore, nitrate and nitrite results were not reported.

Ethane/ethene bottles were not submitted to the analytical laboratory for sample PZ0221-
042203DUP; therefore, ethane/ethene results were not reported.

Holding Times

As evident from Table 1, mitrate and sulfite had many exceedances of the 48-hour holding time.
Samples with results exceeding two times the hold time are rejected. These results are
highlighted in the Table 1. Results not highlights are usable, however, are considered to have a
potential for low bias.

Laboratory Blanks

Contaminants detected in laboratory blanks are summarized in Table 2. Sample results within
five times the laboratory blank concentration may be considered false positives due to laboratory
contamination.

Surrogates

Sample MIP-010-053 had a high surrogate recovery during ethane/ethene analysis. The
laboratory reported a recovery of 135 percent, while the acceptable recovery range is 74 to 120
percent. Positive results were reported for ethane and ethene for sample MIP-010-053 and are
considered to have a potential for high bias.

Sample MW037S-041603 had a low toluene-dg surrogate recovery during VOC analysis. The
laboratory reported a recovery of 84 percent, while the acceptable recovery range is 85 to 112
percent. VOC results for sample MW037S-041603 are considered to have a potential for low
bias.

Matrix Spikes/Matrix Spike Duplicates

The MS/MSD exceedances are summarized in Table 3. Results associated with low recoveries
are considered to have a potential for low bias, while results associated with high recoveries are
considered to have a potential for high bias. Relative Percent Differences (RPDs) within 20
percent were considered acceptable.

Dilutions

Many dilutions were required during VOC analysis. These dilutions were necessary to bring the
samples concentrations within calibration range of the instrument.



Samples MIP-02-45, MIP-03-045, MIP-04-55, MIP-05-45, MIP-07-050, and MIP-08-40 were
diluted during sulfate analysis due to matrix interference. The results were reported as nondetects
with elevated reporting limits.

Many wet chemistry results were reported from dilution analyses. These dilutions were necessary
to bring the sample concentrations within calibration range of the instruments.

Field Quality Control

Contaminants were not detected 1n the trip blanks indicating contamination from sample shipping
did not occur.

One equipment blank was collected (EB-001). Equipment blanks were not collected at a
frequency of 1 per 20. Sample concentrations for EB-0001 did not represent a blank and were not
used to assess data quality. Detects for this blank are summarized below:

Compound Concentration (mg/L)
Alkalinity to pH 4.5 18.1
Ferric Iron 0.14]
Ferrous Iron 0.028 ]
Hardness 148
Iron 0.169
Manganese 0.0052 ]
Nitrate 1.1
Sulfate 71.2
TOC 093]

Field duplicate precision is summanized in Table 4. Relative Percent Differences (RPDs) were
within 30 percent, or the values were within * the reporting limit and considered acceptable.



TABLE 1

SUMMARY OF HOLDING TIME EXCEEDANCES
APRIL 2003 GROUNDWATER SAMPLING EVENT

DAYTON THERMAL PRODUCTS

Sample Analysis Days Over Holding Time
MIP-01-050 Nitrate 1 Day
Sulfite 1 Day
MIP-02-45 Nitrate 3 Days
Sulfite 10 days
MIP-03-045 Nitrate 3 Days
Sulfite 1 Day
MIP-04-55 Nitrate 4 Days
Sulfite 11 Days
MIP-05-45 Nitrate 4 Days
Sulfite 6 Days
MIP-07-050 Nitrate 4 Days
Sulfite 2 Days
MIP-06-45 Nitrate 4 Days
Sulfite 6 Days
MIP-08-40 Nitrate 4 Days
Sulfite 11 Days
MIP-09-65 Nitrate 4 Days
Sulfite 6 Days
MIP-010-053 Nitrate 4 Days
Sulfite 2 Days
MW A004-042303 Nitrate 3 Days
Sulfite 5 Days
MWAO005-042303 Nitrate 6 Days
Sulfite 5.Days
MWB004-042103 Sulfite 7 Days
MWC001-042203* Ferrous Iron 1 Day
Nitrate 4 Days
Sulfite 6 Days
MWC002-042203* Ferrous Iron | Day
Nitrate 4 Days
Sulfite 6 Days
MWO0075-042203* Ferrous Iron 1 Day
Nitrate 7 Days
Sulfite 6 Days
MWO011S5-042303 Nitrate 6 Days
Sulfite 5 Days
MW(027S5-041703 Nitrate 4 Days
Suifite 17 Days
MWO030S-041803 Nitrate 3 Days
Sulfite 10 Days
MW037S-041603 Nitrate 4 Days
Sulfite 6 Days
PZ0081-042303 Nitrate 3 Days
Sulfite 5 Days
PZ012D-042303 Nitrate 3 Days
Sulfite 5 Days




TABLE 1

SUMMARY OF HOLDING TIME EXCEEDANCES
APRIL 2003 GROUNDWATER SAMPLING EVENT
DAYTON THERMAL PRODUCTS

Sample Analysts Days Over Holding Time
PZ0151-042303 Nitrate 3 Days
Sulfite 5 Days
PZ0191-042103 Sulfite 7.Days
PZ0221-042203* Ferrous Iron 1 Day
Sulfite 3 Days
PZ0221-042203DUP* Ferrous Iron 1 Day
Nitrate 7 Days
Sulfite 6 Days
PZ0241-041803 Nitrate 3 Days
Sulfite 10 Days
PZ0251-041703 Nitrate 4 Days
Sulfite 11"Days
PZ032D-041603 Nitrate 4 Days
Sulfite 6 Days
PZ0341-041603 Nitrate 4 Days
Sulfite 6'Days
PZ040D-041603 Nitrate 4 Days
Sulfit 6 Days
EB-001 Nitrate 4 Days
Sulfite 1 Days
NOTES:
* Sample received at the laboratory at the 48-hour hold time due to a delivery failure from Fed Ex.

Shading indicates an excessive exceedance (greater than twice the holding time). These results are rejected.




TABLE 2

CONTAMINANTS DETECTED IN LABORATORY BLANKS
APRIL 2003 GROUNDWATER SAMPLING EVENT

DAYTON THERMAL PRODUCTS

Blank
Batch Compound Concentration Action Level Results Within Action Level
031141848003 Iron 0.0880 J mg/L 0.44 mg/L MW027S-041703 PZ0251-041703
EB-001
031061848013 Manganese 0.00058 J mg/L 0.0029 mg/L None.
03112011111A TOC 0.55J mg/L 2.75 mg/L None.
03113011112B TOC 0.61J mg/L 3.05 mg/L MWB004-042103 PZ0191-042103




TABLE 3

MATRIX SPIKE/MATRIX SPIKE DUPLICATE EXCEEDANCES

APRIL 2003 GROUNDWATER SAMPLING EVENT
DAYTON THERMAL PRODUCTS

MS/MSD Recovery RPD
Batch Compound % Recovery Limits RPD Limit Associated Results
LO31191AA 1,1-Dichloroethane ---/70 79-135 30 MW118-042303 MWO015S-042303
LO31191AB Chloroethane 0/-41 58-136 - 30 MWO018S-042203 MWAQ004-042303

MWAO005-042303 MWAO006-042303
MWAO006-042303DUP MWB003-042303
MWC004-042303 PZ008D-042303
PZ0081-042303 PZ008S-042303
PZ009-042303 PZ012D-042303
PZ0121-042303 PZ131-042303
PZ0151-042303 Trip Blank

031141848003 Iron 52/70 75-125 20 MIP-08-40* MIP-04-55*
MW027S-041703* PZ-0251-041703*
EB-001

03101106001A Nitrate 89 90-110 20 MIP-01-050

03106106001B Nitrate 117 90-110 20 MIP-03-045

03112106002B Nitrate 87 90-110 --- 20 MIP-05-45 MIP-05-45
MIP-09-65 MWO037S-041603
PZ032D-041603 PZ0341-041603
PZ040D-041603

03102105101B Nitrite 52 90-110 20 MIP-03-045

NOTES-

- Results within recovery or RPD limuts.
MS/MSD  Matrix Spike/Matrix Spike Duplicate.

RPD Relative Percent Difference.
* Total and Dissolved analyses.
RPDs within 10 percent were considered acceptable.




TABLE 4

FIELD DUPLICATE PRECISION
APRIL 2003 GROUNDWATER SAMPLING EVENT
DAYTON THERMAL PRODUCTS

Sample Field Duplicate
Sample ID Field Duplicate ID Laboratory Compound Units Concentration Concentration RPD
MWAO006-042303 | MWAO006-042303-DUP Lancaster 1.1,1-Trichloroethane ug/L 410 380 7.6
1,1,2-Trichloroethane ug/L 2] 3] 40.0*
1,1-Dichloroethane ug/L 35 40 13.3
1,1-Dichloroethene ug/L 160 200 222
Chloroform ug/L 3] 3] O*
cis-1,2-Dichloroethene ug/L 1,500 1,700 12.5
trans-1,2-Dichloroethene ug/L 47 57 19.2
Trichloroethene ug/L 2,000 2,300 14.0
Vinyl Chloride ug/L 20 26 26.1
PZ0221-042203 PZ0221-042203-DUP Lancaster Trichloroethene ug/L 10 10 0
Alkalinity to pH 4.5 mg/L 293 294 03
COD, dissolved mg/L ND 13.91] -
Hardness mg/L 380 382 0.5
Ferric Iron mg/L 0.34 0.30 12.5
Iron mg/L 0.342 0300 13.1
Manganese mg/L 0.208 0.199 4.4
Sulfate mg/L 64.7 70.6 8.7
TOC mg/L 0.94] 1.1] 15.7
PZ0371-041603 PZ0371-041603-DUP Lancaster 1,1,1-Trichloroethane ug/L 19 19 0
1,1-Dichloroethane ug/L 8 8 0
1,1-Dichloroethene ug/L 4] 4] 0*
cis-1,2-Dichloroethene ug/L 11 11 0
trans-1,2-Dichloroethene ug/L 1] 17J 0*
Trichloroethene ug/L 3,200 3,000 6.5




TABLE 4

FIELD DUPLICATE PRECISION
APRIL 2003 GROUNDWATER SAMPLING EVENT
DAYTON THERMAL PRODUCTS

Field Duplicate
Concentration

RPD

Sample
Sample ID Field Duplicate ID Laboratory Compound Units Concentration
NOTES:
- RPD not calculated, compound not detected 1n exther the sample or its field duplicate.
J Positive value qualified as estimated.
ND Not detected.

RPD Relative Percent Difference.
Not detected 1n the parent sample, RPD not calculated.
* Results were within + the reporting himit and considered acceptable.
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ANALYTICAL RESULTS
Prepared for

DaimlerChrysler Corporation
PO Box 537933

Livonia M1 48153-7933
248-576-5741

Prepared by
Lancaster Laboratones

2425 New Holland Pike
Lancaster. PA 17605-2425

SAMPLE GROUP

The sample group for this submuttal i1s 847806. Samples arrived at the laboratory on Wednesday, April 09,
2003 The PO# for this group is N99C403749-B.

Chent Description Lancaster Labs Number
MIP-01-050 Grab Water Sample 4024506
MIP-01-050-Filtered Grab Water Sample 4024507

Trip_Blank Water Sample , 4024508

1 COPY TO Earth Tech Attn Ms Lisa Smith

I COPY TO Earth Tech Attn. Mr. Justin Kelley

Questions? Contact your Client Services Representative
Katherine A Klinefelter at (717) 656-2300.

Respectfully Submi_{_l»e_q,A

Erik J. Frederiksen = - -
Group Leader .

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev. 3/10/03
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Dilution
Factor

Page I of 2
Lancaster Laboratories Sample No. WW 4024506
Collected:04/08/2003 18:15 by DD Account Number: 10160
Submitted: 04/09/2003 09:10 DaimlerChrysler Corporation
Reported: 04/24/2003 at 10:33 PO Box 537933
Discard: 06/24/2003
MIP-01-050 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
050-- SDG#: DCL52-01
As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detegtion Units Factor
01754 Iron 7439-89-6 132. OPé?;t mg/1 1
01758 Manganese 7439-96-5 3.5 0.00050 mg/1 1
09544 Ferric Iron n.a. 20 J 1.6 1
00201 Alkalinity to pH 8.3 n.a. 81.5 0.41 mg/l as 1
CaCo3
Thas sample’s 1nitial pH was measured at 7.4. Because the alkalainaty of thas
sample was too high to analyze as received, it was diluted This dilution
altered the starting sample pH to 8.7 which in turn, yielded an alkalinity
result at the pH 8.3 level.
00202 Alkalinity to pH 4.5 n.a. 3,660. 0 41 mg/1l as 1
CaCo3
00216 Total Hardness 471-34-3 3,360. 24.5 mg/1l as 50
Caco3
00219 Nitrite Nitrogen 14797-65-0 N D. 0.015 mg/1 1
00220 Nitrate Nitrogen 14797-55-8 N.D. 0.040 mg/1 1
00229 Sulfite 14265-45-3 N D. 1.2 ng/1 1
The 40 CFR Part 136 requires that analysis for sulfite be performed
immediately (withain 15 minutes) upon sample collection. Although thas
analysis 1s performed promptly upon receipt at the laboratory, the results
may not be acceptable for NPDES compliance monitoraing.
00234 Chemical Oxygen Demand n.a. 907. 28.0 mg/1l 2
00273 Total Organic Carbon n.a 41.3 0.50 mg/1 1
01125 sSulfate (turbidimetrac) 14808-79-8 N.D. 600. mg/1 400
Due to interferences from the sample matrix, the reportaing laimit for
the sulfate determination was increased.
08344 Ferrous Iron n.a 130. 1.6 mg/1 200
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 7.3 1.0 ug/1 1
07108 Ethene 74-85-1 1.8 J 1.0 ug/1
The sample for TOC analysis was subsampled from an unpreserved
container. The origainal TOC container was received empty.
Laboratory Chronicle
CAT Analysis
No Analysis Name Method Trial# Date and Time Analyst
01754 Iron SW-846 6010B 1 04/15/2003 08:55 Joanne M Gates

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

2216 Rev 3/10/03
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Page 2 of 2
Lancaster Laboratories Sample No. WW 4024506
Collected:04/08/2003 18:15 by DD Account Number: 10160
Submitted: 04/09/2003 09:10 DaimlerChrysler Corporation
Reported: 04/24/2003 at 10:33 PO Box 537933
Discard: 06/24/2003
MIP-01-050 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
050-- SDG#: DCL52-01
01758 Manganese SW-846 6010B 1 04/17/2003 22.24 Lesley A Bensinger 1
09544 Ferric Iron calculataon 1 04/17/2003 11:40 Jane B Follweiler 1
00201 Alkalinity to pH 8 3 EPA 310 1 1 04/12/2003 04:14 Susan A Engle 1
00202 Alkalinity to pH 4.5 EPA 310.1 1 04/12/2003 04:14 Susan A Engle 1
00216 Total Hardness EPA 130.2 {(modified) 1 04/15/2003 09 48 Susan A Engle 50
00219 Nitrite Nitrogen EPA 353 2 1 04/10/2003 11:50 Tamothy M Petree 1
00220 Nitrate Nitrogen EPA 353 2 1 04/11/2003 10:57 Ramona V Goss 1
00229 Sulfaite EPA 377.1 1 04/11/2003 09-00 Michele L Graham 1
00234 Chemical Oxygen Demand EPA 410.1 1 04/23/2003 05:45 Susan A Engle 2
00273 Total Organic Carbon EPA 415.1 1 04/15/2003 14:19 Timothy M Petree 1
01125 Sulfate {(turbidimetric) EPA 375.4 1 04/17/2003 07:10 Susan A Engle 400
08344 Ferrous Iron SM 18, 3500-Fe D 1 04/09/2003 19:00 Daniel S Smath 200
{modified)
07105 Volatile Headspace SW-846 8015B, modified 1 04/18/2003 12-10 Lisa A Johnson 1
Hydrocarbon
01848 WW SWB846 ICP Digest (tot SW-846 3005A 1 04/11/2003 10 10 Christine Conlan 1
rec)

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 . 2216 Rev. 3/10/03




_ancaster
Laboratories

Page | of 1

Lancaster Laboratories Sample No. WW 4024507

Collected:04/08/2003 18:15 by DD Account Number: 10160

Submitted: 04/09/2003 09:10 DaimlerChrysler Corporation

Reported: 04/24/2003 at 10:33 PO Box 537933

Discard: 06/24/2003

MIP-01-050-Filtered Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

050-F SDG#: DCL52-02

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 10.6 0.035 mg/1 1
04001 Chemical Oxygen Demand n.a. 27.0 J 8.8 mg/1 1
This sample was field filtered for dissolved metals and COD.
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 04/15/2003 09:00 Joanne M Gates 1
04001 Chemical Oxygen Demand EPA 410.4 04/11/2003 09:05 Susan A Engle 1
01848 WW SWB46 ICP Digest ({tot SW-846 3005A 04/11/2003 10:10 Chraistine Conlain 1

rec)

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

tancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

2216 Rev 3/10/G3
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Page 1 of 2
Lancaster Laboratories Sample No. WW 4024508
Collected: n.a. Account Number: 10160
Submitted: 04/09/2003 09:10 DaimlerChrysler Corporation
Reported: 04/24/2003 at 10:34 PO Box 537933
Discard: 06/24/2003
Trip_Blank Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
050TB SDG#: DCL52-03TB*
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
06291 TCL by 8260 (water)
02010 Methyl Tertiary Butyl Ether 1634-04-4 N.D. Q5 ug/1 1
05385 Chloromethane 74-87-3 N.D. 1 ug/1 1
05386 Vanyl Chlorade 75-01-4 N.D. 1 ug/1 1
05387 Bromomethane 74-83-9 N.D. 1 ug/1 1
05388 Chloroethane 75-00-3 N.D. 1. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 0.8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 N D. 1. ug/1 1
05395 c1s-1,2-Dichlorocethene 156-59-2 N.D. 0.8 ug/1 1
05396 Chloroform 67-66-3 N.D. 0. ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 0.8 ug/1 1
05399 Carbon Tetrachloriade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 0.5 ug/1 1
05402 1,2-Dachloroethane 107-06-2 N.D. 1 ug/1 1
05403 Trachloroethene 79-01-6 N D. 1 ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1 ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1 ug/1 1
05407 Toluene 108-88-3 N.D. [0} ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 0. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 0.8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1 ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1 ug/1 1
06302 Acetone 67-64-1 N.D. 6 ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1 ug/1 1
06305 2-Butanone 78-93-3 N.D. 3 ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1 ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N.D. 1 ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3 ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1
06310 Xylene (Total) 1330-20-7 N.D. 0.8 ug/1 1
Due to an instrument problem, the sample was analyzed from a vial with

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2200 Fax 717-656-2681

MEMBER

2216 Rev 3/10/03
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Page 2 of 2

Lancaster Laboratories Sample No. WW 4024508

Collected: n.a. Account Number: 10160
Submitted: 04/09/2003 09:10 DaimlerChrysler Corporation
Reported: 04/24/2003 at 10:34 PO Box 537933

Discard: 06/24/2003

Trip Blank Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH

050TB SDG#: DCL52-03TB*

Ag Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
headspace.

Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/11/2003 18 20 Marc S Neal 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/11/2003 18 20 Marc S Neal n.a.

Lancaster Labaratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03

MEMBER
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Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 847806
Reported: 04/24/03 at 10:34 AM

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis Name Result MDL Units %REC %REC Limits RPD RPD Max
Batch number: 03095834401A Sample number (s)- 4024506
Ferrous Iron N.D. 008 mg/1 100 90-112
Batch number: 03100105101A Sample number(s): 4024506
Nitrite Nitrogen N D. 015 mg/1 102 90-110
Batch number: 03101022901A Sample number(s): 4024506
Sulfaite N D. 1.2 mg/1 86 68-103
Batch number. 031011060012 Sample number(s): 4024506
Nitrate Nitrogen N.D .04 mg/1 100 90-110
Batch number: 031011848001 Sample number (s): 4024506-4024507
Iron N.D .0349 mg/1 107 91-114
Manganese N.D. .0QQ0s mg/1 101 93-110
Batch number: 03101400101A Sample number(s): 4024507
Chemical Oxygen Demand 102 95-107
Batch number: 03102020201A Sample number(s): 4024506
Alkalanity to pH 4 5 100 97-106
Batch number: 03105011111A Sample number(s): 4024506
Total Organic Carbon N.D .5 mg/1 95 89-115
Batch number: 03105021601A Sample number (s) - 4024506
Total Hardness N.D .49 mg/l as 104 98-107

Ca

Batch number: 03107112501A Sample number(s): 4024506
Sulfate (turbidimetrac) N.D 1.5 mg/1 100 90-110
Batch number: 031080002A Sample number (s): 4024506
Ethane N.D 1. ug/1 108 80-120
Ethene N.D 1. ug/1 113 80-120
Batch number: 03113023401A Sample number(s): 4024506
Chemical Oxygen Demand 102 53-125
Batch numbexr: LO31011AA Sample number (s): 4024508
Methyl Tertiary Butyl Ether N.D. .5 ug/1 950 77-127
Chloromethane N.D. 1. ug/1 89 63-134
vinyl Chloride N.D 1. ug/1 83 71-129
Bromomethane N.D. 1. ug/1 87 42-126
Chloroethane N.D. 1. ug/1 74 54-127
1,1-Dichloroethene N.D. .8 ug/1 86 79-130
Methylene Chloride N.D. 2. ug/1 88 82-122
trans-1, 2-Dichloroethene N.D. .8 ug/1 92 81-124
1,1-Dichloroethane N.D. 1 ug/1 93 77-129
cis-1,2-Dichloroethene N.D .8 ug/1 99 84-117
Chloroform N.D .8 ug/1 101 86-124
1,1,1-Trachloroethane N.D. .8 ug/1 104 83-127
Carbon Tetrachloride N.D 1. ug/1 105 77-130
Benzene N.D. .5 ug/1 99 85-117
1,2-Dichloroethane N.D. 1. ug/1 99 77-132

*. Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc.

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 847806
Reported: 04/24/03 at 10:34 AM

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis Name Result MDL Units %REC $REC Limits RPD RPD Max
Trichloroethene N.D. 1. ug/1 99 87-117
1,2-Dichloropropane N.D. 1. ug/1 95 80-117
Bromodichloromethane N.D. 1. ug/1 100 83-121
Toluene N.D. .7 ug/1 96 85-115
1,1,2-Trichloroethane N.D. .8 ug/1 96 86-113
Tetrachloroethene N.D. .8 ug/1 113 82-126
Dibromochloromethane N.D. 1. ug/1 98 78-119
Chlorobenzene N.D. .8 ug/1 100 85-115
Ethylbenzene N.D .8 ug/1 105 82-119
Styrene N.D. 1. ug/1 97 84-117
Bromoform N.D. 1. ug/1 102 63-122
1,1,2,2-Tetrachloroethane N.D. 1. ug/1 90 72-119
Acetone N.D. 6. ug/1 39 33-179
Carbon Disulfaide N.D. 1 ug/1 88 83-133
2-Butanone N D 3. ug/1 64 53-149
trans-1,3-Dichloropropene N D. 1. ug/1 93 79-114
c1s-1, 3-Dichloropropene N D 1. ug/1 94 78-114
4-Methyl-2-pentanone N.D 3 ug/1 84 63-130
2-Hexanone N D 3. ug/1 72 57-135
Xylene (Total) N D 8 ug/1 104 84-120

Sample Matrix Quality Control
MS MSD MS /MSD RPD BKG DUP DUp Dup
RPD

Analysis Name %REC SREC Limits RPD MAX Conc Conc RPD Max
Batch number 03099834401A Sample number (s): 4024506
Ferrous Iron 100 100 40-149 0 ) 7.1 7.1 1 (1) 20
Batch number- 03100105101A Sample number(s): 4024506
Naitraite Naitrogen 103 90-110 N D. N.D. 200* (1) 20
Batch number 03101022901A Sample number(s): 4024506
Sulfate 57 54 29-104 5 20 N.D. N.D. 0 (1) 20
Batch number 03101106001A Sample number{s): 4024506
Nitrate Nitrogen 89* 90-110 1.3 1.3 2 2
Batch number 031011848001 Sample number (s): 4024506-4024507
Iron 116 120 75-125 1 20 2.3 2.6 9 20
Manganese 107 106 85-111 0 20 1.1 1.2 4 20
Batch number 03101400101A Sample number (s): 4024507
Chemical Oxygen Demand 101 103 82-111 1 2 3,180. 3,130. 1 4
Batch number: 03102020201A Sample number (s): 4024506
Alkalinity to pH 8 3 N.D. N.D. 0 (1) 4
Alkalinaty to pH 4.5 73 73 64-130 0 2 139. 140. 0 4
Batch number: 03105011111A Sample number (s) . 4024506
Total Organic Carbon 96 63-136 4.1 4.3 5* (1) 3
Batch number: 03105021601A Sample number(s): 4024506

k- Qutside of specification
(1) The result for cne or both determinations was less than five tmes the LOQ.
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Quality Control Summary
Client Name: DaimlerChrysler Corporation Group Number: 847806
Reported: 04/24/03 at 10:34 AM
Sample Matrix Quality Control
MS MSD MS/MSD RPD BKG DUP DUP Dup
RPD

Analysis Name * %REC %REC Limits RPD MAX Conc Conc RPD Max
Total Hardness 98 99 93-115 1 2 77 0 75.2 2 4
Batch number. 03107112501A Sample number {s): 4024506
Sulfate (turbadimetrac) 98 100 69-124 1 4 28 2 28.7 2 4
Batch number: 031080002A Sample number (s): 4024506
Ethane 98 98 74-121 0 20
Ethene 108 108 73-133 0 20
Batch number. 03113023401A Sample number (s). 4024506
Chemical Oxygen Demand 104 104 67-132 7 20 889, 000. 890,000 0 13
Batch number: L0O31011AA Sample number(s): 4024508
Methyl Tertiary Butyl Ether 94 94 69-134 ¢] 30
Chloromethane 103 102 66-142 1 30
Vinyl Chloride 109 108 64-148 1 30
Bromomethane 97 98 48-132 1 30
Chloroethane 102 96 58-136 6 30
1,1-Dichloroethene 107 102 78-146 5 30
Methylene Chloride 99 98 80-126 1 30
trans-1,2-Dichloroethene 103 101 82-133 2 30
1,1-Dichloroethane 103 102 79-135 2 30
ci1s-1,2-Dichloroethene 106 103 83-126 3 30
Chloroform 107 105 77-133 2 30
1,1,1-Traichloroethane 117 113 82-135 4 30
Carbon Tetrachloraide 112 110 73-144 2 30
Benzene 109 104 83-128 4 30
1,2-Dichloroethane 107 103 73-136 4 30
Trichlorcoethene 113 108 75-135 4 30
1,2-Dichloropropane 102 102 81-121 0 30
Bromodichloromethane 97 95 81-127 3 30
Toluene 109 108 83-127 0 30
1,1,2-Trichloroethane 104 102 77-125 2 30
Tetrachloroethene 122 122 75-143 0 30
Dibromochloromethane 87 88 73-119 2 30
Chlorobenzene 109 107 83-120 2 30
Ethylbenzene 114 112 82-134 1 30
Styrene g2 91 67-137 2 30
Bromoform 79 78 64-119 1 30
1,1,2,2-Tetrachloroethane 95 94 69-121 1 30
Acetone 48 50 26-148 37 30
Carbon Disulfide 100 99 78-150 1 30
2-Butanone 74 74 42-140 (¢} 30
trans-1, 3-Dichloropropene 93 95 75-117 3 30
ci1s-1,3-Dichloropropene 95 94 76-117 1 30
4-Methyl-2-pentanone 87 87 59-132 0 30
2-Hexanone 82 84 53-134 2 30
Xylene (Total) 114 112 82-130 2 30

Surrogate Quality Control

*. Qutside of specification
(1) The result for one or both determinations was less than five umes the LOQ.
{2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc.

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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Quality Control Summary
Client Name: DaimlerChrysler Corporation Group Number: 847806
Reported: 04/24/03 at 10:34 AM
Surrogate Quality Control
Analysis Name: Volatile Headspace Hydrocarbon
Batch number- 031080002A
Propene
4024506 114
Blank 106
LCS 119
MS 110
MSD 109
Limits: 74-120
Analysis Name: TCL by 8260 {water)
Batch number- L031011AA
Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-ds 4 -Bromofluorobenzene
4024508 94 86 90 86
Blank 92 89 88 84
LCS 95 87 88 88
MS 91 90 89 90
MSD 92 86 93 91
Limits: 81-120 82-112 85-112 83-113

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratones, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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ANALYTICAL RESULTS
Prepared for

DaimlerChrysler Corporanion
PO Box 537933

Livonia M1 48153-7933
248-576-5741

Prepared by-
Lancaster Laboratonies

2425 New Holland Pike
Lancaster, PA 17605-2425

SAMPLE GROUP

The sample group for this submittal 1s 848 1 80. Samples arrived at the laboratory on Friday, April 11, 2003.
The PO# for this group 1s N99C403749-B.

Client Description Lancaster Labs Number
MIP-07-050 Grab Water Sample 4026347
MIP-07-050-Filtered Grab Water Sample 4026348

MIP-010-053 Grab Water Sample 4026349
MIP-010-053-Filtered Grab Water Sample 4026350

Trip_Blank Grab Water Sample 4026351

1 COPY TO Earth Tech Attn: Ms. Lisa Smith

1 COPY TO Earth Tech Attn: Mr. Justin Kelley

Questions? Contact your Client Services Representative
Katherine A Klinefelier at (717) 656-2300.

Respectfully Submitted,

Lancaster Laboratories, Inc.

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03




L ancaster
¥ Laboratories

Dilution
Factor

Page 1 of 2
Lancaster Laboratories Sample No. WW 4026347
Collected:04/10/2003 09:00 by DD Account Number: 10160
Submitted: 04/11/2003 09:30 DaimlerChrysler Corporation
Reported: 05/01/2003 at 14:58 PO Box 537933
Discard: 07/01/2003
MIP-07-050 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
MIPO7 SDG#: DCL54-01
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 47 4 0 0349 mg/1 1
01758 Manganese 7439-96-5 2.6 0.00050 mg/1 1
09544 Ferric Iron n.a. 25. 0 80 mg/1 1
00201 Alkalinity to pH 8.3 n.a. N.D. 0.41 mg/l as 1
CaCo3
00202 Alkalinity to pH 4 5 n a 778 0.41 mg/l as 1
CaCo3
00216 Total Hardness 471-34-3 1,560 4.9 mg/l as 10
CaCo3
00219 Nitrite Naitrogen 14797-65-0 N D. 0.015 mg/1 1
00220 Nitrate Nitrogen 14797-55-8 2.9 0.040 mg/1 1
00229 Sulfite 14265-45-3 N D. 1.2 mg/1 1
The 40 CFR Part 136 requires that analysas for sulfite be performed
immediately (withain 15 minutes) upon sample collectaon. Although this
analysis is performed promptly upon receipt at the laboratory, the results
may not be acceptable for NPDES compliance monitoring
00234 Chemical Oxygen Demand n a. 46 5 J 14.0 mg/1 1
00273 Total Organac Carbon n.a. 1.8 J 0.50 mg/1 1
01125 Sulfate (turbidimetric) 14808-79-8 N.D. 75 0 mg/1l 50
Due to interferences from the sample matrix, the reporting limat for
the sulfate determination was 1increased.
08344 Ferrous Iron n.a. 22.7 0.80 mg/1 100
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 12. 10 ug/1 1
07108 Ethene 74-85-1 3.1 J 10 ug/1 1
The sample for TOC analysis was subsampled from an unpreserved
container. The origainal TOC container was received broken.
Laboratory Chronicle
CAT Analysis
No. Analysis Name Method Trial# Date and Time Analyst
01754 Iron SW-846 6010B 1 04/21/2003 22:18 Lesley A Bensinger 1
01758 Manganese SW-846 6010B 1 04/21/2003 22:18 Lesley A Bensinger 1
09544 Ferric Iron SW-846 6010B modified 1 04/30/2003 10:26 Ramona V Goss 1
00201 Alkalinity to pH 8.3 EPA 310.1 1 04/12/2003 04:14 Susan A Engle 1
00202 Alkalinity to pH 4.5 EPA 310.1 1 04/12/2003 04:14 Susan A Engle 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

2216 Rev. 3/10/03
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Page 2 of 2
Lancaster Laboratories Sample No. WW 4026347
Collected:04/10/2003 09:00 by DD Account Number: 10160
Submitted: 04/11/2003 09:30 DaimlexrChrysler Corporation
Reported: 05/01/2003 at 14:58 PO Box 537933
Discard: 07/01/2003
MIP-07-050 Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH

MIPO7 SDG#: DCL54-01

00216 Total Hardness EPA 130.2 (modified) 1 04/15/2003 09:48 Susan A Engle 10
00219 Nitrite Nitrogen EPA 353.2 1 04/11/2003 15.21 Timothy M Petree 1
00220 Nitrate Nitrogen EPA 353.2 1 04/16/2003 14-54 Ramona V Goss 1
00229 Sulfaite EPA 377.1 1 04/14/2003 10 15 Michele L Graham 1
00234 Chemical Oxygen Demand EPA 410.1 1 04/23/2003 05 45 Susan A Engle 1
00273 Total Organic Carbon EPA 415.1 1 04/14/2003 18 08 Timothy M Petree 1
01125 Sulfate (turbidimetric) EPA 375.4 1 04/17/2003 07:10 Susan A Engle 50
08344 Ferrous Iron SM 18, 3500-Fe D 1 04/12/2003 08 30 Daniel S Smith 100
{modified)
07105 Volatile Headspace SW-846 8015B, modified 1 04/18/2003 12:52 Lisa A Johnson 1
Hydrocarbon
01848 WW SWB46 ICP Digest {(tot SW-846 3005A 1 04/16/2003 21:10 James L Mertz 1
rec)

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4026348
Collected:04/10/2003 09:00 by DD

Submitted: 04/11/2003 09:30

Reported: 05/01/2003 at 14:58

Discard: 07/01/2003
MIP-07-050-Filtered Grab Water Sample

Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH

MIP7F SDG#: DCL54-02
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 3.27 0.0349 mg/1 1
04001 Chemical Oxygen Demand n.a. N.D 8.8 mg/1 1
This sample was field filtered for dissolved metals and COD
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 04/21/2003 22.23 Lesley A Bensinger 1
04001 Chemical Oxygen Demand EPA 410.4 04/15/2003 05:53 Susan A Engle 1
01848 WW SW846 ICP Digest (tot SW-846 3005A 04/16/2003 21:10 James L Mertz 1

rec)

Lancaster Laboratories, Inc.
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER
&

Page 1 of 1
Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW 4026349
Collected:04/10/2003 13:00 by DD Account Number: 10160
Submitted: 04/11/2003 09:30 DaimlerChrysler Corporation
Reported: 05/01/2003 at 14:58 PO Box 537933
Discard: 07/01/2003
MIP-010-053 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
MIP10O SDG#: DCL54-03
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 275 0.0349 mg/1
01758 Manganese 7439-96-5 24.8 0.0050 mg/1 10
09544 Ferric Iron n.a. 260 0.20 mg/1 1
00201 Alkalinity to pH 8.3 n.a. N.D. 0.41 mg/1l as 1
CaCo03
00202 Alkalainity to pH 4.5 n a 1,260. 0.41 mg/l as 1
CaCo03
00216 Total Hardness 471-34-3 3,060. 24 5 mg/l as 50
CaCo3
00219 Nitrite Nitrogen 14797-65-0 0.061 0.015 mg/1 1
00220 Nitrate Nitrogen 14797-55-8 3.4 0 040 mg/1 1
00229 Sulfaite 14265-45-3 N.D. 12 mg/1 1
The 40 CFR Part 136 requires that analysas for sulfite be performed
immediately (within 15 minutes) upon sample collection. Although this
analysis 1s performed promptly upon receapt at the laboratory, the results
may not be acceptable for NPDES compliance monitoring
00234 Chemical Oxygen Demand n.a. 260. 14.0 mg/1 1
00273 Total Organic Carbon n.a. 18 J 0.50 mg/1
01125 Sulfate (turbidimetric) 14808-79-8 N D. 30.0 mg/1 20
Due to interferences from the sample matrix, the reporting limit for
the sulfate determination was increased.
08344 Ferrous Iron na. 12.8 0.20 mg/1 25
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 25. 1.0 ug/1
07108 Ethene ‘ 74-85-1 11. 1.0 ug/1
The surrogate data in the oraginal analysis 1s outside the QC limats.
Results from the reanalysis are also outside the QC lamits, aindicating
possible matrix interference.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 1 04/21/2003 22:36 Lesley A Bensinger 1
01758 Manganese SW-846 6010B 1 04/29/2003 22:06 Donna R Sackett 10
09544 Ferric Iron SW-846 6010B modified 1 04/30/2003 10:08 Ramona V Goss 1
00201 Alkalinity to pH 8.3 EPA 310.1 1 04/12/2003 04 14 Susan A Engle 1

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax. 717-656-2681 2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4026349

Collected:04/10/2003 13:00 by DD

Submitted: 04/11/2003 09:30

Reported: 05/01/2003 at 14:58

Discard: 07/01/2003

MIP-010-053 Grab Water Sample

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

MIP10 SDG#: DCL54-03

00202 Alkalinity to pH 4 5 EPA 310.1

00216 Total Hardness EPA 130.2 (modafied)

00219 Nitrate Nitrogen EPA 353.2

00220 Nitrate Nitrogen EPA 353.2

00229 Sulfate EPA 377.1

00234 Chemical Oxygen Demand EPA 410.1

00273 Total Organic Carbon EPA 415.1

01125 Sulfate (turbidaimetraic) EPA 375.4

08344 Ferrous Iron SM 18, 3500-Fe D
(modifaied)

07105 Volatile Headspace SW-846 8015B, modified

Hydrocarbon
01848 WW SW846 ICP Digest (tot SW-846 3005A
rec)

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

04/12/2003 04 14
04/15/2003 09-48
04/11/2003 15:22
04/16/2003 14:56
04/14/2003 10:15
04/23/2003 05:45
04/14/2003 18:16
04/17/2003 07:10
04/12/2003 08 30

Susan A Engle
Susan A Engle
Taimothy M Petree
Ramona V Goss
Michele L Graham
Susan A Engle
Timothy M Petree
Susan A Engle
Daniel S Smith
04/18/2003 13 23 Lisa A Johnson

04/16/2003 21:10 James L Mertz

2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4026350

Collected:04/10/2003 13:00 by DD Account Number: 10160

Submitted: 04/11/2003 09:30 DaimlerChrysler Corporation

Reported: 05/01/2003 at 14:58 PO Box 537933

Discard: 07/01/2003

MIP-010-053-Filtered Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

MI1O0F SDGH#: DCL54-04

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 0.863 0 0349 mg/1 1
04001 Chemical Oxygen Demand n.a. N.D. 8 8 mg/1 1
This sample was field filtered for dissolved metals and COD.
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 04/29/2003 22:20 Donna R Sackett 1
04001 Chemical Oxygen Demand EPA 410.4 04/15/2003 05:53 Susan A Engle 1
01848 WW SW846 ICP Digest (tot SW-846 3005A 04/16/2003 21:10 James L Mertz 1

rec)

Lancaster Laboratortes, Inc.
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4026351
Collected: n.a. Account Number: 10160
Submitted: 04/11/2003 09:30 DaimlerChrysler Corporation
Reported: 05/01/2003 at 14:58 PO Box 537933
Discard: 07/01/2003
Trip_ Blank Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
MIPTB SDGH#: DCL54-05TB*

A3 Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

02010 Methyl Tertiary Butyl Ether 1634-04-4 N.D 0.5 ug/1 1
05385 Chloromethane 74-87-3 N.D 1. ug/1 1
05386 Vinyl Chloride 75-01-4 N.D 1. ug/1 1
05387 Bromomethane 74-83-9 N.D 1. ug/1 1
05388 Chloroethane 75-00-3 N D. 1. ug/1l 1
05390 1,1-Dichloroethene 75-35-4 N.D. 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N D. 0.8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 N D. 1. ug/1 1
05395 c1s-1,2-Dichloroethene 156-59-2 N D. 0.8 ug/1 1
05396 Chloroform 67-66-3 N.D. 0.8 ug/1l 1
05398 1,1,1-Trichloroethane 71-55-6 N D. 0 8 ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N D. 0.5 ug/1l 1
05402 1,2-Dichloroethane 107-06-2 N D. 1. ug/1 1
05403 Trichloroethene 79-01-6 N.D 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 0.7 ug/1l 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 0.8 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 0.8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1
05418 Styrene 100-42-5 N D. 1. ug/1 1
05419 Bromoform 75-25-2 N D. 1. ug/1 1
05421 1,1,2,2-Tetrachlorcethane 79-34-5 N.D. 1. ug/1 b
06302 Acetone 67-64-1 N D. 6 ug/1 1
06303 Carbon Disulfide 75-15-0 N D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1l 1
06309 2-Hexanone 591-78-6 N.D. 3 ug/1 1
06310 Xylene (Total) 1330-20-7 N D. 0.8 ug/1l 1

A site-specific MSD sample was not submitted for the project A LCS/LCSD

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4026351

Collected: n.a.

Submitted: 04/11/2003 09:30
Reported: 05/01/2003 at 14:58
Discard: 07/01/2003

Trip Blank Grab Water Sample

Site Code: SC0N01 RFA# ET03020
Dayton Thermal /Dayton, OH

MIPTB SDGH#: DCL54-05TB*

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit

was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

CAT

No. Analysis Name Method

06291 TCL by 8260 (water) SW-846 8260B
01163 GC/MS VOA Water Prep SW-846 5030B

Lancaster Laboratanes, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

Analysis Dilution
Trial# Date and Time Analyst Factor
1 04/16/2003 01 05 Parker D Lindstrom 1

1

04/16/2003 01 05 Parker D Lindstrom

2216 Rev. 3/10/03
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Page 1 of 4
Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 848180
Reported: 05/01/03 at 02:58 PM

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis Name Result MDL Units %$REC %REC Limits RPD RPD Max
Batch number: 03101105101A Sample number (s): 4026347,4026349
Nitrite Nitrogen N D. .015 mg/1 103 90-110
Batch number: 03102020201A Sample number (s): 4026347,4026349
Alkalinity to pH 4 5 100 97-106
Batch number: 03102834401A Sample number (s): 4026347,4026349
Ferrous Iron N.D. 008 mg/1 101 90-112
Batch number: 03104011114B Sample number(s): 4026347,4026349
Total Organic Carbon N.D. S mg/1 105 89-115
Batch number: 03104022901A Sample number (s). 4026347,4026349
Sulfite N D 12 mg/1 77 68-103
Batch number. 03105021601A Sample number (s) - 4026347,4026349
Total Hardness N.D .49 mg/l as 104 98-107

Ca

Batch number: 03105400101A Sample number (s): 4026348,4026350
Chemical Oxygen Demand 100 95-107
Batch number: 03106106001A Sample number (s) - 4026347,4026349
Nitrate Nitrogen N.D 04 mg/1 106 90-110
Batch number- 031061848013 Sample number(s) - 4026347-4026350
Iron N.D. .0349 mg/1 105 91-114
Manganese 0.00058 0005 mg/1 107 93-110

J
Batch number- 03107112501A Sample number (s) - 4026347,4026349
Sulfate (turbadimetraic) N.D 1.5 mg/1 100 90-110
Batch number 031080002A Sample number(s): 4026347,4026349
Ethane N.D. 1. ug/1 108 80-120
Ethene N.D. 1 ug/1 113 80-120
Batch number 03113023401A Sample number(s). 4026347,4026349
Chemical Oxygen Demand 102 53-125
Batch number. RO31051AB Sample number(s). 4026351
Methyl Tertiary Butyl Ether N.D. .5 ug/1 101 101 77-127 1 30
Chloromethane N.D. 1. ug/1 105 106 63-134 1 30
Vinyl Chloride N.D. 1. ug/1 108 111 71-129 3 30
Bromomethane N.D. 1. ug/1 105 104 42-126 0 30
Chloroethane N.D. 1. ug/1 101 101 54-127 0 30
1,1-Dichloroethene N.D. .8 ug/1 120 117 79-130 2 30
Methylene Chloride N.D. 2. ug/1 108 108 82-122 o] 30
trans-1,2-Dichloroethene N.D. .8 ug/1 109 108 81-124 1 30
1,1-Dichloroethane N.D. 1. ug/1 108 104 77-129 4 30
c1s-1,2-Dichloroethene N.D. .8 ug/1 101 101 84-117 0 30
Chloroform N.D. .8 ug/1 102 100 86-124 1 30
1,1,1-Trachloroethane N.D. .8 ug/1 105 104 83-127 1 30
Carbon Tetrachloride N.D. 1 ug/1 110 111 77-130 1 30
Benzene N.D. .5 ug/1 103 102 85-117 2 30

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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Page 2 of 4
Quality Control Summary

Client Name: DaimlerChrysler Corporation Group Number: 848180
Reported: 05/01/03 at 02:58 PM

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis Name Result MDL Units %REC %REC Limits RPD RPD Max
1,2-Dichlorcethane N.D. 1. ug/1 98 95 77-132 4 30
Trachloroethene N D. 1. ug/1 100 97 87-117 3 30
1,2-Dichlorcpropane N D. 1. ug/1 100 98 80-117 2 30
Bromodichloromethane N.D. 1. ug/1 100 99 83-121 2 30
Toluene N D. .7 ug/1 103 103 85-115 0 30
1,1,2-Trichloroethane N D. .8 ug/1 103 103 86-113 0 30
Tetrachloroethene N D. .8 ug/1 100 100 82-126 0 30
Dibromochloromethane N D. 1. ug/1 105 105 78-119 0 30
Chlorobenzene N D. 8 ug/1 100 100 85-115 0 30
Ethylbenzene N.D. 8 ug/1 107 105 82-119 1 30
Styrene N D 1. ug/1 104 103 84-117 1 30
Bromoform N D. 1. ug/1 107 107 63-122 0 30
1,1,2,2-Tetrachlorocethane N D. 1. ug/1 104 104 72-119 0 30
Acetone N D 6 ug/1 94 94 33-179 0 30
Carbon Disulfide N D. 1. ug/1 116 115 83-133 1 30
2-Butanone N D. 3. ug/1 100 99 53-149 1 30
trans-1,3-Dichloropropene N D 1. ug/1 100 100 79-114 0 30
cis-1,3-Daichloropropene N D 1. ug/1 96 94 78-114 3 30
4-Methyl-2-pentanone N.D 3 ug/1 102 100 63-130 2 30
2-Hexanone N D. 3 ug/1 109 106 57-135 3 30
Xylene (Total) N D 8 ug/1 107 106 84-120 1 30

Sample Matrix Quality Control
MS MSD MS /MSD . RPD BKG DUP DUP Dup
RPD

Analysis Name SREC %REC Limits RPD MAX Conc Conc RPD Max
Batch number 03101105101A Sample number (s): 4026347,4026349
Nitrite Nitrogen 97 90-110 0.020 J 0.017 J 17 (1) 20
Batch number. 03102020201A Sample number (s) 4026347,4026349
Alkalinity to pH 8.3 N D. N.D 0 (1) 4
Alkalanity to pH 4.5 73 73 64-130 0 2 139. 140. o 4
Batch number. 03102834401A Sample number(s): 4026347,4026349
Ferrous Iron 93 97 40-149 2 5 22.7 21.8 4 20
Batch number. 03104011114B Sample number (s). 4026347,4026349
Total Organic Carbon 104 63-136 092 J 0.82 J 11* (1) 3
Batch number 03104022901A Sample number (s): 4026347,4026349
Sulfaite 40 39 29-104 3 20 N D. N.D. 200* (1) 20
Batch number: 03105021601A Sample number (s). 4026347,4026349
Total Hardness 98 99 93-115 1 2 77.0 75.2 2 4
Batch number- 03105400101A Sample number (s). 4026348,4026350
Chemical Oxygen Demand 100 101 82-111 1 2 8,500. 8,370. 2 4
Batch number: 03106106001A Sample number(s): 4026347,4026349
Nitrate Nitrogen 93 90-110 29 2.8 q* 2
Batch number: 031061848013 Sample number (s): 4026347-4026350

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Page 3 of 4
Quality Control Summary
Client Name: DaimlerChrysler Corporation Group Number: 848180
Reported: 05/01/03 at 02:58 PM
Sample Matrix Quality Control
MS MSD MS/MSD RPD BKG DUP DUP Dup
RPD

Analysig Name %SREC $REC Limits RPD MAX Conc Conc RPD Max
Iron (2) (2) 75-125 7 20 6 2 5.9 5 20
Manganese 106 108 85-111 1 20 0 44 0.45 2 20
Batch number 03107112501A Sample number {s). 4026347,4026349
Sulfate (turbidimetric) 98 100 69-124 1 4 28.2 28.7 2 4
Batch number: 031080002A Sample number (s). 4026347,4026349
Ethane 98 98 74-121 0 20
Ethene 108 108 73-133 0 20
Batch number: 03113023401A Sample number(s) . 4026347,4026349
Chemical Oxygen Demand 104 104 67-132 7 20 889,000. 890, 000. 0 13
Batch number: R031051AB Sample number(s): 4026351
Methyl Tertiary Butyl Ether 102 69-134
Chloromethane 109 66-142
Vinyl Chloride 112 64-148
Bromomethane 108 48-132
Chloroethane 104 58-136
1,1-Dichloroethene 126 78-146
Methylene Chloride 112 80-126
trans-1,2-Dichloroethene 114 82-133
1,1-Dachloroethane 110 79-135
cis-1,2-Dichloroethene 106 83-126
Chloroform 107 77-133
1,1,1-Trichloroethane 116 82-135
Carbon Tetrachloride 126 73-144
Benzene 108 83-128
1,2-Dichloroethane 100 73-136
Trichloroethene 104 75-135
1,2-Daichloropropane 105 81-121
Bromodichloromethane 104 81-127
Toluene 110 83-127
1,1,2-Trichloroethane 104 77-125
Tetrachloroethene 107 75-143
Dibromochloromethane 111 73-119
Chlorobenzene 104 83-120
Ethylbenzene 111 82-134
Styrene 105 67-137
Bromoform 110 64-119
1,1,2,2-Tetrachloroethane 103 69-121
Acetone 92 26-148
Carbon Disulfide 125 78-150
2-Butanone 97 42-140
trans-1, 3-Dichloropropene 100 75-117
cis-1,3-Dichloropropene 96 76-117
4-Methyl-2-pentanone 99 59-132
2-Hexanone 106 53-134
Xylene (Total) 111 82-130

Surrogate Quality Control

*- Outside of specification
(1) The result for one or both determinations was less than five imes the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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Page 4 of 4
Quality Control Summary
Client Name: DaimlerChrysler Corporation Group Number: 848180
Reported: 05/01/03 at 02:58 PM
Surrogate Quality Control
Analysis Name Volatile Headspace Hydrocarbon
Batch number 031080002A
Propene
4026347 104
4026349 135+
Blank 106
LCS 119
MS 110
MSD 109
Limits: 74-120
Analysis Name: TCL by 8260 (water)
Batch number- R031051AB
Dibromofluoromethane 1,2-Dichloroethane-d4 Toluene-ds 4 -Bromofluorobenzene
4026351 93 88 94 85
Blank 92 88 91 86
LCS 87 92 93 94
LCSD 88 92 92 93
MS 88 93 92 94
Limits: 81-120 82-112 85-112 83-113

*- Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four imes the spike added.

Lancaster Laboratones, Inc.

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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ANALYTICAL RESULTS
Prepared for

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933
248-576-5741

Prepared by
Lancaster Laboratones

2425 New Holland Pike
Lancaster, PA 17605-2425

SAMPLE GROUP

The sample group for this submittal 1s 848305. Samples arrived at the laboratory on Saturday, Apnl 12,
2003. The PO# for this group 1s N99C403749-B.

Chlient Description Lancaster Labs Number
MIP-03-045 Grab Water Sample 4026934
MIP-03-045-Filtered Grab Water Sample 4026935

1 COPY TO Earth Tech Attn Ms. Lisa Smith

| COPY TO Earth Tech Aun Mr Justin Kelley

Questions? Contact your Client Services Representative
Katherine A Klinefelter at (717) 656-2300

Respectfully Submitied,

Lancaster Laboratornes, Inc.
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

— 2216 Rev. 3/10/03
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Dilution
Factor

Page | of 2
Lancaster Laboratories Sample No. WW 4026934
Collected:04/11/2003 14:00 by DD Account Number: 10160
Submitted: 04/12/2003 10:15 DaimlerChrysler Corporation
Reported: 05/01/2003 at 14:59 PO Box 537933
Discard: 07/01/2003
MIP-03-045 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
03045 SDG#: DCL59-01
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 42.9 0 0349 mg/1 1
01758 Manganese 7439-96-5 2.9 0 00050 mg/1 1
09544 Ferric Iron n.a 30. 0 16 mg/1 1
00201 Alkalinity to pH 8.3 n.a. N.D 0 41 mg/l as 1
CaCo03
00202 Alkalinity to pH 4.5 n.a 835 0 41 mg/1l as 1
CaCo03
00216 Total Hardness 471-34-3 2,150 24 .5 mg/l as 50
CaC0o3
00219 Nitrite Nitrogen 14797-65-0 0.10 0 015 mg/1
00220 Nitrate Nitrogen 14797-55-8 3.8 0 040 mg/l
Matrix QC was performed on this sample for the Nitrate Nitrogen analysis. The
matrix spike QC type showed a matrix bias.
00229 Sulfate 14265-45-3 N.D. 12 mg/1 1
The 40 CFR Part 136 requires that analysis for sulfite be performed
1mmediately (withain 15 minutes) upon sample collection. Although thas
analysis 1s performed promptly upon receipt at the laboratory, the results
may not be acceptable for NPDES compliance monitoring.
00234 Chemacal Oxygen Demand n.a. 54.3 14.0 mg/1 1
00273 Total Organic Carbon n.a. 4.8 0 50 mg/1 1
01125 Sulfate (turbidimetric) 14808-79-8 N.D. 49.5 mg/1 33
Due to interferences from the sample matrix, the reporting limit for
the sulfate determination was 1increased.
08344 Ferrous Iron n.a. 13.3 0 16 mg/1 20
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 4 J ug/1
07108 Ethene 74-85-1 1 J 1 ug/1
Laboratory Chronicle
CAT Analysis
No. Analysis Name Method Trial# Date and Time Analyst
01754 Iron SW-846 6010B 1 04/21/2003 22.45 Lesley A Bensinger 1
01758 Manganese SW-846 6010B 1 04/21/2003 22-45 Lesley A Bensinger 1
09544 Ferric Iron SW846 6010B modafied 1 04/30/2003 10-30 Ramona V Goss 1
00201 Alkalinity to pH 8.3 EPA 310.1 1 04/15/2003 04:40 Susan A Engle 1
00202 Alkalinity to pH 4.5 EPA 310.1 1 04/15/2003 04:40 Susan A Engle 1

Lancaster Laboratories, inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW 4026934

Collected:04/11/2003 14:00 by DD

Submitted: 04/12/2003 10:15

Reported: 05/01/2003 at 14:59

Discard: 07/01/2003

MIP-03-045 Grab Water Sample

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

03045 SDG#: DCL59-01

00216 Total Hardness EPA 130 2 (modafaied)

00219 Naitrite Natrogen EPA 353 2

00220 Nitrate Nitrogen EPA 353 2

00229 Sulfite EPA 377 1

00234 Chemical Oxygen Demand EPA 410 1

00273 Total Organic Carbon EPA 415 1

01125 Sulfate (turbidaimetrac) EPA 375.4

08344 Ferrous Iron SM 18, 3500-Fe D
(modified)

07105 Volatile Headspace SW-846 8015B, modified

Hydrocarbon
01848 WW SWB46 ICP Digest (tot SW-846 3005A
rec)

Lancaster Laboratories, Inc.
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

N ]

Page 2 of 2

Account Number: 10160
DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

04/15/2003 09:48
04/12/2003 11-45
04/16/2003 15 16
04/14/2003 10-15
04/23/2003 05-45
04/22/2003 13-32
04/17/2003 07.10
04/12/2003 11:00

Susan A Engle
Michelle A Bolton
Ramona V Goss
Michele L Graham
Susan A Engle
Timothy M Petree
Susan A Engle

Daniel S Smath
04/18/2003 13:44 Ligsa A Johnson

04/16/2003 21:10 James L Mertz

2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4026935

Collected:04/11/2003 14:00 by DD Account Number:

Submitted: 04/12/2003 10:15

Reported: 05/01/2003 at 14:59 PO Box 537933
Discard: 07/01/2003

MIP-03-045-Filtered Grab Water Sample

Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH

3045F

CAT

01754
04001

CAT
No.
01754
04001
01848

SDG#: DCL59-02*

As Received

As Receilved Method
Analysis Name CAS Number Result Detection
' Limit
Iron 7435-89-6 5 45 0.0349
Chemical Oxygen Demand n.a. 9.6 J 8 8

This sample was field filtered for dissolved metals and COD

Laboratory Chronicle

Analysis
Analysis Name Method Trial# Date and Time
Iron SW-846 6010B 1 04/21/2003 22:49
Chemical Oxygen Demand EPA 410.4 1 04/15/2003 05:53
WW SW846 ICP Digest (tot SW-846 3005A 1 04/16/2003 21:10

rec)

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

Page 1 of 1

10160

DaimlerChrysler Corporation

Livonia MI 48153-7933

Dilution
Units Factor
mg/1 1
mg/1 1
Dilution
Analyst Factor

Lesley A Bensinger
Susan A Engle
James L Mertz

1
1
1

2216 Rev. 3/10/03
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Page | of 2
Quality Control Summary

"Client Name: DaimlerChrysler Corporation Group Number: 848305
Reported: 05/01/03 at 02:59 PM

Laboratory Compliance Quality Control

Blank Blank Report LCS LCSD LCS/LCSD
Analysis_ Name Result MDL Units %REC %REC Limits RPD RPD Max
Batch number: 03102105101B Sample number (s): 4026934
Nitrite Nitrogen N D. 015 mg/1 108 90-110
Batch number- 03102834401A Sample number (s): 4026934
Ferrous Iron N.D. .008 mg/1 101 90-112
Batch number: 03104022901A Sample number(s): 4026934
Sulfite N.D 1.2 mg/1 77 68-103
Batch number: 03105020201A Sample number(s): 4026934
Alkalinity to pH 4.5 101 98-103
Batch number: 03105021601A Sample number(s): 4026934
Total Hardness N D. .49 mg/l as 104 98-107

Ca

Batch number: 03105400101A Sample number (s): 4026935
Chemical Oxygen Demand 100 95-107
Batch number: 03106106001B Sample number (s): 4026934
Nitrate Nitrogen N.D 04 mg/1 106 90-110
Batch number 031061848013 Sample number(s): 4026934-4026935
Iron N D .0349 mg/1 105 91-114
Manganese 0.00058 .0005 mg/1 107 93-110

J
Batch number. 03107112501A Sample number(s): 4026934
Sulfate (turbidimetric) N.D. 1.5 mg/1 100 90-110
Batch number. 031080002A Sample number(s): 4026934
Ethane N.D. 1. ug/1 108 80-120
Ethene N.D 1 ug/1 113 80-120
Batch number: 03112011111A Sample number (s): 4026934
Total Organic Carbon 0.55 J 5 mg/1 95 89-115
Batch number: 03113023401A Sample number(s): 4026934
Chemical Oxygen Demand 102 53-125

Sample Matrix Quality Control
MS MSD MS/MSD RPD BKG Dup DUP Dup
RPD

Analysis Name %REC SREC Limits RPD MAX Conc Conc RPD Max
Batch number: 03102105101B Sample number (s): 4026934
Nitrite Nitrogen 52* 90-110 0.90 0.90 0 20
Batch number: 03102834401A Sample number(s): 4026934
Ferrous Iron 93 97 40-149 2 5 22 7 21.8 4 20
Batch number: 03104022901A Sample number (s): 4026934

*- Outside of specification
(1) The result for one or both determinations was less than five times the LOQ
(2) The background result was more than four times the spike added

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Page 2 of 2
Quality Control Summary
Client Name: DaimlerChrysler Corporation Group Number: 848305
Reported: 05/01/03 at 02:59 PM
Sample Matrix Quality Control
MS MSD MS/MSD RPD BKG DUP DUP Dup
RPD

Analysis Name %REC %REC Limits RPD MAX Conc Conc RPD Max
Sulfaite 40 39 29-104 3 20 N D N.D. 200* (1) 20
Batch number: 03105020201A Sample number (s): 4026934 .
Alkalinaty to pH 8.3 N.D. N.D. 0 (1) 4
Alkalinaty to pH 4.5 102 100 64-130 0 2 547. 548 0 4
Batch number: 03105021601A Sample number (s): 4026934
Total Hardness S8 99 93-115 1 2 77.0 75 2 2 4
Batch number: 03105400101A Sample number(s): 4026935
Chemical Oxygen Demand 100 101 82-111 1 2 8,500. 8,370. 2 4
Batch number. 03106106001B Sample number(s): 4026934
Nitrate Nitrogen 117* 90-110 3.9 4.3 11~ 2
Batch number 031061848013 Sample number (s): 4026934-4026935
Iron (2} (2) 75-125 7 20 6 2 5.9 5 20
Manganese 106 108 85-111 1 20 0.44 0.45 2 20
Batch numbex: 03107112501A Sample number(s): 4026934
Sulfate {(turbidimetric) 98 100 69-124 1 4 28 2 28.7 2 4
Batch number: 0310800027 Sample number(s): 4026934
Ethane 98 98 74-121 0 20
Ethene 108 108 73-133 0 20
Batch number. 03112011111A Sample number (s): 4026934
Total Organic Carbon 82 63-136 4.1 4.0 0 (1) 3
Batch number. 03113023401A Sample number (s): 4026934
Chemical Oxygen Demand 104 104 67-132 7 20 889,000. 890,000. o] 13

Surrogate Quality Control

Analysis Name: Volatile Headspace Hydrocarbon
Batch number: 031080002A

Propene
4026934 97
Blank 106
LCs 119
MS 110 .
MSD 109
Limits: 74-120

*- Qutside of specification
(1) The result for one or both determinations was less than five times the LOQ.
(2) The background result was more than four times the spike added.

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax. 717-656-2681 2216 Rev 3/10/03
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ANALYTICAL RESULTS
Prepared for:

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933
248-576-5741

Prepared by:
Lancaster Laboratories

2425 New Holland Pike
Lancaster, PA 17605-2425

SAMPLE GROUP

The sample group for this submitial 1s 848812. Samples arrived at the laboratory on Thursday. Apnil 17.
2003. The PO# for this group is N99C403749-B.

Client Description Lancaster Labs Number
PZ034D-041503 Grab Water Sample 4028973
PZ0341-041503 Grab Water Sample 4028974
MW034S-041503 Grab Water Sample 4028975
MWO040S-041503 Grab Water Sample 4028976
PZ040D-041503 Grab Water Sample 4028977
PZ0401-041503 Grab Water Sample 4028978
MW032S-041603 Grab Water Sample 4028979
PZ0321-041603 Grab Water Sample 4028980
PZ032D-041603 Grab Water Sample 4028981
PZ032D-041603-Filtered Grab Water Sample 4028982
PZ037D-041603 Grab Water Sample 4028983
PZ0371-041603 Grab Water Sample 4028984
PZ0371-041603-DUP Grab Water Sample 4028985
MWO037S-041603 Grab Water Sample 4028986
MW037S-041603-Filtered Grab Water Sample 4028987
PZ040D-041603 Grab Water Sample 4028988
PZ040D-041603-Filtered Grab Water Sample 4028989
PZ0341-041603 Grab Water Sample 4028990
PZ0341-041603-Filtered Grab Water Sample 4028991
TB03091 Water Sample 4028992
MIP-05-45 Grab Water Sample 4028993
MIP-05-45-Filtered Grab Water Sample 4028994
MIP-06-45 Grab Water Sample 4028995
MIP-06-45-Filtered Grab Water Sample 4028996
MIP-09-65 Grab Water Sample 4028997
MIP-09-65-Filtered Grab Water Sample 4028998

Lancaster Laboratories, Inc

2425 New Holland Ptke

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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I COPY TO Earth Tech Attn: Ms. Lisa Smith
1 COPY TO Earth Tech Attn. Mr. Justin Kelley

Questions? Contact your Chient Services Representative
Katherine A Klinefelter at (717) 656-2300

Respectfully Submutied,

et d-

Erik J. Frederiksen
- Group Leader

Lancaster Laboratories, Inc
2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax: 717-656-2681
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Page 1 of 2
Lancaster Laboratories Sample No. WW 4028973
Collected:04/15/2003 15:50 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003
PZ034D-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
Z034D SDG#: DCL63-01

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

02010 Methyl Tertaiary Butyl Ether 1634-04-4 N.D 05 ug/1 1
05385 Chloromethane 74-87-3 N.D 1. ug/1 1
05386 Vinyl Chloride 75-01-4 N D. 1 ug/1 1
05387 Bromomethane 74-83-9 N D 1 ug/1 1
05388 Chloroethane 75-00-3 N.D 1 ug/1 1
05380 1,1-Dichloroethene 75-35-4 N.D 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N D 0.8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N D 0.8 ug/1 1
05396 Chloroform 67-66-3 N D 0.8 ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 N D. 0.8 ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N D. 1. ug/1 1
05401 Benzene 71-43-2 N.D 0.5 ug/1 1
05402 1,2-Dichlorocethane 107-06-2 N D 1. ug/1 1
05403 Traichlorcethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N D 1. ug/1 1
05407 Toluene 108-88-3 N.D. 0.7 ug/1 1
05408 1,1,2-Traichloroethane 79-00-5 N.D. 0.8 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D 0.8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D 1. ug/1 1
05413 Chlorobenzene 108-90-7 N D. 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N D 0 8 ug/1 1
05418 Styrene 100-42-5 N D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1 ug/1 1
06302 Acetone 67-64-1 N D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1
06310 Xylene (Total) 1330-20-7 N D. 08 ug/1l 1
A site-specific MSD sample was not submitted for the project A LCS/LCSD

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Page 2 of 2
Lancaster Laboratories Sample No. WW 4028973
Collected:04/15/2003 15:50 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003
PZ034D-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
Z2034D SDG#: DCL63-01
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
was performed to demonstrate precision and accuracy at a batch level
Laboratory Chronicle
CAT Analysis Dilution
No Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 B8260B 1 04/18/2003 18.19 Elizabeth M Taylor 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/18/2003 18 19 Elizabeth M Taylor n.a.

Lancaster Laboratones, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER
e o

2216 Rev 3/10/03
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Lancaster Laboratories Sample No.

Collected:04/15/2003 15:55

Submitted:
Reported:

Discard: 07/12/2003

PZ034I-041503 Grab Water Sample

Site Code: SC001

Dayton Thermal/Dayton, OH

20341

CAT

06291

02010
05385
05386
05387
05388
05390
05331
05392
05393
05395
05396
05398
05399
05401
05402
05403
05404
05406
05407
05408
05409
05411
05413
05415
05418
05419
05421
06302
06303
06305
06306
06307
06308
06309
06310

SDGH#: DCL63-02

Analysis Name

TCL by 8260 (water)

Methyl «Tertiary Butyl Ether

Chloromethane

vainyl Chlorade
Bromomethane
Chloroethane
1,1-Dichloroethene
Methylene Chloride
trans-1,2-Dichloroethene
1,1-Dachlorcethane
cis-1,2-Daichloroethene
Chloroform
1,1,1-Trachloroethane
Carbon Tetrachloride
Benzene
1,2-Dichloroethane
Trichloroethene
1,2-Dichloropropane
Bromodichloromethane
Toluene
1,1,2-Traichloroethane
Tetrachloroethene
Dibromochloromethane
Chlorobenzene
Ethylbenzene

Styrene

Bromoform
1,1,2,2-Tetrachloroethane
Acetone

Carbon Disulfide
2-Butanone

trans-1, 3-Dichloropropene
ci1s-1, 3-Dichloropropene
4-Methyl-2-pentanone
2-Hexanone

Xylene (Total)

_ancaster
¥ | aboratories

04/17/2003 09:15
05/12/2003 at 10:31

RFA# ET03020

WW 4028974

by BE

CAS Number

1634-04-4
74-87-3
75-01-4
74-83-9
75-00-3
75-35-4
75-09-2
156-60-5
75-34-3
156-59-2
67-66-3
71-55-6
56-23-5
71-43-2
107-06-2
79-01-6
78-87-5
75-27-4
l108-88-3
79-00-5
127-18-4
124-48-1
108-90-7
100-41-4
100-42-5
75-25-2
79-34-5
67-64-1
75-15-0
78-93-3
10061-02-6
10061-01-5
108-10-1
591-78-6
1330-20-7

Account Number:

10160

Page 1 of 2

DaimlerChrysler Corporation

PO Box 5378933

Livonia MI 48153-7933

As Received

As Received Method
Result Detection
Limit

A site-specific MSD sample was not submitted for

Lancaster Laboratories, Inc.

PO Box 12425

2425 New Holiand Pike

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2222222222222 222222222222222222Z22222a
U0 000U UgUUUUUDUUUYUUUUDOUDUU0U0DU000DD0DOU0O0OUUOUUOOoOUo

WWHRWROARKRHEHOOHKKOOOHRH KL RIMORMOOOHREONOHRIHKKHMHO

. 0.8
the project A LCS/LCSD

Units

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1l
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1

Dilution
Factor

O T L N e i i

2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4028974
Collected:04/15/2003 15:55 by BE

Submitted: 04/17/2003 09:15

Reported: 05/12/2003 at 10:31

Discard: 07/12/2003

PZ034I-041503 Grab Water Sample

Site Code: 8C001 RFA# ET03020
Dayton Thermal/Dayton, OH

20341 SDG#: DCL63-02

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Received

CAT A3 Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit

was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle

CAT

No. Analysis Name Method

06291 TCL by 8260 (water) SW-846 8260B
01163 GC/MS VOA Water Prep SW-846 5030B

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysisa Dilution
Trial# Date and Time Analyst Factor
1 04/21/2003 10.44 Elizabeth M Taylor 1

1

04/21/2003 10:44 Elizabeth M Taylor

2216 Rev 3/10/03

n

a.
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Lancaster Laboratories Sample No. WW 4028975
Collected:04/15/2003 16:35 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003
MW034S-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
M034S SDGH#: DCL63-03

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

02010 Methyl Tertiary Butyl Ether 1634-04-4 N D. 05 ug/1 1
05385 Chloromethane 74-87-3 N D. 1 ug/1 1
05386 Vinyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 1 ug/1 1
05388 Chloroethane 75-00-3 N.D. 1. ug/1 1
05390 1, 1-Dichloroethene 75-35-4 N.D. 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2 ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 S 0 8 ug/1 1
05393 1,1-Dachloroethane 75-34-3 1. J 1. ug/1 1
05395 cas-1,2-Dichloroethene 156-59-2 210. 0.8 ug/1 1
05396 Chloroform 67-66-3 N D 0.8 ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 2 J 0.8 ug/1 1
05399 Carbon Tetrachloraide 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N D. 0.5 ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 1,700. 10. ug/1 10
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 0.7 ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 0.8 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 0.8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5S N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1
06310 Xylene (Total} 1330-20-7 N.D. 0. ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03

MEMBER
R




_ancaster
V" Laboratories

Page 2 of 2
Lancaster Laboratories Sample No. WW 4028975
Collected:04/15/2003 16:35 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003
MW034S-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
M034S SDG#: DCL63-03
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/18/2003 19:33 Elizabeth M Taylor 1
06291 TCL by 8260 {water) SW-846 8260B 1 04/21/2003 11 09 Elizabeth M Taylor 10
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/18/2003 19 33 Elizabeth M Taylor n.a.
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/21/2003 11:09 Elizabeth M Taylor n a.

Lancaster Laboratories, Inc.
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW

Collected:04/15/2003 18:20 by BE

Submitted: 04/17/2003 09:15
Reported: 05/12/2003 at 10:31
Discard: 07/12/2003

MW040S-041503 Grab Water Sample

Site Code: SC001 RFAH# ET03020
Dayton Thermal/Dayton, OH

4028976

Page 1 of 2
Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

M040S SDG#: DCL63-04

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit
06291 TCL by 8260 {water)
02010 Methyl Tertiary Butyl Ether 1634-04-4 N D. 0.5 ug/1 1
05385 Chloromethane 74-87-3 N D. 1. ug/1 1
05386 Vinyl Chloraide- 75-01-4 N D. 1. ug/1 1
05387 Bromomethane 74-83-9 N D. 1. ug/1 1
05388 Chloroethane 75-00-3 N D. 1 ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 0 8 ug/1 1
05393 1,1-Daichloroethane 75-34-3 N D. 1. ug/1 1
05395 cas-1,2-Dichloroethene 156-59-2 N.D. 0.8 ug/1 1
05396 Chloroform 67-66-3 N.D. 0 8 ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 N.D 0.8 ug/1 1
05399 Carbon Tetrachloride 56-23-5 N D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 0.5 ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Trichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 0.7 ug/1l 1
05408 1,1,2-Trichloroethane 79-00-5 N.D 0.8 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 0. ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N D. 1. ug/1 1
06305 2-Butanone 78-93-3 N D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N D. 1 ug/1 1
06307 cas-1,3-Dichloropropene 10061-01-5 N D. 1 ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1
06310 Xylene (Total) 1330-20-7 N.D 0.8 ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 3/10/03
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Page 2 of 2
Lancaster Laboratories Sample No. WW 4028976
Collected:04/15/2003 18:20 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003
MW040S-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
M040S SDG#: DCL63-04
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/18/2003 19.57 Elizabeth M Taylor 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/18/2003 19:57 Elizabeth M Taylor n a.

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax- 717-656-2681 2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW 4028977
Collected:04/15/2003 18:25 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003 ,
PZ040D-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
2040D SDG#: DCL63-05

A3 Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

02010 Methyl Tertiary Butyl Ether 1634-04-4 N.D. 05 ug/1 1
05385 Chloromethane 74-87-3 N.D. 1. ug/1 1
05386 Vinyl Chlorade 75-01-4 N.D. 1 ug/1 1
05387 Bromomethane 74-83-9 N.D. 1. ug/1 1
05388 Chloroethane 75-00-3 N D. 1 ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 08 ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 0.8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 ci1s-1,2-Dichloroethene 156-59-2 N.D. 0. ug/1 1
05396 Chloroform 67-66-3 N.D. 0.8 ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 0.8 ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 0.5 ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1. ug/1 1
05403 Traichloroethene 79-01-6 N.D. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N.D. 0. ug/1 1
05408 1,1,2-Trachloroethane \ 79-00-5 N.D. 0. ug/1 1
05409 Tetrachloroethene 127-18-4 N.D 0.8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1l 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1l 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1
06310 Xylene (Total) 1330-20-7 N.D. 0.8 ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425 .
717-656-2300 Fax® 717-656-2681 2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4028977
Collected:04/15/2003 18:25 by BE

Submitted: 04/17/2003 09:15

Reported: 05/12/2003 at 10:31

Discard: 07/12/2003

P2040D-041503 Grab Water Sample

Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH

2040D SDG#: DCL63-05

Page 2 of 2

Account Number: 10160

DaimlerChrysler Corporatiocn
PO Box 537933

Livonia MI 48153-7933

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit

was performed to demonstrate precision and accuracy at a batch level.

Laboratory Chronicle
Analysis Dilution
Trial# Date and Time Analyst

CAT

No. Analysis Name Method

06291 TCL by 8260 (water) SW-846 8260B
01163 GC/MS VOA Water Prep SW-846 5030B

Lancaster Laboratories, inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

1
1

04/18/2003 20:22 Elizabeth M Taylor
04/18/2003 20-22 Elizabeth M Taylor

2216 Rev. 3/10/03

Factor
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Lancaster Laboratories Sample No. WW 4028978
Collected:04/15/2003 18:55 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003
PZ0401-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
720401 SDGH#: DCL63-06

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by 8260 (water)

02010 Methyl Tertiary Butyl Ether 1634-04-4 N.D. 05 ug/1 1
05385 Chloromethane 74-87-3 N.D. 1 ug/1 1
05386 Vinyl Chloraide 75-01-4 N D. 1 ug/1 1
05387 Bromomethane 74-83-9 N.D. 1 ug/1 1
05388 Chloroethane 75-00-3 N.D. 1. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 0.8 ug/1 1
05391 Methylene Chlorade 75-09-2 N.D 2 ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D 08 ug/1 1
05393 1,1-Dichloroethane 75-34-3 N D. 1 ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 N D. 0 ug/1 1
05396 Chloroform 67-66-3 N.D. 08 ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 N.D. 0.8 ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 05 ug/1 1
05402 1,2-Dichlorocethane 107-06-2 N.D. 1 ug/1 1
05403 Traichloroethene 79-01-6 N.D. 1 ug/1l 1
05404 1,2-Dichloropropane 78-87-5 N.D. 1 ug/1l 1
05406 Bromodichloromethane 75-27-4 N.D. 1 ug/1 1
05407 Toluene 108-88-3 N.D. 0. ug/1 1
05408 1,1,2-Traichloroethane 79-00-5 N.D. 0 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 0.8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1
05418 Styrene 100-42-5 N D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1l 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D 3 ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1l 1
06310 Xylene (Total) 1330-20-7 N.D. 0.8 ug/1 1

A site-specific MSD sample was not submitted for the project A LCS/LCSD

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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Page 2 of 2
Lancaster Laboratories Sample No. WW 4028978
Collected:04/15/2003 18:55 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:31 PO Box 537933
Discard: 07/12/2003
PZ040I1-041503 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
20401 SDG#: DCL63-06
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 04/18/2003 20 46 Elizabeth M Taylor 1
01163 GC/MS VOA Water Prep SW-846 5030B 04/18/2003 20 46 Elizabeth M Taylor n a.

Lancaster Laboratories, Inc.
2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW 4028979
Collected:04/16/2003 11:00 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:32 PO Box 537933
Discard: 07/12/2003
MW0325-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFAH# ET03020
Dayton Thermal/Dayton, OH
M032S SDG#: DCL63-07

As Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

Limit

06291 TCL by B260 (water)

02010 Methyl Tertaary Butyl Ether 1634-04-4 N D 0.5 ug/1 1
05385 Chloromethane 74-87-3 N D 1 ug/1 1
05386 Vanyl Chloraide 75-01-4 N.D 1 ug/l 1
05387 Bromomethane 74-83-9 N.D 1 ug/1 1
05388 Chloroethane 75-00-3 N.D. 1 ug/1 1
05390 1, 1-Dichloroethene 75-35-4 N.D. 08 ug/1 1
05391 Methylene Chlorade 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 0.8 ug/1 1
05393 1,1-Dachloroethane 75-34-3 2. J 1. ug/1 1
05395 ci1s-1,2-Dichloroethene 156-59-2 3. J 0.8 ug/1 1
05396 Chloroform 67-66-3 1. J 0.8 ug/1 1
05398 1,1,1-Trichloroethane 71-55-6 7. 0.8 ug/1 1
05399 Carbon Tetrachloraide 56-23-5 N.D 1. ug/1 1
05401 Benzene 71-43-2 N D. 0.5 ug/1 1
05402 1,2-Dachloroethane 107-06-2 N D. 1. ug/1 1
05403 Trichloroethene 79-01-6 270. 4. ug/1 4q
05404 1,2-Dichloropropane 78-87-5 N D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N D 1. ug/1 1
05407 Toluene 108-88-3 N.D. 0.7 ug/1 1
05408 1,1,2-Trichloroethane 79-00-5 N.D. 0.8 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 0.8 ug/1 1
05411 Daibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D. 0. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0. ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D 1. ug/1 1
06302 Acetone 67-64-1 N.D 6. ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N D 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D 3 ug/1l 1
06309 2-Hexanone 591-78-6 N D 3 ug/1 1
06310 Xylene (Total) 1330-20-7 N D 0.8 ug/1 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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| aboratories

Lancaster Laboratories Sample No.

Collected:04/16/2003 11:00

Submitted: 04/17/2003 09:15
Reported: 05/12/2003 at 10:32
Discard: 07/12/2003

Ww

by BE

MW0325-041603 Grab Water Sample

Site Code:

SC001

Dayton Thermal/Dayton,

M032S

CAT
No.

CAT

06291
06291
01163
01163

SDG#: DCL63-07

Analysis Name

RFA# ET03020

CAS Number

4028979

As Received

Result

Account Number:

Page 2 of 2

10160

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

Method

Detection
Limit

was performed to demonstrate precision and accuracy at a batch level.

Analysis Name

TCL by 8260 {(water)
TCL by 8260 (water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method
SW-846
SW-846
SW-846
SW-846

Lancaster Laboratornies, Inc

MEMBER

2425 New Holland Pike
PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax. 717-656-2681

B260B
B260B
5030B
5030B

Trial#

1

1
1
2

Analysas
Date and Time
04/18/2003 21 11
04/21/2003 11 33
04/18/2003 21:11
04/21/2003 11:33

Dilution

Units

Analyst

Elizabeth M Taylor
Elizabeth M Taylor
Elizabeth M Taylor
Elizabeth M Taylor

2216 Rev. 3/10/03

Factor

Dilution
Factor
1

4
n.a.
n
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Lancaster Laboratories Sample No. WW 4028980

Collected:04/16/2003 11:10 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation

Reported: 05/12/2003 at 10:32 PO Box 537933

Discard: 07/12/2003

PZ032I-041603 Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OCH

Z032I SDG#: DCL63-08

Ag Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit

06291 TCL by 8260 (water)

02010 Methyl Tertaiary Butyl Ether 1634-04-4 N D 0.5 ug/1 1
05385 Chloromethane 74-87-3 N.D 1. ug/1 1
05386 Vinyl Chloraide 75-01-4 N D 1. ug/1 1
05387 Bromomethane 74-83-9 N.D 1 ug/1 1
05388 Chloroethane 75-00-3 N.D. 1 ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N.D 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 0.9 0.8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 1. 1. ug/1 1
05395 c1s-1,2-Dichloroethene 156-59-2 7. 0.8 ug/1 1
05396 Chloroform 67-66-3 N.D. 0.8 ug/1 1
05398 1,1,1-Trachloroethane 71-55-6 3. 0.8 ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1 ug/1 1
05401 Benzene 71-43-2 N.D. 05 ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1 ug/1 1
05403 Trichloroethene 79-01-6 340. 3. ug/1 2.5
05404 i,2-Dichloropropane 78-87-5 N.D. 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N D. 0.7 ug/1 1
05408 1,1,2-Trichleroethane 79-00-5 N.D. 0.8 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 0.8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N.D 0. ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1
05418 Styrene 100-42-5 N.D. 1. ug/1 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6. ug/1l 1
06303 Carbon Disulfaide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cls-1,3-Dachloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl -2-pentanone 108-10-1 N D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1
06310 Xylene (Total) 1330-20-7 N D. 0.8 ug/1 1

A site-specific MSD sample was not submitted for

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

the project.

A LCS/LCSD

2216 Rev. 3/10/03
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Lancaster Laboratories Sample No.

Collected:04/16/2003 11:10

Submitted: 04/17/2003 09:15
Reported: 05/12/2003 at 10:32
Discard: 07/12/2003

WW

by BE

PZ032I-041603 Grab Water Sample

Site Code:

SC001

Dayton Thermal/Dayton,

20321

CAT
No.

CAT

06291
06291
01163
01163

SDG#: DCL63-08

Analysis Name

RFA# ET03020

CAS Number

4028980

As Received

Result

Account Number:

Page 2 of 2

10160

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received

Method

Detection

Limit

was performed to demonstrate precision and accuracy at a batch level.

Analysis Name

TCL by B260 (water)
TCL by 8260 (water)
GC/MS VOA Water Prep
GC/MS VOA Water Prep

Laboratory Chronicle

Method
SW-846
SW-846
SW-846
SW-846

Lancaster Laboratories, Inc

2425 New Holland Pike
PO Box 12425

Lancastier, PA 17605-2425
717-656-2300 Fax 717-656-2681

8260B
8260B
5030B
5030B

Analysis
Trial# Date and Time
1 04/18/2003 21.
1 04/21/2003 11
1 04/18/2003 21
2 04/21/2003 11

35

.58
:35
.58

Dilution

Units

Analyst

Elizabeth M Taylor
Elizabeth M Taylor
Elizabeth M Taylor
Elizabeth M Taylor

Factor

Dilution
Factor

1

2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4028981
Collected:04/16/2003 11:25 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:32 PO Box 537933
Discard: 07/12/2003
PZ032D-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
Z032D SDG#: DCL63-09
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Unaits Factor
Limit
01754 Iron 7439-89-6 11 0 0.035 mg/1 1
01758 Manganese 7439-96-5 0.29 0 00050 mg/1 1
09584 Ferric Iron n.a 7.6 0 16 mg/1 1
00201 Alkalinaity to pH 8 3 n.a N.D 0 41 mg/l as 1
CaCo3
00202 Alkalinity to pH 4.5 n.a 406. 0.41 mg/1l as 1
CaCo3
00216 Total Hardness 471-34-3 569. 1.6 mg/l as 3.3333
CaCo3
00219 Nitrite Nitrogen 14797-65-0 N.D. 0.015 mg/1 1
00220 Nitrate Nitrogen 14797-55-8 N D. 0 040 mg/1 1
00229 Sulfate 14265-45-3 N.D. 12 mg/1 1
The 40 CFR Part 136 requires that analysis for sulfite be performed
1mmediately (within 15 minutes) upon sample collection. Although thas
analysis 1s performed promptly upon receipt at the laboratory, the results
may not be acceptable for NPDES compliance monitorang
00273 Total Organic Carbon n.a. 1.8 J 0.50 mg/1 1
01125 Sulfate (turbadimetric) 14808-79-8 97 0 7. mg/1 5
04001 Chemacal Oxygen Demand n a 9.6 J 8 mg/1 1
08344 Ferrous Iron n.a 35 0.16 mg/1 20
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 N.D. 1.0 ug/1 1
07108 Ethene 74-85-1 N.D. 1.0 ug/1
06291 TCL by 8260 (water)
02010 Methyl Tertiary Butyl Ether 1634-04-4 N.D. 05 ug/1 1
05385 Chloromethane 74-87-3 N.D. 1 ug/1 1
05386 Vinyl Chlorade 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D. 1 ug/1 1
05388 Chloroethane 75-00-3 N.D. 1. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D. 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N.D. 2. ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 0.8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 2. J 0.8 ug/1 1
05396 Chloroform 67-66-3 N.D. 0.8 ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 N.D 0 8 ug/1 1
05399 Carbon Tetrachlorade 56-23-5 N.D. 1 ug/1 1
05401 Benzene 71-43-2 N D. 05 ug/1 1

Lancaster Laboratories, Inc.

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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Page 2 of 3

Lancaster Laboratories Sample No. WW 4028981

Collected:04/16/2003 11:25 by BE Account Number: 10160

Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation

Reported: 05/12/2003 at 10:32 PO Box 537933

Discard: 07/12/2003

PZ032D-041603 Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

Z2032D SDG#: DCL6&3-09

A8 Received

CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor

05402 1,2-Dichloroethane 107-06-2 N.D. 11:.1m1t ug/1l 1

05403 Trachlorcethene 79-01-6 160. 1 ug/1 1

05404 1,2-Dichloropropane 78-87-5 N D. 1. ug/1 1

05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1

05407 Toluene 108-88-3 N D. o7 ug/1 1

05408 1,1,2-Trichloroethane 79-00-5 N.D 0. ug/1 1

05409 Tetrachloroethene 127-18-4 N.D 0. ug/1l 1

05411 Dibromochloromethane 124-48-1 N.D i. ug/1l 1

05413 Chlorobenzene 108-90-7 N.D. 0. ug/1 1

05415 Ethylbenzene 100-41-4 N.D. 0.8 ug/1 1

05418 Styrene 1060-42-5 N.D. 1. ug/1 1

05419 Bromoform 75-25-2 N.D 1. ug/1 1

05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D 1. ug/1 1

06302 Acetone 67-64-1 N.D [3 ug/1 1

06303 Carbon Daisulfaide 75-15-0 N.D 1 ug/1 1

06305 2-Butanone 78-93-3 N.D. 3 ug/1 1

06306 trans-1,3-Dichloropropene 10061-02-6 N.D 1. ug/1 1

06307 cis-1,3-Dichloropropene 10061-01-5 N D. 1 ug/1 1

06308 4 -Methyl -2 -pentanone 108-10-1 N D. 3. ug/1 1

06309 2-Hexanone 591-78-6 N.D 3 ug/1 1

06310 Xylene (Total) 1330-20-7 N.D. 08 ug/1l 1

A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 1 04/30/2003 02:38 Donna R Sackett 1
01758 Manganese SW-846 6010B 1 04/30/2003 02:38 Donna R Sackett 1
09584 Ferric Iron SWB846 6010B modified 1 05/09/2003 12:25 Jane B Follweiler 1
00201 Alkalinity to pH 8.3 EPA 310.1 1 04/21/2003 09:20 Susan A Engle 1
00202 Alkalinity to pH 4.5 EPA 310.1 1 04/21/2003 09:20 Susan A Engle 1
00216 Total Hardness EPA 130.2 (modified) 1 04/26/2003 13:10 Susan A Engle 3 3333
00219 Nitrite Nitrogen EPA 353.2 1 04/17/2003 13:32 Timothy M Petree 1
00220 Nitrate Nitrogen EPA 353.2 1 04/22/2003 12:33 Ramona V Goss 1
00229 Sulfate EPA 377.1 1 04/24/2003 10:30 Kenneth A Bell 1
00273 Total Organic Carbon EPA 415.1 1 04/23/2003 03:10 Timothy M Petree 1

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4028981

Collected:04/16/2003 11:25 by BE

Submitted: 04/17/2003 09:15

Reported: 05/12/2003 at 10:32

Discard: 07/12/2003

PZ032D-041603 Grab Water Sample

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

Z032D SDG#: DCL63-09

01125 Sulfate (turbidimetrac) EPA 375.4

04001 Chemical Oxygen Demand EPA 410.4

08344 Ferrous Iron SM 18, 3500-Fe D
(modified)

07105 Volataile Headspace SW-846 8015B, modified

Hydrocarbon

06291 TCL by 8260 (water) SW-B46 8260B

01163 GC/MS VOA Water Prep SW-846 5030B

01848 WW SW846 ICP Digest (tot SW-846 3005A

rec)

Lancaster Laboratories, Inc

2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER
7

=

Page3 of 3
Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

04/30/2003 09 17 Susan A Engle
04/22/2003 09:00 Susan A Engle
04/17/2003 20:45 Daniel S Smath
04/18/2003 13:55 Lisa A Johnson
04/18/2003 21:59 Elizabeth M Taylor
04/18/2003 21:59 Elizabeth M Taylor
04/24/2003 09 20 Denise K Conners

2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4028982

Collected:04/16/2003 11:25 by BE Account Number: 10160

Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation

Reported: 05/12/2003 at 10:32 PO Box 537933

Discaxd: 07/12/2003

PZ032D-041603-Filtered Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

Z032F SDGH#: DCL63-10

As Received
CAT As Received Method Dilution
No Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 2 6 0 035 mg/1 1
04001 Chemical Oxygen Demand n.a N.D. 8.8 mg/1 1
This sample was field filtered for dissolved metals and COD
Laboratory Chronicle

CAT Analysis Dilution
No Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 1 04/30/2003 02-43 Donna R Sackett 1
04001 Chemical Oxygen Demand EPA 410.4 1 04/22/2003 09 00 Susan A Engle 1
01848 WW SWB846 ICP Digest (tot SW-846 3005A 1 04/24/2003 09 20 Denise K Conners 1

rec)

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW

Collected:04/16/2003 12:25 by BE

Submitted: 04/17/2003 09:15
Reported: 05/12/2003 at 10:32
Discard: 07/12/2003
PZ037D-041603 Grab Water Sample

Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH

4028983

Page 1 of 2
Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

Z037D SDG#: DCL63-11

As Received
CAT As Received Method Dilution
No. Analysgis Name CAS Number Result Detection Units Factor

Limit
06291 TCL by 8260 (water)
02010 Methyl Tertaiary Butyl Ether 1634-04-4 N.D 0.5 ug/1 1
05385 Chloromethane 74-87-3 N.D. 1. ug/1 1
05386 Vinyl Chloraide 75-01-4 N.D 1. ug/1 1
05387 Bromomethane 74-83-9 N.D 1. ug/1 1
05388 Chloroethane 75-00-3 N D 1. ug/1 1
05390 1,1-Dichloroethene 75-35-4 N.D 0.8 ug/1 1
05391 Methylene Chlorade 75-09-2 N D 2 ug/1l 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D 0 8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 N.D. 1. ug/1 1
05395 c1s-1,2-Dichloroethene 156-59-2 N.D. 0.8 ug/1 1
05396 Chloroform 67-66-3 N.D. 0 ug/1 1
05398 1,1,1-Traichloroethane 71-55-6 0.9 0 ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 0.5 ug/l 1
05402 1,2-Dichlorocethane 107-06-2 N.D. 1. ug/1 1
05403 Trachloroethene 79-01-6 190. 1. ug/1 1
05404 1,2-Dichloropropane 78-87-5 N.D 1. ug/1 1
05406 Bromodichloromethane 75-27-4 N.D. 1. ug/1 1
05407 Toluene 108-88-3 N D. 0 ug/1 1
05408 1,1,2-Traichloroethane 79-00-5 N D. 0.8 ug/1 1
05409 Tetrachloroethene 127-18-4 N.D. 08 ug/1 1
05411 Dibromochloromethane 124-48-1 N D. 1. ug/1l 1
05413 Chlorobenzene 108-90-7 N.D. 0.8 ug/1 1
05415 Ethylbenzene 100-41-4 N.D. 08 ug/1 1
05418 Styrene 100-42-5 N.D. 1 ug/1l 1
05419 Bromoform 75-25-2 N.D. 1. ug/1 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1 ug/1l 1
06302 Acetone 67-64-1 N.D. 6. ug/1 1
06303 Carbon Disulfade 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/l 1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3. ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3. ug/1 1
06310 Xylene (Total) 1330-20-7 N.D 0.8 ug/1 1

A site-specific MSD sample was not submitted for

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

the project. A LCS/LCSD
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Lancaster Laboratories Sample No. WW 4028983
Collected:04/16/2003 12:25 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:32 PO Box 537933
Discard: 07/12/2003
PZ037D-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
Z037D SDG#: DCL63-11
As Receaved
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
was performed to demonstrate precision and accuracy at a batch level
Laboratory Chronicle
CAT Analysis Dilution
No Analysis Name Method Trial# Date and Time Analyst Factor
06291 TCL by 8260 (water) SW-846 8260B 1 04/22/2003 10.10 Elizabeth M Taylor 1
01163 GC/MS VOA Water Prep SW-846 5030B 1 04/22/2003 10 10 Elizabeth M Taylor na.

_ancaster.
V' Laboratories

Lancaster Laboratories, Inc.
2425 New Holiand Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW 4028984

Collected:04/16/2003 12:40 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:32 PO Box 537933

Discard: 07/12/2003

PZ037I1-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH

Z0371 SDGH#: DCL63-12

As Received
CAT As Received Method
No. Analysis Name CAS Number Result Detection Units
Limit

06291 TCL by 8260 (water)

02010 Methyl Tertiary Butyl Ether 1634-04-4 N D 05 ug/1
05385 Chloromethane 74-87-3 N D. 1 ug/1
05386 Vainyl Chlorade 75-01-4 N D 1 ug/1
05387 Bromomethane 74-83-9 N D. 1 ug/1
05388 Chloroethane 75-00-3 N.D. 1 ug/l
05390 1,1-Dichloroethene 75-35-4 4. J 0 8 ug/1
05391 Methylene Chloride 75-09-2 N D 2. ug/1
05392 trans-1,2-Dichloroethene 156-60-5 1 J 0 8 ug/1
05393 1,1-Dichloroethane 75-34-3 8 1 ug/1
05395 cis~1,2-Dichloroethene 156-59-2 11. 0 8 ug/1
05396 Chloroform 67-66-3 N.D. 0.8 ug/1
05398 1,1,1-Traichloroethane 71-55-6 19. 0.8 ug/1
05399 Carbon Tetrachloride 56-23-5 N.D 1. ug/1
05401 Benzene 71-43-2 N.D 0.5 ug/1
05402 1,2-Dachloroethane 107-06-2 N.D. 1. ug/1
05403 Traichloroethene 79-01-6 3,200. 20 ug/1
05404 1,2-Dichloropropane 78-87-5 N.D. 1. ug/1
05406 Bromodichloromethane 75-27-4 N.D 1. ug/1
05407 Toluene 108-88-3 N.D 0.7 ug/1
05408 1,1,2-Trachloroethane 79-00-5 N D. 0 8 ug/1
05409 Tetrachloroethene 127-18-4 N.D. 0 8 ug/1
05411 Dibromochloromethane 124-48-1 N.D. 1 ug/1
05413 Chlorobenzene 108-90-7 N D. 08 ug/1
05415 Ethylbenzene 100-41-4 N D. 0.8 ug/1
05418 Styrene 100-42-5 N.D. 1 ug/1l
05419 Bromoform 75-25-2 N.D. 1. ug/1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1 ug/1
06302 Acetone 67-64-1 N.D. 6. ug/1
06303 Carbon Disulfide 75-15-0 N.D. 1 ug/1
06305 2-Butanone 78-93-3 N.D. 3 ug/1
06306 trans-1, 3-Dichloropropene 10061-02-6 N.D. 1 ug/1
06307 cis-1,3-Dichloropropene 10061-01-5 N.D. 1. ug/1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3 ug/1
06309 2-Hexanone 591-78-6 N.D. 3 ug/1
06310 Xylene (Total) 1330-20-7 N.D. 0 8 ug/1

A site-specific MSD sample was not submitted for

Lancaster Laboratortes, inc

EMBER PO Box 12425

2425 New Holland Ptke

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

the project. A LCS/LCSD
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10160

DaimlerChrysler Corporation

Lancaster Laboratories Sample No. WW 4028984
Collected:04/16/2003 12:40 by BE Account Number:
Submitted: 04/17/2003 09:15
Reported: 05/12/2003 at 10:32 PO Box 537933
Discard: 07/12/2003
PZ0371-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
20371 SDG#: DCL63-12
As Received
CAT As Received Method
No. Analysis Name CAS Number Result Detection
Limit
was performed to demonstrate precision and accuracy at a batch level.
Laboratory Chronicle
CAT Analysis
No. Analysis Name Method Trial# Date and Time
06291 TCL by 8260 (water) SW-846 8260B 1 04/21/2003 15:26
06291 TCL by 8260 (water) SW-846 B8260B 1 04/22/2003 09.21
01163 GC/MS VOA wWater Prep SW-846 5030B 1 04/21/2003 15:26
01163 GC/MS VOA Water Prep SW-846 5030B 2 04/22/2003 09:21

Lancaster Laboratories, Inc.
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax® 717-656-2681

Dilution
Units Factor
Dilution
Analyst Factor
Elizabeth M Taylor 1
Elizabeth M Taylor 20
Elizabeth M Taylor n.a.
Elizabeth M Taylor n.a.

2216 Rev 3/10/03
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Lancaster Laboratories Sample No.

Collected:04/16/2003 12:40

Submitted:
Reported:

Discard: 07/12/2003
PZ0371-041603-DUP Grab Water Sample

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

ZD371 SDGH#: DCL63-13FD
CAT
No. Analysis Name CAS Number
06291 TCL by 8260 (water)
02010 Methyl Tertiary Butyl Ether 1634-04-4
05385 Chloromethane 74-87-3
05386 Vainyl Chlorade 75-01-4
05387 Bromomethane 74-83-9
05388 Chloroethane 75-00-3
05390 1,1-Dichloroethene 75-35-4
05391 Methylene Chlorade 75-09-2
05392 trans-1,2-Dichloroethene 156-60-5
05393 1,1-Dachloroethane 75-34-3
05395 cis-1,2-Dichloroethene 156-59-2
05396 Chloroform 67-66-3
05398 1,1,1-Trichloroethane 71-55-6
05399 Carbon Tetrachloride 56-23-5
05401 Benzene 71-43-2
05402 1,2-Dichloroethane 107-06-2
05403 Trichloroethene 79-01-6
05404 1,2-Dichloropropane 78-87-5
05406 Bromodichloromethane 75-27-4
05407 Toluene 108-88-3
05408 1,1,2-Trichloroethane 79-00-5
05409 Tetrachloroethene 127-18-4
05411 Dibromochloromethane 124-48-1
05413 Chlorobenzene 108-90-7
05415 Ethylbenzene 100-41-4
05418 Styrene 100-42-5
05419 Bromoform 75-25-2
05421 1,1,2,2-Tetrachlorcethane 79-34-5
06302 Acetone 67-64-1
06303 Carbon Disulfaide 75-15-0
06305 2-Butanone 78-93-3
06306 trans-1,3-Dichloropropene 10061-02-6
06307 cis-1,3-Dichloropropene 10061-01-5
06308 4-Methyl-2-pentanone 108-10-1
06309 2 -Hexanone 591-78-6
06310 Xylene (Total) 1330-20-7

A site-gpecific MSD sample was not submitted for

04/17/2003 09:15
05/12/2003 at 10:32

WW

by BE

Lancaster Laboratories, Inc

2425 New Holland Ptke

MEMBER

E,

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax. 717-656-2681
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Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

As Received

As Received Method

Detection Units
Limit

5 ug/1
ug/1
ug/1
ug/1
ug/1

.8 ug/1

ug/1

.8 ug/1
ug/1

8 ug/1

8 ug/1

8 ug/1
ug/1

.5 ug/1

ug/1

0 ug/1

ug/1

ug/1

.7 ug/1l

.8 ug/1

ug/1

ug/1

'8 ug/1

ug/1

ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
ug/1
0.8 ug/1
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the project A LCS/LCSD
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Lancaster Laboratories Sample No. WW 4028985

Collected:04/16/2003 12:40 by BE

Submitted: 04/17/2003 09:15
Reported: 05/12/2003 at 10:32
Discard: 07/12/2003
PZ0371-041603-DUP Grab Water Sample

Site Code: 8Co001 RFA# ET03020
Dayton Thermal/Dayton, OH

ZD371

CAT
No.

No.

06291
06291
01163
01163

SDG#: DCL63-13FD

As Received

Analysis Name CAS Number Result

Account Number:

Page 2 of 2

10160

DaimlerChrysler Corporation

PO Box 537933

Livonia MI 48153-7933

As Received
Method

Detection
Limit
was performed to demonstrate precision and accuracy at a batch level

Laboratory Chronicle

Analysig Name Method

TCL by 8260 (water) SW-846 8260B
TCL by 8260 (water) SW-846 B260B
GC/MS VOA Water Prep SW-846 S030B
GC/MS VOA Water Prep SW-846 S030B

Lancaster Laboratones, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

Analysis
Trial# Date and Time
1 04/21/2003 15
1 04/22/2003 09
1 04/21/2003 15
2 04/22/2003 09

:51
.46
.51

46

Dilution
Units Factor
Dilution
Analyst Factor
Elizabeth M Taylor 1
Elizabeth M Taylor 20
Elizabeth M Taylor n.a.
Elizabeth M Taylor na.

2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW 4028986
Collected:04/16/2003 13:25 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:32 PO Box 537933
Discard: 07/12/2003
MW0375-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
M0O37S SDGH#: DCL6&3-14
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 32 0 0.035 mg/1 1
01758 Manganese 7439-96-5 0.072 0 00050 mg/1 1
09584 Ferric Iron n a. 31.9 0 0350 mg/1 1
00201 Alkalinaty to pH 8.3 n a N D. 0.41 mg/1l as 1
CaCo3
00202 Alkalinity to pH 4.5 n a 273. 0.41 mg/1l as 1
CaCo3
00216 Total Hardness 471-34-3 475 2.5 mg/l as 5
CaCo3
00219 Nitraite Nitrogen 14797-65-0 N D. 0 015 ng/1 1
00220 Nitrate Natrogen 14797-55-8 31 0 040 mg/1 1
Matrix QC was performed on this sample for the Nitrate Nitrogen analysais.
Please see the attached QC Summary report for the parameter showing a matrix
bias.
002298 Sulfate 14265-45-3 N.D. 1.2 mg/1 1
The 40 CFR Part 136 requires that analysis for sulfite be performed
immediately (within 15 minutes) upon sample collection. Although thas
analysis 1s performed promptly upon receipt at the laboratory, the results
may not be acceptable for NPDES compliance monitoring.
00273 Total Organic Carbon n.a. 0.86 J 0.50 mg/1 1
01125 Sulfate (turbadimetraic) 14808-79-8 60.0. 7.5 mg/1 5
04001 Chemical Oxygen Demand n.a. N.D. B.8 mg/1 1
08344 Ferrous Iron n a 0.13 0.0080 mg/1 1
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 N D 1.0 ug/1 1
07108 Ethene 74-85-1 N.D. 1.0 ug/1 1
06291 TCL by 8260 (water)
02010 Methyl Tertiary Butyl Ether 1634-04-4 N.D. 05 ug/1l 1
05385 Chloromethane 74-87-3 N.D. 1 ug/1 1
05386 Vvinyl Chloride 75-01-4 N.D. 1. ug/1 1
05387 Bromomethane 74-83-9 N.D 1 ug/1 1
05388 Chloroethane 75-00-3 N.D 1 ug/1 1
05390 1,1-Dichloroethene 75-35-4 N D 0.8 ug/1 1
05391 Methylene Chloride 75-09-2 N.D 2 ug/1 1
05392 trans-1,2-Dichloroethene 156-60-5 N.D. 0.8 ug/1 1
05393 1,1-Dichloroethane 75-34-3 2 J 1. ug/1 1
05395 cis-1,2-Dichloroethene 156-59-2 3 J 08 ug/1 1
05396 Chloroform 67-66-3 1 J 0 8 ug/1 1

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

2216 Rev. 3/10/03
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Page 2 of 3
Lancaster Laboratories Sample No. WW 4028986
Collected:04/16/2003 13:25 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:32 PO Box 537933
Discard: 07/12/2003
MW0375-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
M037S SDG#: DCL63-14
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
05398 1,1,1-Trichloroethane 71-55-6 6. OL;mlt ug/1 1
05399 Carbon Tetrachloride 56-23-5 N.D. 1. ug/1 1
05401 Benzene 71-43-2 N.D. 05 ug/1 1
05402 1,2-Dichloroethane 107-06-2 N.D. 1 ug/1 1
05403 Trachloroethene 79-01-6 B60. 10 ug/1 10
05404 1,2-Dichloropropane 78-87-5 N.D 1 ug/1 1
05406 Bromodichloromethane 75-27-4 N D 1. ug/1 1
05407 Toluene 108-88-3 N.D 0 7 ug/1 1 .
05408 1,1,2-Traichloroethane 79-00-5 N.D. 0 8 ug/1 1
05409 Tetrachloroethene 127-18-4 4 J 0 8 ug/1 1
05411 Dibromochloromethane 124-48-1 N.D. 1. ug/1 1
05413 Chlorobenzene 108-90-7 N D 0 8 ug/1 1
05415 Ethylbenzene 100-41-4 N D 0 8 ug/1l 1
05418 Styrene 100-42-5 N.D 1 ug/1 1
05419 Bromoform 75-25-2 N.D 1 ug/l 1
05421 1,1,2,2-Tetrachloroethane 79-34-5 N.D. 1. ug/1 1
06302 Acetone 67-64-1 N.D. 6 ug/1 1
06303 Carbon Disulfide 75-15-0 N.D. 1. ug/1 1
06305 2-Butanone 78-93-3 N.D. 3. ug/1 1
06306 trans-1,3-Dichloropropene 10061-02-6 N.D. 1. ug/1 1
06307 cis-1,3-Dichloropropene 10061-01-5 N D. 1. ug/1 1
06308 4-Methyl-2-pentanone 108-10-1 N.D. 3 ug/1 1
06309 2-Hexanone 591-78-6 N.D. 3 ug/1 1
06310 Xylene (Total) 1330-20-7 N.D. 08 ug/1 1
A site-specific MSD sample was not submitted for the project. A LCS/LCSD
was performed to demonstrate precision and accuracy at a batch level.
Surrogate recoveries were outside of QC lamits for the GC/MS volatile
fraction. The analysis was repeated and out of specification surrogate
recoveries were again observed indicating a matrix effect.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 1 04/30/2003 02:58 Donna R Sackett 1
01758 Manganese SW-846 6010B 1 04/30/2003 02:58 Donna R Sackett 1
09584 Ferraic Iron SW846 6010B modified 1 05/09/2003 12:25 Jane B Follweiler 1

Lancaster Laboratories, Inc

2425 New Holland Ptke

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev. 3/10/03
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Lancaster Laboratories Sample No. WW 4028986

Collected:04/16/2003 13:25 by BE

Submitted: 04/17/2003 09:15

Reported: 05/12/2003 at 10:32

Discard: 07/12/2003

MW037S-041603 Grab Water Sample

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

M0O37S SDG#: DCL63-14

00201 Alkalinity to pH 8.3 EPA 310 1

00202 Alkalinity to pH 4.5 EPA 310 1

00216 Total Hardness EPA 130 2 (modified)

00219 Nitrite Nitrogen EPA 353.2

00220 Nitrate Nitrogen EPA 353.2

00229 Sulfate EPA 377.1

00273 Total Organic Carbon EPA 415!1

01125 Sulfate (turbidimetric) EPA 375 4

04001 Chemical Oxygen Demand EPA 410 4

08344 Ferrous Iron SM 18, 3500-Fe D
(modified)

07105 Volatile Headspace SW-846 8015B, modified

Hydrocarbon

06291 TCL by 8260 (water) SW-846 8260B

06291 TCL by 8260 (water) SW-846 8260B

01163 GC/MS VOA Water Prep SW-846 5030B

01163 GC/MS VOA Water Prep SW-846 S5030B

01848 WW SW846 ICP Digest (tot SW-846 3005A

rec)

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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Page 3 of 3

Account Number: 10160

DaimlerChrysler Corporation
PO Box 537933

Livonia MI 48153-7933

04/21/2003 09:20 Susan A Engle
04/21/2003 09:20 Susan A Engle
04/26/2003 13:10 Susan A Engle
04/17/2003 13:33 Timothy M Petree
04/22/2003 12:35 Ramona V Goss
04/24/2003 10:30 Kenneth A Bell
04/23/2003 03:21 Timothy M Petree
04/30/2003 09:17 Susan A Engle
04/22/2003 09:00 Susan A Engle
04/17/2003 20-45 Daniel S Smith
04/18/2003 14.05 Lisa A Johnson
04/21/2003 16-16 Elizabeth M Taylor
04/22/2003 10 59 Elizabeth M Taylor
04/21/2003 16 16 Elizabeth M Taylor
04/22/2003 10:59 Elizabeth M Taylor
04/24/2003 09:20 Denise K Conners

2216 Rev 3/10/03

HRUR R HRBO R

i0
n a.
na.



Lancaster
| aboratories

Page 1 of |

Lancaster Laboratories Sample No. WW 4028987

Collected:04/16/2003 13:25 by BE Account Number: 10160

Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation

Reported: 05/12/2003 at 10:33 PO Box 537933

Discard: 07/12/2003

MW037S5-041603-Filtered Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

M37SF SDGH#: DCL63-15

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 N D. 0.035 mg/1 1
04001 Chemical Oxygen Demand n a. N.D 8.8 mg/l 1
This sample was field fiailtered for dissolved metals and COD.
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 1 04/30/2003 03 03 bonna R Sackett 1
04001 Chemical Oxygen Demand EPA 410.4 1 04/22/2003 09-00 Susan A Engle 1
01848 WW SW846 ICP Dagest (tot SW-846 3005A 1 04/24/2003 09:20 Denise K Conners 1
rec)

Lancaster Laboratories, Inc

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681

MEMBER

2216 Rev. 3/10/03
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Dilution
Factor

Page 1 of 2
Lancaster Laboratories Sample No. WW 4028988
Collected:04/16/2003 17:00 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:33 PO Box 537933
Discard: 07/12/2003
PZ040D-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
Z2-40D SDG#: DCL63-16
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 2.6 0.035 mg/1 1
01758 Manganese 7439-96-5 0.14 0 00050 mg/1 1
09584 Ferric Iron n.a. N.D. 0.0800 mg/1 1
00201 Alkalainity to pH 8.3 n a. N.D 0.41 mg/l as 1
CacCo3
00202 Alkalinity to pH 4.5 n a. 292 0 41 mg/l as 1
Caco3
00216 Total Hardness 471-34-3 404 25 mg/l as 5
CaCo3
00219 Natrite Nitrogen 14797-65-0 N.D. 0 015 mg/1
00220 Nitrate Nitrogen 14797-55-8 N D. 0 040 mg/1 1
00229 Sulfaite 14265-45-3 N.D 12 mg/1
The 40 CFR Part 136 requires that analysis for sulfite be performed
1mmediately (within 15 minutes) upon sample collection. Although this
analysis 1s performed promptly upon receilpt at the laboratory, the results
may not be acceptable for NPDES compliance monitoring.
00273 Total Organic Carbon n.a. 0.74 J 0.50 mg/1
01125 Sulfate (turbidimetric) 14808-79-8 81.0 6.0 mg/1 4
04001 Chemical Oxygen Demand n.a. N.D. 8.8 mg/1
08344 Ferrous Iron n.a. 2.5 0 080 mg/1 10
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 N.D. 1.0 ug/1 1
07108 Ethene 74-85-1 N.D 1.0 ug/1
Laboratory Chronicle
CAT Analysis
No. Analysis Name Method Trial# Date and Time Analyst
01754 Iron SW-846 6010B 1 04/30/2003 03:09 Donna R Sackett 1
01758 Manganese SW-846 6010B 1 04/30/2003 03:09 Donna R Sackett 1
09584 Ferric Iron SW846 6010B modified 1 05/09/2003 12:40 Jane B Follweiler 1
00201 Alkalinity to pH 8.3 EPA 310.1 1 04/21/2003 09:20 Susan A Engle 1
00202 Alkalinity to pH 4.5 EPA 310.1 1 04/21/2003 09:20 Susan A Engle 1
00216 Total Hardness EPA 130.2 (modified) 1 04/26/2003 13:10 Susan A Engle S
00219 Nitrite Nitrogen EPA 353.2 1 04/17/2003 13:26 Timothy M Petree 1
00220 Nitrate Nitrogen EPA 353.2 1 04/22/2003 12:38 Ramona V Goss 1
00229 Sulfaite EPA 377.1 1 04/24/2003 10.30 Kenneth A Bell 1
00273 Total Organic Carbon EPA 415.1 1 04/23/2003 03:33 Timothy M Petree 1

Lancaster Laboratories, Inc
2425 New Holland Pike

PO Box 12425
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Lancaster Laboratories Sample No. WW 4028988

Collected:04/16/2003 17:00 by BE Account Number: 10160

Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation

Reported: 05/12/2003 at 10:33 PO Box 537933

Discard: 07/12/2003

PZ040D-041603 Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

Z-40D SDG#: DCL63-16

01125 Sulfate (turbidimetrac) EPA 375 4 1 04/30/2003 09-17 Susan A Engle 4

04001 Chemical Oxygen Demand EPA 410 4 1 04/22/2003 09:00 Susan A Engle

08344 Ferrous Iron SM 18, 3500-Fe D 1 04/17/2003 20:45 Daniel S Smith 10

(modified)

07105 Volatile Headspace SW-846 8015B, modafied 1 04/18/2003 14:15 Lisa A Johnson 1
Hydrocarbon

01848 WW SW846 ICP Digest (tot SW-846 3005A 1 04/24/2003 09:20 Denise K Conners 1
rec}

Lancaster Laboratortes, inc.

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03
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Lancaster Laboratories Sample No. WW 4028989

Collected:04/16/2003 17:00 by BE Account Number: 10160

Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation

Reported: 05/12/2003 at 10:33 PO Box 537933

Discard: 07/12/2003

PZ040D-041603-Filtered Grab Water Sample Livonia MI 48153-7933

Site Code: SC001 RFA# ET03020

Dayton Thermal/Dayton, OH

Z40DF SDG#: DCL63-17

As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 2.5 0 035 mg/1 1
04001 Chemical Oxygen Demand n a. N D 8 8 mg/1 1
This sample was field filtered for dissolved metals and COD.
Laboratory Chronicle

CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst Factor
01754 Iron SW-846 6010B 1 04/30/2003 03 14 Donna R Sackett 1
04001 Chemical Oxygen Demand EPA 410.4 1 04/22/2003 09 00 Susan A Engle 1
01848 WW SWB46 ICP Digest (tot SW-846 3005A 1 04/24/2003 09.20 Denise K Conners 1

rec)

Lancaster Laboratortes, Inc.
2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425
717-656-2300 Fax 717-656-2681
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Lancaster Laboratories Sample No. WW 4028990
Collected:04/16/2003 17:30 by BE Account Number: 10160
Submitted: 04/17/2003 09:15 DaimlerChrysler Corporation
Reported: 05/12/2003 at 10:33 PO Box 537933
Discard: 07/12/2003
PZ034I-041603 Grab Water Sample Livonia MI 48153-7933
Site Code: SC001 RFA# ET03020
Dayton Thermal/Dayton, OH
Z-341 SDG#: DCL63-18
As Received
CAT As Received Method Dilution
No. Analysis Name CAS Number Result Detection Units Factor
Limit
01754 Iron 7439-89-6 . 0.035 mg/1 1
01758 Manganese 7439-96-5 0.15 0.00050 mg/1 1
09584 Ferric Iron n a. D. 0.0800 mg/1 1
00201 Alkalinmity to pH 8.3 n a. N D. 0.41 mg/l as 1
CaCo3
00202 Alkalainity to pH 4.5 n a. 360. 0 41 mg/1l as 1
CaCo3
00216 Total Hardness 471-34-3 555. 2.5 mg/l as 5
CaCo03
00219 Nitrite Nitrogen 14797-65-0 N.D. 0.015 mg/1 1
00220 Nitrate Nitrogen 14797-55-8 N.D. 0.040 mg/1
00229 Sulfate 14265-45-3 N.D. 1.2 mg/1
The 40 CFR Part 136 requires that analysis for sulfite be performed
1mmediately (within 15 minutes) upon sample collection. Although thas
analysis 1s performed promptly upon receaipt at the laboratory, the results
may not be acceptable for NPDES compliance monitoring.
00273 Total Organic Carbon n.a. 1.8 J 0.50 mg/1
01125 Sulfate (turbadametraic) 14808-79-8 130. 6.0 mg/1 4
04001 Chemical Oxygen Demand n.a. N.D. 8.8 mg/1 .
08344 Ferrous Iron n.a 1.8 0.080 mg/1 10
07105 Volatile Headspace Hydrocarbon
07107 Ethane 74-84-0 N.D. 1.0 ug/1l 1
07108 Ethene 74-85-1 N.D 1.0 ug/1 1
Laboratory Chronicle
CAT Analysis Dilution
No. Analysis Name Method Trial# Date and Time Analyst FPactor
01754 Iron SW-846 6010B 1 04/30/2003 03:19 Donna R Sackett 1
01758 Manganese SW-846 6010B 1 04/30/2003 03:19 Donna R Sackett 1
09584 Ferric Iron SWB846 6010B modifaied 1 05/09/2003 12:25 Jane B Follweiler 1
00201 Alkalinity to pH 8.3 EPA 310.1 1 04/21/2003 09:20 Susan A Engle 1
00202 Alkalinity to pH 4.5 EPA 310.1 1 04/21/2003 09:20 Susan A Engle 1
00216 Total Hardness EPA 130.2 (modified) 1 04/26/2003 13:10 Susan A Engle 5
00219 Nitrite Nitrogen EPA 353.2 1 04/17/2003 13:27 Timothy M Petree 1
00220 Nitrate Nitrogen EPA 353.2 1 04/22/2003 12:40 Ramona V Goss 1
00229 Sulfite EPA 377.1 1 04/24/2003 10:30 Kenneth A Bell 1
00273 Total Organic Carbon EPA 415.1 1 04/23/2003 04:07 Timothy M Petree 1

Lancaster Laboratories, Inc.

2425 New Holland Pike

PO Box 12425

Lancaster, PA 17605-2425

717-656-2300 Fax 717-656-2681 2216 Rev 3/10/03






